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THESIS SUMMARY 
Cardiac arrest (CA) is a significant health issue Worldwide.  Paediatric sufferers have particu-
larly poor outcomes, with high-rates of associated mortality and morbidity.  Early 
cardiopulmonary-resuscitation (CPR), an emergency procedure which combines external 
chest-compressions with artificial-ventilations (rescue breaths), has been shown to improve 
CA outcomes.   Researchers have, however, demonstrated CPR, even when delivered by 
highly-trained-rescuers is not currently being performed optimally.  International guidelines 
have suggested the potential contribution of feedback systems (assistance), in improving the 
delivery of chest-compressions and rescue breaths to improve survival rates.   
 
Thus, the main focus of this research was to design and develop a real-time CPR-performance-
feedback-system, to monitor and assist rescuers in producing high-quality infant-CPR (iCPR).  
This was conducted as follows: assessment of current compressions by Basic Life Support 
(BLS) and ‘lay’ rescuers, design and development of a real-time feedback and performance 
system and the study of its effects during iCPR.  All performances were compared against 
benchmarked quality standards.   
 
During unassisted iCPR, BLS and ‘lay’ rescuer overall compression quality, that is those con-
comitantly achieving all four iCPR quality targets, was <3%.  Assistance significantly im-
proved BLS and ‘lay’ compression quality, to >61.4% and >24.6%, respectively.  Assistance 
delivered more breaths, 5-32%, more quickly, 30-84%, complying with recommendations.  As-
sisted compression count, after each ventilation, was 53% less than unassisted, complying with 
recommendations.  There were no differences in the guideline compression duty cycle (DC), 
provided that compression time and peak depth were the same.   
  Thesis summary 
   
 iv 
 
Unassisted compressions failed to show compliance with quality targets.  Assistance produced 
significant improvements in the overall quality of compressions, reduced the time for breaths 
and regulated the compression counts after each ventilation.  However, lay rescuers require 
additional training with the feedback system and iCPR simulation.  Overall the real-time feed-
back system significantly improved iCPR performance, such that it could now be trialled to 
investigate possible improvements in clinical outcomes.  
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1. INTRODUCTION 
1.1. Research rationale 
Cardiac arrest, a significant health issue both in the UK and worldwide, is caused by a range 
of conditions; including ventricular fibrillation, asphyxia hypoxia, acute coronary-artery occlu-
sion, and coronary ischemia.  The incidence of paediatric out-of-hospital cardiac arrest 
(OHCA) between December 2005 and March 2007, was 8.04 per 100,000 person-years (72.71 
in infants, 3.73 in children, and 6.37 in adolescents), versus 126.52 per 100,000 person-years 
for adults [5].  Most infant OHCAs occurred in homes (93%) and were not witnessed (90%) 
[6].  However, the incidence of OHCA in children and young adults is higher than previously 
reported [7].  
Cardiopulmonary resuscitation (CPR) is an accepted clinical method of attempting to retain the 
circulation of oxygenated blood to critical organs during a period of cardiac arrest.  The sur-
vival rate reported between December 2005 and March 2007 for all paediatric OHCAs was 
6.4% (3.3% for infants, 9.1% for children, and 8.9% for adolescents) versus 4.5% for adults 
[5].  Another recent study reports that the overall survival rate was 26.9% (3.8% in those 0–2 
years of age, 40.0% in those 3–13 years of age, 36.7% in those 14–24 years of age, and 27.8% 
in those 25–35 years of age).  Survival increased throughout the study period, from 13.0% in 
1980- 89 to 40.2% in 2000-09 [7].  Still, the paediatric cardiac arrest survival rate of <4% needs 
further research, and advancements in CPR are needed to improve poor survival rate for pae-
diatric patients.  
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1.2. Cardiovascular system  
The cardiovascular system consists of the heart, blood vessels, and blood.  Continuous blood 
circulation is essential to sustain life, and thus blood is continually driven through the cardio-
vascular system by the heart (Figure 1-1).  The heart is the most important muscular organ in 
the body, and normal heart function is vital for a healthy life.  The heart is divided into right 
and left sides, with each side consisting of an atrium and a ventricle.  Blood circulation involves 
pulmonary circulation and systemic circulations [8, 9]. The pulmonary capillary network sur-
rounds the lung alveoli, allowing exchange of CO2 and O2.  Pulmonary circulation 
transports oxygen-poor blood from the right ventricle to the lungs, where it is oxygenated in 
the capillaries and returned, riched with oxygen, to the left atrium.  Systemic circulation trans-
ports oxygen- and nutrient-rich blood from the left ventricle to various systems in the body and 
returns deoxygenated blood to the right atrium of the heart.  The coronary arteries, situated on 
the heart’s surface, are responsible for the heart’s blood circulation [8, 10].  
Four valves (the tricuspid, pulmonary, mitral and aortic valves) regulate blood flow.  The tri-
cuspid valve is located between the right atrium and the right ventricle.  The pulmonary valve 
is located between the right ventricle and the pulmonary artery.  The mitral valve is located 
between the left atrium and the left ventricle, and the aortic valve is located between the left 
ventricle and the aorta.  All, except for the mitral valve, have three flaps that open in only one 
direction due to pressure generated during heart contraction and relaxation phases.  The mitral 
has only two flaps [1].  
The heart pumping cycle is associated with changes in arterial and ventricular pressure.  The 
cycle is split into four phases: filling, isovolumetric contraction, expulsion, and isovolumetric 
relaxation.  The isovolumetric contraction and filling phases are known as systole, and the 
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isovolumetric relaxation and expulsion phases are known as diastole. Controlled by periodic 
electrical impulses, the pacemaker function for mechanical contraction of the heart begins with 
excitation of the sinoatrial node [1].  
 
Figure 1-1: Human heart.  Copied from [1]. 
1.3. Cardiopulmonary resuscitation  
Chest compression, a fundamental and vital component of CPR, was invented by Kouwenho-
ven [11].  Chest compression should be the primary action and the highest priority when 
starting CPR in victims of sudden cardiac arrest [12] [13]. Blood flow to the heart, brain, and 
other vital organs is ensured by continued and uninterrupted chest compression in CPR, this 
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offers the best chance to recover from cardiac arrest [14,15]. The overall aim of CPR is to 
resume heart function and discharge the patient without physiological or neurological effects 
[14-16].  
In Europe, cardiac arrest affects 49 to 83 per 100,000 individuals per year [17]. Approximately 
6,000 children experience cardiac arrest annually in the United Kingdom [18]. The cardiac 
arrest survival rate in this population remains extremely poor [19-21]; hence, rates of mortality 
and morbidity are relatively high. Office for National Statistics (ONS) group showed that res-
piratory and cardiovascular disorders were the most common causes of infant deaths and, in 
2014, accounted for 41% of such cases in England and Wales (www.ons.gov.uk).  Almost six 
decades of CPR research have passed since its origination in 1960, yet the cardiac arrest sur-
vival rate remains extremely poor.  Consequently, infant population cardiac arrest remains a 
significant health problem.  In addition, international resuscitation guidelines recommend that 
treatment for infant patient cardiac arrest issues be based on the most relevant research studies 
[14-16].  
Currently, iCPR is performed based on international guidelines that recommend a specific, 
evidence-based procedure that aims to maximise survivability following cardiac arrest.  These 
guidelines describe four key targets to achieve optimal chest compressions in infant CPR per-
formance: chest compression depth, chest release force, chest compression rate, and compres-
sion duty cycle [14, 15].  However, recent research studies show that chest compressions are 
still performed poorly during simulated iCPR [22-29].  
The effects of poor-quality CPR performances are documented in clinical practices. However, 
insufficient chest compressions were observed during CPR both in hospital [30] and out of 
hospital [31]. Deeper compression during CPR (one-half external anterior-posterior diameter 
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compression depth) may cause damage to intrathoracic organs [22, 32-35].  Leaning, also 
called incomplete decompression of the chest between compressions during the chest release 
phase of CPR, is the common problem during CPR performance.  Leaning during CPR in-
creases intrathoracic pressure, which decreases coronary perfusion pressure and returns venous 
blood to the heart, thereby resulting in a reduced cardiac arrest survival rate [36-40].  There is 
a positive relationship between the number of compressions actually performed on the victim’s 
chest and the chance of survival from cardiac arrest [41]. In addition, blood flow rate in neo-
nates is most effective at a compression rate of ≥120 compressions/minute, as recommended 
by a mathematical study of cardiovascular physiology [42].  In animal models of cardiac arrest, 
compression performed at a rate of 120/minute produced higher myocardial perfusion pressure, 
increased left ventricular blood flow, and a more successful outcome from cardiac arrest than 
60/minute and 80/minute compression rates [43-45].  In human subjects, compression per-
formed at a rate of 120/minute has also produced better myocardial perfusion pressure than 
60/minute and 80/minute compression rates [46].  Prolonged duty cycles reduce cerebral blood 
flow and the return of venous blood to the heart, resulting in reduced cardiac arrest survival 
rate [47-51]. Decreasing the duty cycle could increase short-term survival from cardiac arrest 
[13, 52]. An interruption in continuous chest compressions—which occur during pauses in 
CPR—affects coronary perfusion pressure [30, 31, 53].  
Because cardiac arrest often results from, or is complicated by, asphyxia, maintaining the air-
way for cardiac arrest patients and providing ventilation (also called rescue breaths) are essen-
tial elements during paediatric CPR [14].  Animal studies show that rescue breaths during CPR 
after ventricular fibrillation (VF) or asphyxia resulted in an improved return of spontaneous 
circulation (ROSC), cardiac arrest, and neurological outcomes when compared to no-ventila-
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tions during CPR [54-56].  The main purpose of rescue breathing during CPR is to retain suf-
ficient oxygenation and to remove carbon dioxide (CO2) [57]. CPR, comprising both chest 
compressions and rescue breaths, leads to better survival than hands-only CPR in children suf-
fering cardiac arrest due to non-cardiac causes [58].  
Chest compression in iCPR is often delivered poorly, even by well-trained rescuers [13].  Qual-
ity CPR can be achieved through real-time monitoring and feedback system that observes and 
assists resuscitators and results in a reduced human error during manual CPR [13] [59]. The 
provision of a feedback system during adult CPR improved overall chest compression quality 
by improving CPR quality measures: chest compressions depths, chest release forces, chest 
compression rate, and compression duty cycles [60-69].  
The provisions of a real-time feedback system and its effects on CPR quality for Basic Life 
Support (BLS) (Basic Life Support-trained, e.g. police officers, firepersons, nurses) and lay 
resuscitators (i.e. those who have no experience in CPR) during iCPR have never been 
quantified.  This research investigates the baseline performance of BLS and lays resuscitators 
and the effects of a real-time feedback system on CPR quality.  Except for Resusci Baby QCPR 
(Laerdal Medical, Stavanger, Norway) iCPR training manikin, there is no real-time CPR feed-
back system available for use on infants.  
1.4. Research aims and objectives 
The primary aim of this research was to monitor resuscitators’ CPR performances, assess the 
quality of chest compressions, and improve the quality of chest compressions during simulated 
iCPR. The following goals were identified to achieve these aims: 
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1. Design and develop a system that quantifies CPR performance to provide a measure-
ment tool for CPR quality. Investigate the quality of chest compressions provided by 
BLS resuscitators during simulated iCPR on an infant manikin. 
2. Investigate the quality of chest compressions provided by lay resuscitators during 
simulated iCPR on an infant manikin. 
3. Investigate the rescue breath count, compression count between rescue breaths, and 
time consumed for delivering the rescue breaths. 
4. Compare the chest compression quality of BLS and lay resuscitators both with and 
without real-time feedback performance system.  
5. To develop a system that provides opportunity to enhance CPR quality. 
6. Investigate and propose a new technique where there are obvious technical deficien-
cies versus the international guidelines.  
1.5. Thesis overview 
Chapter 2 describes the current epidemiology of infant cardiac arrest, cardiac arrest causes, 
physiological processes associated with cardiac arrest, and current procedures and processes of 
infant cardiac arrest.  This chapter further describes current evidence-based chest compression 
quality and key targets for iCPR.  All quality targets—chest compression depth, chest release 
force, chest compression rate, compression duty cycle, and rescue breaths achieved during 
CPR—were recommended by international resuscitation guidelines. This chapter also de-
scribes existing CPR feedback devices.  The connection between literature gaps and this re-
search aim are highlighted in the following research question section.  Chapter 3 describes the 
manikin details, details of accelerometer sensors and rubber pads, airflow sensors, data acqui-
sition technique, power supply unit construction, prototype CPR feedback device details with 
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working principles, and LabVIEW-based performance feedback program working principle 
with a flowchart.  The data obtained from the feedback device were stored on a hard drive for 
further analysis.  A Matlab program was used for analysing the data and to determine the qual-
ity of the chest compressions. Chapter 3 further explains the data analysis technique used with 
CPR quality measure targets and working principles with a program flowchart.  This chapter 
also defines the study coordination and participant details, such as BLS and lay resuscitator 
details and experimental procedures during simulated iCPR performances.  
In Chapter 4, the analysed data of BLS and lay resuscitators’ quality measures and simulated 
CPR performance on an infant training manikin are shown against their current guidelines-
based on CPR quality targets.  The performances were separated into three stages: continuous 
compression only on the training manikin for a period of 1 minute; 5-initial rescue breaths and 
continuous compressions on the training manikin for a period of 1 minute; and 5-initial rescue 
breaths and repeated cycles of 15 compressions followed by 2 rescue breaths on the training 
manikin for a period of 1-minute. CPR performance was also compared with and without the 
CPR performance feedback program. Simulated iCPR performance results and comparisons of 
current and new techniques for calculating the compression duty cycle are also described in 
this chapter.  
Chapter 5 discusses the key findings of this research, compares the results with relevant litera-
ture, and describes the potential impact of this research in clinical and educational aspects of 
iCPR.  Performance of the real-time feedback system is also detailed in this chapter. Chapter 6 
summarises the principle findings of this research and directions for future research in iCPR.  
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2. LITERATURE REVIEW 
2.1. Research background 
2.1.1. Epidemiology of Cardiac Arrest 
Cardiac Arrest (CA) is a significant worldwide health issue.  Each year, between 49 and 83 per 
100,000 individuals, including infants, experience Out of Hospital Cardiac Arrest (OHCA) [17, 
70].  In-Hospital Cardiac Arrest (IHCA) incidence is 1 to 5 per 1,000 individuals per year [71].  
In the United Kingdom, approximately 6,000 children experience CA each year [18].  Survival 
rates from OHCA paediatric CA remain poor, and outcomes vary significantly with the location 
and duration of CA [72].  The incidence of paediatric OHCA between December 2005 and 
March 2007 was 8.04 per 100,000 person-years versus 126.52 per 100,000 person-years for 
adults [5].  Most infant OHCAs occurred in homes (93%) and were not witnessed (90%) [6]. 
 
The incidence of OHCA in children and young adults are more common than reported in prior 
estimates [7].  Paediatric survival rate was recorded as 21.6% in a retrospective 5-year case 
series [73].  The survival rate reported between December 2005 and March 2007, for all 
paediatric OHCAs, was 6.4% (3.3% for infants, 9.1% for children, and 8.9% for adolescents), 
versus 4.5% for adults [74].  In general, approximately 1% to 6% of individuals suffer from 
OHCA and survival rates are slightly higher for in-hospital CA patients.  A recent comprehen-
sive study shows that only 17% of these infant patients were discharged alive [75-77].  A recent 
study reported that 68.4% of paediatric cardiac arrest occurred in private locations; 33.7% were 
witnessed while only 2.9% received bystander CPR.  These results show that CPR training 
should be provided to lay person to increase the survival rates of paediatric OHCA patients 
[79].  
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Sudden cardiac death generally results from either ventricular fibrillation [17, 78, 79], asphyx-
ial hypoxia [17, 79] or ischemia (circulatory failure) [73, 80, 81].  As the leading cause of death 
in Europe, sudden CA is responsible for the deaths of 700,000 individuals per annum (Sans et 
al., 1997).  The recovery rate from CA is extremely poor [19, 80, 82], and survival rates are 
lower for children who experience CA.  Recent investigations reported that survival rate from 
IHCA of children has improved substantially in the past few decades; 10% in the 1980s to 
greater than 25% in 2005 [81, 83].  However, OHCA survival rate in children has not changed 
much in the past 30 years, with survival rates of less than 10% [72, 74].  Only 4% of children 
who experience OHCA survive neurologically intact [20], compared to 17% of adults who 
suffer cardiac arrest in-hospital [84].  In the United States each year, 375,000 to 390,000 indi-
viduals experience CA either in or out of hospital [85].  A collective review by Young and 
Seidel [23] repoeted that the CA paediatric survival rate was lower than the neurological 
morbility.  
There is an immediate need to improve the outcomes of CA patients by developing new strat-
egies, devices and a clear understanding of the physiological function of the heart. 
2.1.2. Epidemiological literature limitations 
Infant CA epidemiological evaluation is lacking uniformity in case classifications, patient se-
lection, data analysis method and study design.  Case classification of infant CA remains in-
consistent across the literature.  Many studies combine respiratory arrests with CAs; also, sev-
eral studies include aetiologies associated with increased risks of mortality, such as septic 
shock and traumatic arrests cases.  Study sizes and time, designs, and geographical location 
varied extensively between studies.  Also, inconsistencies in data abstraction and quality were 
observed in previous studies.  Most infant CA studies focus primarily on the epidemiological 
characteristics of paediatric CAs, resulting in a lack of detailed infant-specific data. 
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2.2. Chest compression 
Chest compression, a fundamental and vital CPR component, has saved many patients’ lives 
from CA [12].  The external closed chest compression technique, first coined by Kouwenhoven 
[11], is a crucial element of resuscitation and is the gateway to recovery for CA victims both 
in and out of the hospital.  Chest compressions generate blood flow to vital organs by directly 
compressing the heart and increasing intrathoracic pressure through strong rhythmic pressure 
over the lower half of the sternum [86-90].  While performing CPR continuous deep compres-
sions maintain sufficient circulation that is essential for saving CA patients [90].  Chest com-
pressions, the first action when starting CPR— “Push hard and push fast in the middle of the 
chest, should be the highest priority and is the important phase in compressions” [12].  If some-
one unexpectedly experiences an abnormal heartbeat, the absence of breathing or breathing 
only in gasps, a rescuer should assume that the particular person is in CA [65]. 
The rescuer should immediately activate emergency response systems and begin compressions.  
CPR is not harmful.  Inaction during CA is harmful, and CPR can be lifesaving [12].  Any 
delay in starting compressions during CA means a chance of a reduced survival rate.  The most 
recent CPR guideline suggests that the importance of starting uninterrupted compressions 
early, to generate pulses, ensures blood flow to the heart, brain and vital organs and provide 
the best chance to recover from CA [14-16, 34].  High-quality bystanders CPR increases the 
proportion of patients who are discharged from the hospital alive, versus poor bystander CPR 
or no bystander CPR  [91].   
An external compression during CPR contributes to maintain the haemodynamic function of 
the heart [2] (Figure 2-1).  According to the ‘direct cardiac compression model’, the left and 
right ventricles are compressed between the sternum and the vertebral column [11, 92]. This 
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compression produces a pressure gradient between the ventricles, aorta and pulmonary arteries 
that causes the mitral and tricuspid valves to propel blood from the ventricles and generate 
forward blood flow.  During the decompression phase of the chest, negative pressure generated 
in the atria, supports a retrograde flow of blood that refills the heart and myocardium, prior to 
the next compression [93].  The ‘thoracic pump model’ regards the heart as a passive conduit 
without having a pumping function [94, 95].  Overall increase in intrathoracic pressure forces 
blood to flow from the thoracic to the systemic circulation [95].  During the compression phase, 
intrathoracic pressure propels blood from the heart into the systemic circulation.  During the 
decompression phase, negative intrathoracic pressure promotes the return of venous blood to 
the thorax and heart in preparation for the next compression in pulmonary circulation [96, 97].  
During iCPR, direct cardiac compression may play a greater role in maintaining the haemody-
namics of the heart [98] and oxygen delivery to the myocardium and other vital organs [12]. 
 
 
 
 
 
  Chapter 2: Literature review 
   13 
 
 
Figure 2-1: Haemodynamic mechanisms of blood flow during infant CPR. A, the direct car-
diac compression and B, the thoracic pump chest compression models [2].  RV, right ventri-
cle; LV, left ventricle; C, inspiratory impedance; Pulm Circ., pulmonary circulation. 
 
The chest walls are thinner, and the ribs are more elastic in infants and young children when 
compared with the adults. Thus, a lower impression is enough to produce significant chest wall 
deflections.  Only one or two fingers chest compressions are recommended during infant com-
pressions [99].  Two compression techniques are recommended for use on infants; the two-
thumb (TT) method where the hands of a single rescuer encircle the chest, and the two-finger 
(TF) method for two or more rescuers [14, 15, 100] (Figure 2-2).  The TT method is usually 
recommended for compression on an infant [59, 101, 102] (Figure 2-2: Type A). According to 
the rescuer performance [60], as shown in Figure 2-2: Type B, rescuers will sometimes com-
press the sterunum with the tips of two fingers (e.g. the middle and index fingers). During the 
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TF method, compressions are performed by placing two fingers over the lower third of the 
sternum when the infant victim is in the supine position.  The TT technique is performed by 
squeezing the thorax between the thumbs and fingers with both hands encircling the lower third 
of the thorax [14, 15] (Figure 2-2).  In addition, in a study based on iCPR model, TT compres-
sion produces higher mean arterial pressure (MAP), systolic and diastolic blood pressure (SBP 
and DBP) and pulse pressures (PP), when compared with TF compressions during the clinically 
relevant duration of prolonged CPR.  Also, rescuers found that the TT technique is easier to 
execute and less fatiguing than the TF method [29].  
Two animal surrogate studies analysed the relative effectiveness of TT and TF iCPR.  Seven 
infant swine weighing 8-10kg were used to evaluate relative SBP, DBP, mean arterial and cor-
onary perfusion pressures during TT and TF CPR.  Following the induced CA, 1,050 validation 
compressions were performed, resulting in the TT technique being statistically superior 
(p<0.001) across all haemodynamic outcomes [103].  SBP, 59.4 versus 41.6 mm Hg; DBP, 
21.8 versus 18.5 mm Hg; mean arterial pressure, 34.2 versus 26.1 mm Hg; and coronary per-
fusion pressure, 15.1 versus 12.2 mm Hg [103].  The second animal surrogate study, using a 
10kg infant swine, further evaluated both compression techniques.  A total of 2,297 compres-
sions were analysed in this study.  The TT method produced significantly higher SBPs when 
compared with the TF.  The diastolic blood pressures were not significantly different.  Also, 
the TF technique was unable to achieve similar sternal compression forces when compared 
with TT technique.  In this swine model of iCPR, TT compression is an easier and more effec-
tive method [104].  Since 2000, the American heart association, in collaboration with the In-
ternational Liaison Committee on Resuscitation (ILCOR), preferred the TT compression tech-
nique for CPR of infants and  newborns [105]. 
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Figure 2-2: Finger position for chest compression on the infant’s chest. 
 
Figure 2-3: Hand position for chest compression on the adult chest.  
In the literature, the effectiveness of TT and TF techniques was further investigated through 
the use of infant manikins. An instrumented infant manikin was used to assess the SBP, DBP 
and mean arterial pressure produced during simulated iCPR performances.  The feedback sys-
tem was employed to regulate the compression rate and depth during simulated CPR.  
Compression rate was regulated by a metronome and depth was regulated through oral instruc-
tions.  This study reported that all three pressures were significantly increased with the TT 
technique [29].  However, the TT technique reduces the proportions of shallow compressions 
[106].   
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In adult chest compression, the rescuer should place the heel of the right hand in the centre of 
the patient’s chest (between the nipples and the lower half of the sternum) and the heel of the 
left hand on top of the right hand, in such a way that the hands are overlapped and parallel.  
This procedure will help to produce more force on the chest (Figure 2-3), [12, 59]. 
2.2.1. Optimum location for chest compressions during infant CPR 
The heart occupies a large proportion of the intrathoracic cavity in infants [99].  The most 
effective anatomical location for compression during iCPR has been investigated by observa-
tions made during cardiac surgery, X-rays, CT scans and post-mortem examinations.  The op-
timum position for compression in an infant and young child is over the lower sternum, to a 
depth of at least one-third the anterior-posterior diameter of the chest [107].  The anatomical 
relationship between the heart, the thorax, sternum and diaphragm is similar in all age groups.  
The lower one-third of the sternum produces better blood pressure during CPR performance.  
The lower sternum compressions potentially increase the successful outcome of CA than CPR 
performed in the middle one-third of the sternum [107]. 
To reduce organ injuries and generate a higher cardiac output, continuous compressions are 
essential to achieving successful cardiac outcomes.  Based on radiographic and angiographic 
imaging studies, the heart of the infant is reported to be located under the lower one-third of 
the sternum [108].  Also, another clinical study reported that the point of maximal (left ventri-
cle) anterior-posterior heart is located under the lower quarter of the sternum.  Therefore, it is 
hypothesised that during CPR, compressing the lower quarter of the sternum increases the car-
diac output more than compressing at other points on the sternum [109] and that higher cardiac 
outputs could only be achieved by squeezing the heart at the level of the left ventricles [110]. 
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2.2.2. Caution should be applied when animal and computational models are 
translated to humans during CPR 
The safety and effectiveness of new drugs and methods are usually experimented on animal 
surrogates, before being approved for clinical practice [111].  Until the mid-1980s, canines 
were used extensively in CA research.  In general, canines and human’s cardiovascular func-
tions are similar.  However, the thoracic dimensions of the canine are different from the human; 
making a comparison of compression techniques difficult.  Additionally, there are considerable 
differences in the size and shape of the chest, heart and brain, thus, potentially affecting the 
outcome [112].  Often porcine animal surrogates have been used to investigate chronic ischae-
mia, therapeutic angiogenesis, hypertrophic cardiomyopathy and CPR research.  Porcine 
cardiac anatomy, coronary arteries and physiology resemble closely that of humans [113-115].  
They are available at a lower cost than canines providing a wider availability of uniform sizes 
and ages for all stage of experiment modelling [112].  In addition, myocardial histology is 
similar in swine and humans [116].  After induction of myocardial ischaemia, both porcine and 
human myocardium biochemical and metabolic response is similar [117, 118].   
The resting heart rate of the porcine model averages that of the human, whilst the mouse model 
has a high resting heart rate ( 500 beats/min) and the refractory period is too short [119].  Also, 
a recent study has reported that large white pigs are the favourable swine model for CA exper-
iments; the baseline haemodynamics of the swine closely resemble the human haemodynamics 
as far as the pressure of the left ventricle and atrium are concerned  [120].  Other than the swine 
and humans anatomical and physiological resemblances, swine models do not require much 
human care as canine models [121].  The swine model provides maximal translational infor-
mation among current mammalian models of CA and CPR, allowing a convenient method of 
transferring information from research to clinical practice[122].  Discordance between animal 
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surrogate studies and human studies could be due to bias or failure to simulate clinical disease 
effectively in animal surrogates [123].  
The selection of a clinically relevant model is one of the main hurdles to cardiac research.  The 
animal surrogate studies of CA outcome measures, such as ROSC and neurologic outcomes, 
are chosen to mimic OHCA cases as a prelude to clinical studies.  However, during animal-
based studies, researchers should incorporate more clinical variables whilst mimicking clinical 
scenarios, any variance in the outcome variables would help clinicians during treatment of CA 
patients.  Various important issues have not been investigated in animal studies.  The main one 
is the timing of administration of CPR after CA.  This is significant; the majority of adult arrest 
victims will have significant coronary artery disease and myocardial infarction [124].  Due to 
a lack of standardisation and non-uniform terminology, it is difficult to compare the clinical 
and laboratory results.  However, for the successful development of treatments for CA, animal 
studies will remain a vital advantage [112]. 
Human body biological tissues can deform beyond their recoverable border when compressed 
excessively resulting in anatomical structural collapses and affecting their normal function 
[125].  Infant rib fractures are usually a rare event, due to the malleability of their rib structures.  
Infant rib fractures are usually caused by anterior-posterior compression of the chest when the 
chest is circled by both hands during CPR [126, 127].  The rib stiffness characteristics of ani-
mals are also another important consideration when data is transferred to humans, in particular, 
human infants.  Although infant and adult manikins are often used in CPR research and training 
purposes, there are basic limitations in their bio-fidelity.  Manikin chest stiffness characteristics 
may not accurately represent the size of a human body [26, 128].  Human and swine chest 
stiffness behaviours, during CPR, are comparatively similar, but there are differences in chest 
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viscosity at middle and deep compression depths.  These differences needs to be a consideration 
when it is applied to humans [129]. 
2.2.3. Important measurements during the CPR episode  
CPR quality is the most significant factor in CA survival rate [14-16, 130] because it impacts 
the outcome of a CA event [131].  Recent published CPR standards and recommendations 
(European CPR Council guidelines 2010 and American Heart Association guidelines 2010) are 
based on training for in and out of hospital healthcare professionals around the world.  Early 
recognition of CA and implementation of CPR increases the chance of surviving CA.  The 
following five measurements are key factors for assessing the quality of CPR: 
1. Chest compression depth 
2. Chest release force 
3. Chest compression rate 
4. Compression duty cycle 
5. Pauses in chest compression  
2.3. Compression depth 
The quality of the CPR, in particular, a sufficient depth of compression is the key to the survival 
from the CA [132].  Once the signs of CA are identified, the resuscitator must start external 
compression to retain adequate circulatory function during the arrest.  Compression depth is 
the most important element in CPR, playing the crucial role of pumping blood from the heart 
to the brain and other vital organs.  Compression depth is also the most important quality meas-
ure during iCPR [14, 15].  Haemodynamic outcomes are associated with increased arterial 
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pressure, achieved by exact compression depth in both infant and adult human subjects [133, 
134], greater coronary flow and increased cardiac output in animal subjects [135, 136]. Meas-
uring compression depth is one of the more challenging variables in CPR quality.  Many res-
cuers fear to do compressions, assuming that it may harm the patient.  In addition, a rescuer’s 
limited muscle strength frequently results in under compression of the chest less [57].   
2.3.1. Definition and recommended depth 
Compression depth is defined as the maximum deflection of the sternum measured prior to the 
compression phase [22, 130] (Figure 2-4).  European and UK resuscitation and American Heart 
Association Guidelines for CPR recommend an adequate compression depth of at least one 
third the external anterior-posterior (AP) diameter of the chest, approximately 4 cm in infants 
[15, 137-139].  European resuscitation guidelines recommend a compression depth at least 5 
cm [12] [140], but not exceeding 6 cm; since >6cm would damage an adult's thoracic organs 
[57].  Thoracic over-compression, defined as a residual internal AP chest depth of <10 mm, 
may potentially cause intrathoracic trauma [32, 133, 139].  Exerting 50 kg of force (Figure 2-
5) on a patient’s sternum is enough to achieve adequate compression depth, which means that 
average-sized and fit rescuers are capable of delivering effective CPR in adult patients [3] (Fig-
ure 2-5).  Insufficient compression depths were observed during CPR both in hospital [30] and 
out of hospital CA cases [31], compared with current European Resuscitation Council and 
American Heart Association guideline recommendations [12, 100]. 
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Figure 2-4: Sternum deflection curve during chest compressions. The sternum deflection is the 
distance between two points such as the initial position of the chest and maximum deformation 
of the chest. 
 
Figure 2-5: Minimum depth as recommended in the guidelines (38 mm for females [F] and 60 
mm for males [M]) can be delivered by applying 50 kg force [3].  
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2.3.2. The most effective compression depth based on scientific evidence for chest    
compressions during infant CPR  
 
The systolic, mean arterial and pulse pressures increase when compressions are provided at 
one-half of the anterior-posterior diameter of the chest, compared with one-third external AP 
thoracic diameter.  During CPR, compression depths of one-third of external AP diameter were 
radiographically appropriate for children aged from 3 months - 8 years [133].  The optimum 
compression depth for infants was further investigated using mathematical modelling based 
upon neonates (aged < 28 days) chest CT scan dimensions.  It is recommended that a one-third 
external anterior-posterior compression depth should be more effective than a one-quarter ex-
ternal AP compression depth and a one-third AP compression depth is safer than a compression 
depth of one-half external AP diameter [32]. 
However, the maximum compression depth during CPR, should be limited. This is because 
radiological studies hypothesised that excessive compressions will reduce residual internal 
thorax depth. If this because <10mm an increased likelihood of causing intrathoracic trauma 
through the over-compression of the thorax may became apparent [32, 133, 139].  Eight canines 
weighing 6-12kg were used to investigate cardiac output and mean arterial pressure; both were 
linearly related to compression depth once compression depth ~15-30mm was exceeded [141].  
Another study (used six piglets weighing between 4.5-6kg) reported that maximum intratho-
racic pressures were proportional to compression depth, once the compression depth approxi-
mately 20% of the AP thoracic diameter was exceeded [98]. 
 
Research studies based on canine animal models have shown that deeper compressions result 
in relatively large changes in cardiac survival rate.  At sternal displacements below the recom-
mended depth, cardiac output is virtually zero, deep compressions lead to multiple rib fractures.  
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Provision of feedback might well lead to greater uniformity in the quality of compression and lessen 
the risk of the chest wall or visceral damage due to  over compression[141]. 
 
Porcine-based animal studies also demonstrate a linear correlation between deeper compres-
sions and survival rate.  Coronary blood flow to the vital organs is directly related to proper 
compression depth during CPR in swine [135].  The recommended compression depth (1.3 to 
2.5 cm) [142] resulted in little coronary flow in swine and dogs and is hardly likely to cause 
greater flow in humans [135].  Shallow compressions reduced the haemodynamics of the heart 
during CPR [134, 135].  Providing the exact compression depth would maintain favourable 
haemodynamic outcomes during CPR [133-135, 141]. Also, accurate compression depth would 
minimise intrathoracic trauma, through deep compression of the chest [32, 139].  The provision 
of high-quality compressions during CA is a vital element in the success of iCPR. 
2.4. Chest release force  
Recent research studies show the importance of intrathoracic pressure during CPR compres-
sions on CA victims.  Active compressions and decompressions during CPR are associated 
with a better haemodynamic status of the heart [143].  Complete chest wall decompression 
improves haemodynamics by generating relatively negative intrathoracic pressure, thus pulling 
venous blood back to the heart.  The heart valves are refilled to maximum volume, resulting in 
cardiac preload prior to the next compression [144-146]. 
 
Leaning or incomplete decompression is a common problem during CPR performance.  Lean-
ing during CPR increases intrathoracic pressure and decreases coronary perfusion pressure, 
which ultimately leads to reduced survival rate from CA [36].  A chest release force of about 
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10% of the subject’s body weight also produces detectable intrathoracic pressure during com-
pressions [38].  A residual leaning force of 10% and 20% (i.e., 1.8–3.6 kg), during compres-
sions, considerably reduces coronary perfusion pressure, cardiac index and myocardial blood 
flow [37].  A residual leaning force of as little as 10% (<2.5 kg) is associated with a consider-
able increase in endotracheal pressure [38].  How fully the chest recoils at the end of each 
compression is partly determined by duty cycle [147].  Incomplete chest recoil decreases cor-
onary perfusion pressure and increases intrathoracic pressure, which reduces the return of ve-
nous blood to refill the heart.  This incomplete chest recoil is associated with a decreased CA 
survival rate [22, 38, 40, 148]. 
2.4.1. Definition and recommended target 
Chest release force or chest recoil is defined as the point where the minimum compression 
force is measured during the decompression phase of consecutive compression cycles [22].  
Incomplete release (leaning) occurs when the force is not removed completely during the de-
compression phase [130].  Figure 2-6 describes how chest release force is measured during the 
compression cycle.  Rescuers should allow complete chest wall decompression (recoil) during 
the duration of compression performance, as recommended in the European resuscitation 
guidelines [12].  Ideally, compression and decompression should take approximately the same 
amount of time [100]. 
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Figure 2-6: The decompression phase measured during the chest compression cycle.  
 
2.4.2. The most effective compression release force based on scientific evidence for 
chest compressions during infant CPR  
International CPR guidelines recommend that during CPR the chest should be allowed to fully 
decompress after each compression [149-151].  During CPR for long periods of time, rescuer 
fatigue may have a greater effect on the chest recoil phase, since the rescuer’s energy is 
significantly dissipated during the compression phase of the chest [152].  During the cycle of 
compression, incomplete chest wall decompression produces leaning on the sternum, which 
can create high intrathoracic pressure and reduce coronary perfusion blood pressure.  These 
pressure variations result in a limited flow of venous blood for the heart to pump to the brain 
and other organs.  The effects of intrathoracic pressure haemodynamics are shown in both an-
imal and human laboratory research studies [39, 148, 153-156].  Due to the incomplete decom-
pression of the chest wall, the combination of the right atrial pressure increases and the aortic 
       = Full recoil (min chest compression force measured every cycle) 
Time in seconds 
C
o
m
p
re
ss
io
n
 f
o
rc
e 
in
 k
g
 
Jeyapal Kandasamy  Cardiff University 
   
 26 
 
arterial pressure decreases, which immediately results in a considerably reduced coronary per-
fusion pressure to 15 mmHg that has been associated with poor survival outcomes in humans 
[155, 156]. 
 
A series of porcine compressions and release experiments were performed during which the 
chest was compressed to 100% of the target depth and released.  Initially 100% release was 
permitted for 3 minutes; then 100% of the target depth was achieved and released by only 75% 
of the target depth for 1 minute (25% compression depth remained);  then a further 100% of 
the target compression depth was performed followed by 100% release for 1 minute; resulting 
in coronary perfusion pressures of  23.3 ± 1.9 (100% release), 15.1 ± 1.6 (75% release) and 
16.6 ± 1.9 (100% release),( p = 0.003), respectively [154].  Animal models demonstrate that a 
100% chest wall decompression significantly increases coronary perfusion pressure.  Coronary 
perfusion pressure is a good predictor of CA outcome [155]. 
 
Another study investigated whether the residual leaning force of a 260g sternal accelerome-
ter/force feedback device (AFFD) affects haemodynamics during CPR in a piglet model (10.8 
± 1.9kg) of ventricular fibrillation CA.  No significant effects were observed for both CA out-
comes and myocardial blood flow. Also, this study concluded that small leaning forces (ap-
proximately 2.5% the piglet weight) do not prevent the complete decompression of the chest 
and thus optimise the subsequent return of venous blood flow during CPR [157].  
2.5. Compression rate 
There is a positive relationship between the number of compressions actually performed on CA 
victims and the chance of successful survival [158].  Blood flow rate in neonates is best at a 
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compression rate of ≥120 compressions/minute, as recommended by a mathematical study of 
cardiovascular physiology [42].  In animal models of CA, compression performed at the rate 
of 120/minute produces higher myocardial perfusion pressure, increased left ventricular blood 
flow and leads to a more successful outcome from CA than 60/minute and 80/minute compres-
sion rates [43-45].  Compressions performed at the rate of 120/minute in humans also produce 
better myocardial perfusion pressure than  60/minute and 80/minute compression rates [46]. A 
higher rate of compression results in a higher rate of return of spontaneous circulation (ROSC) 
[159].  A recent research study shows that compressions during the resuscitation cycle are often 
delivered at much lower rates than the recommended rates [159]. 
2.5.1. Definition and recommended target 
The compression rate is determined by the frequency of compressions or the number of com-
pressions delivered per minute during the compression series [22, 130, 160] (Figure 2-7).  Eu-
ropean resuscitation guidelines recommend that the compression rate for both infants and chil-
dren should be at least 100 cycles/min, though not more than 120/min [100] [15]. 
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Figure 2-7: Chest compression rate calculations for each compression and decompression cy-
cle.  
2.5.2. The most effective compression rate based on scientific evidence for chest com-
pressions during infant CPR  
Twenty infant dogs weighing 6-12kg were used to investigate optimum infant compression 
rates during CPR by a mechanical chest compressor and ventilator.  The study reported that 
maximum cardiac survival outcomes were observed at the compression rate of 126/min [51].  
A compression rate of 120 cycles/min significantly improves the survival rate, both immedi-
ately and 24 hours after manual CPR in dogs, when compared with a compression rate of 60 
cycles/min [45].  Another study focussing on infant swine surrogates weighing 3.5-6.8kg,  re-
ported optimum compression rates of 100-120/min, which increases cerebral blood pressure 
and myocardial blood flow during CPR [161, 162]. 
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A 7-compartment mathematical model of the human cardiopulmonary system was developed 
and validated using the experimental data from dog surrogates (average weight: 10 kg) to sim-
ulate the optimum compression rates.  For this algebraic model of pump filling, the compres-
sion rate for maximum flow scales inversely with the cube root of infant body weight (1kg = 
267/min; 5kg = 157/min; 20kg = 99/min) [163]. 
2.6. Duty cycle 
Duty cycle (i.e. the compression to release ratio) is another crucial element in the analysis of 
CPR quality. Mathematical modelling of mechanical CPR resulted in significant improvements 
in the coronary valve and pulmonary valve blood flow with a 50% duty cycle when compared 
with compression-relaxation cycles in which compressions constituted a greater percentage of 
the cycle [164].  Prolonged duty cycles reduce both the return of venous blood to the heart and 
cerebral blood flow, which leads to a reduced CA survival rate [47-51].  Decreasing the duty 
cycle could potentially shorten the period of survival from CA [13, 52].  However, a compres-
sion duty cycle between 30% and 50% can result in “good” coronary and cerebral perfusion 
[45, 165, 166].  In real life, a duty cycle at the rate of 50% is both easily achievable and highly 
recommended [12, 165].  Studies based on infant swine observed an optimum compression 
duty cycle between 30% and 50% [49, 162]. 
Duty cycle is partly associated with coronary blood flow, which depends on how fully the chest  
recoils at the end of each compression [147].  It is calculated by dividing the area under the 
chest deformation curve by the product of compression depth and time for each compression 
cycle [130] (Equation 1) (Figure 2-8).  The current compression duty cycle calculation was 
recommended by Kramer-Johansen et al. (2007) when CPR performed manually. The equation 
is as follows: 
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𝐶 =
𝐴
𝐶𝐷 × 𝑇
      − − − − − − 1                     
 
where DC = duty cycle, A = area under the compression cycle, CD = compression depth, and 
T = time spent for total compression cycle. 
 
 
Figure 2-8: The method of measuring the duty cycle of manual chest compressions.  
2.6.1. Recommendation target 
Significant improvements were observed in the coronary valve and pulmonary valve blood 
flow with a 50% duty cycle when compared with compression-relaxation cycles in which com-
pressions constituted a greater percentage of the cycle by mechanical and mathematical mod-
elling of pulmonary blood flow [164].  The effect of a varying duty cycle on clinical and phys-
iological outcomes has not yet been investigated [130].  Coronary perfusion blood flow is partly 
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limited by prolonged duty cycles(>50%) and partly by un-recoiled compression [147].  Amer-
ican resuscitation guidelines recommend a 50% compression duty cycle because it is easy to 
achieve with practice [12]. 
2.6.2. The most effective compression duty cycle based on scientific evidence for chest 
compressions during infant CPR 
Twenty infant canines weighing 6-12kg were used to evaluate the optimum compression duty 
cycle.  Maximum cardiac output was observed at compression duty cycles of 40% [51].  Duty 
cycles were further examined using infant swine surrogates weighting 3.5-6.8kg.  Optimum 
compression duty cycles and maximum cardiac output were observed between 30% and 50% 
[49, 162].  When comparing a 20% duty cycle with a 50% duty cycle, animal (dog) model-
based studies showed no significant difference in neurological outcome after 24 hours [45, 
166].  Rib and sternal fractures are the most common injuries caused by compressions [167].  
In addition, duty cycle at the rate of 50% is easily achievable and highly recommended by 
American Heart Association guidelines [12, 165].  The international resuscitation guidelines 
recommended only the compression depth, complete decompression and compression rate [14, 
15, 149].  However, the guidelines committee is still looking for strong evidence for the optimal 
compression duty cycle for iCPR.  The remaining CPR quality target will be updated based on 
future paediatric research.  
2.7. Pauses in chest compression  
Pauses between compressions (also called interruptions) are an important element of CPR qual-
ity [130] (Figure 2-9).  Pauses in compressions are common in actual clinical practice, usually 
occurring during the compression sequences before and after rescue breaths [168] and Auto-
mated External Defibrillation (AED) analysis [169].  When compressions are paused, the actual 
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numbers of compression cycles delivered during CPR are insufficient.  At least 60 compres-
sions must be delivered each minute [57]. 
 
Quality CPR improves the chance of surviving CA [170, 171].  During the sudden arrest, how-
ever, coronary and cerebral blood pressure depend entirely on compressions.  According to 
previous research studies, interruptions such as mouth-to-mouth ventilations and defibrillators 
require a period of rebuilding blood pressure to obtain the level of coronary perfusion pressure 
achieved before a pause [172].  Fewer interruptions ensure better-quality CPR [100].  To be 
effective, CPR must restore cerebral blood flow and adequate blood flow to organs.  Pauses in 
compressions reduce both coronary perfusion blood pressure and survival rate [172].  The com-
bination of insufficient and interrupted compressions and excessive ventilation rates reduces 
cardiac survival and coronary and cerebral blood flow [172, 173].  
2.7.1. Reasons for pauses  
Pauses are defined as breaks between compressions that can be measured precisely by both the 
start and the end of the resuscitation series.  Any pause longer than 1.5 seconds between two 
compressions is added to the no-flow time (pause duration) [130].  One study noted that the 
human delay component between compressions was longer when using an AED as compared 
to manual compressions [4] (Figure 2-9). 
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Figure 2-9: The figure demonstrates a chest compression situation with three defibrillation 
attempts in series with the time intervals. The image is copied from [4].  
 
Two main parts of CPR treatment, ventilation and defibrillator, play a significant role in inter-
rupting continuous compressions.  The average time for two mouth-to-mouth ventilation 
periods, between continuous compressions, is 16-seconds.  Therefore, there is no circulatory 
blood pressure support during nearly 60% of the resuscitation time as a result of a pause in 
ventilation [174].  Once the advanced airway system is available to the rescuers, the compres-
sion rescuer should give continuous compressions at the rate of 100/minute with no pause for 
ventilation, as recommended by CPR guidelines.  The second rescuer should deliver a ventila-
tion breath every 6 to 8 seconds (8 to 10 ventilations per minute) for adult patients [12]. 
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Auto defibrillator attempts are another type of interruption that occurs between compressions.  
Figure 2-9 depicts three defibrillator attempts during continuous compressions: Attempt 1, the 
pre-shock pause, is from the last compression to shock.  Attempt 2, the inter-shock pause, oc-
curs between two shocks.  Attempt 3, the post-shock pause, occurs before the next compression 
after the last shock.  The human delay was calculated as the total pause time minus the time 
required for rhythm analysis, defibrillator charging and a manual pulse check if appropriate 
(i.e. organized post-shock rhythm) [4].  
2.7.2. The effect of pauses on infant CPR 
Animal studies show that pauses in CPR reduce coronary and cerebral blood flow, which lead 
to poorer survival rate [53, 175].  CPR with continuous compression produces superior, neuro-
logically normal, 24-hour survival than standard ABC (airway, breath, and compression)  CPR 
[176].  Research by Kern et al. (2002a) regarding continuous compression using the swine 
results show that continuous compression produces superior neurologically normal 24-hours 
survival than standard CPR [90].  As the compression fraction (the proportion of time spent 
performing compressions) seems to be a vital element of CA survival, increasing the compres-
sion fraction is an effective approach to improving the rate of survival [158]. 
2.8. Rescue breath 
Once a person is identified as someone experiencing CA, a trained rescuer should start com-
pression followed by mouth-to-mouth or bag-mask rescue breaths [12].  Maintaining the air-
way for CA patients and providing ventilation, also called rescue breaths, are essential elements 
during paediatric CPR because CA often results from, or is complicated by, asphyxia [14]. 
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Animal studies showed that rescue breaths after ventricular fibrillation (VF) or asphyxia 
resulted in an improved return of spontaneous circulation (ROSC) and improved CA and neu-
rological outcomes when compared with no ventilation during CPR [54-56].  The purpose of 
rescue breathing during CPR is to retain sufficient oxygenation and to remove CO2 [57].  Pre-
vious population-based investigations of out-of-hospital paediatric CAs show that when 
breaths follow compressions during CPR, survival is better than for compression-only CPR for 
children in CA as a result of non-cardiac causes [58].  Successful paediatric CA resuscitation 
is based on rescue breathing.  For asphyxial CA and prolonged CAs in both adults and children, 
conventional CPR with breaths is recommended for all trained rescuers [55, 56, 177-179].  
However, studies reported that survival was worse with compression-only CPR (no rescue 
breaths) [58]. 
2.8.1. Recommended tidal volume 
Ideally, the tidal volume for paediatric rescue breathing should be between 400 and 800 ml/kg 
[150, 180].  Tidal volume for adults should be approximately 700 to 1000 ml over 2 seconds 
[12].  Each effective breath (chest rises) should take at least 1-second.  If the chest has not 
risen, head repositioning and 1-second breaths are required [181]. 
2.8.2. Hyperventilation 
Rescuers consistently hyperventilate OHCA patients during resuscitaion.  Hyperventilating 
during CPR is harmful as it increases intrathoracic pressure and decreases coronary perfusion 
[148].  Excessive ventilation results in a decrease of venous blood return to the heart [144] and 
thus, a lower rate of survival from CA [148, 153].  Animal experiments confirmed that hyper-
ventilation could decrease coronary perfusion pressures during resuscitation efforts and worsen 
survival rate [148]. 
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2.8.3. Compression-to-ventilation ratio 
If a rescuer is alone, the recommended compression-to-ventilation ratio is 30:2.  If two rescuers 
are present, the ratio changes to 15:2 [150].  However, if a child’s breathing is not normal or is 
absent, one needs to carefully open the airway and deliver five initial rescue breaths before 
starting compressions [149].  If the child does not respond, the tongue may be obstructing the 
airway [182].  If this is the case, the airway should be opened using a head tilt and chin lift for 
both injured and non-injured victims.  After the two ventilation breaths, the rescuer should 
immediately continue the next set of 30-compressions.  This is a most common procedure; one 
needs to open the airway, using a head tilt and chin lift, for both injured and non-injured vic-
tims.  After 2-rescue breaths, the rescuer should immediately continue the next set of 30-com-
pressions [16]. 
2.9. Poor chest compression performance and its effects  
While adequate compression depth is vital for achieving an adequate cardiac output, over-com-
pressing the chest has its potential risks, such as rib fractures, cardiac contusion and other tho-
racic injuries [32].  Another research study shows that deeper compression depths (one-half 
external anterior-posterior depth) for children is not ideal and may not be safe [139].  Deeper 
compression depths during CPR may cause damage to intrathoracic organs through the over-
compression of the thorax [22, 32-35].  However, recent studies have reported that under-
compression depths, also known as shallow compression depths, are performed during CPR in 
both adult and infant populations [22, 30, 31, 35, 132, 183, 184] and during simulated CPR 
performance on infant manikins [22, 23, 28, 35, 185]. In addition, a previous study reported 
difficulty in delivering established targets of compression depths and rates during in-hospital 
children’s CPR [186].  Therefore, current resuscitation guidelines recommended compression 
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depth of at least 1/3 of the AP diameter (i.e., approximately 4 cm in infants and approximately 
5 cm in children), to avoid both thoracic injury and under-compression depths [14, 15]. 
 
Incomplete decompression of the chest between compressions (leaning) during the chest re-
lease phase is a common problem during CPR performance [187].  As previously mentioned, 
leaning increases intrathoracic pressure, thus decreasing coronary perfusion pressure and the 
return of venous blood to the heart and reducing the rate of survival from CA [36-40].  Recent 
research studies documented that rescuers often fail to achieve complete release depth in com-
pressions during in-hospital, out-of-hospital and simulated CPR performance on the manikin 
in both adult and paediatric populations [40, 61, 183, 188].  Compression rates were often 
delivered below resuscitation recommendations; suboptimal compression rates directly corre-
lated with poor return of spontaneous circulation [13].  However, in human subjects, compres-
sion performed at the rate of 120/minute has produced better myocardial perfusion pressure 
than compression rates of 60/minute and 80/minute [46].  Blood flow rate in neonates is best 
at a compression rate of ≥120 compressions/minute, as recommended by a mathematical study 
of cardiovascular physiology [42]. 
 
Prolonged duty cycle reduces both the return of venous blood to the heart and cerebral blood 
flow, which leads to a reduced CA survival rate [47-51].  Decreasing the duty cycle could 
increase the rate of short-term survival from CA [13, 52].  The mathematical modelling of 
mechanical CPR resulted in significant improvements in the coronary valve and pulmonary 
valve blood flow with a 50% duty cycle when compared with compression-relaxation cycles 
in which compressions constitute a greater percentage of the cycle  [164].  The effect of varying 
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duty cycle on clinical and physiological outcomes has not yet been investigated [130].  How-
ever, a compression duty cycle varying between 30% and 50% can result in good coronary and 
cerebral perfusion [45, 165, 166]. 
2.10. Limitation of the literature  
This chapter reviewed articles with an extensive range of study designs such as post-mortem 
or infant CA subjects, animal surrogates, medical imaging and infant manikin.  This consider-
able diversity would be the important limitation in investigating iCPR.  The previous studies 
evaluated the effects of compressions by varying the characteristics of the post-mortem or in-
fant CA subjects [133, 189-193].  These studies provide the most relevant results for standard-
ising the most effective compression technique for iCPR; but, they were subject to several 
critical limitations.  Often infant CA subjects brought in for CPR evaluation might have a va-
riety of pre-existing pathological conditions, CA rhythms and extensive cardiovascular drugs.  
These conditions can potentially bias study results.  Most of these studies failed to provide 
proper records, methods and quality of compressions performed during CPR.  Having infant 
CA subjects for examinations is also a unique challenge, however, its relatively low incidence, 
unpredictable nature of CA and difficulties in obtaining ethical approval.  So, researchers are 
often limited by observational studies using infant CA subjects. 
 
Medical imaging techniques are more practical methods for non-intrusively examining infant 
subjects.  These studies evaluate infant CA and CPR using medical imaging technique [32, 34, 
107, 108, 139, 191, 192, 194-196].  Although medical imaging techniques are a familiar 
method for analysing human body anatomical data, they also have some unique limitations.  
Ethical approval is difficult to obtain for imaging healthy infant subjects.  Most of the time, the 
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medical images were used for examining chronically ill infant patient cohorts, which has a 
more varied anatomical configuration.  However, the natural expansion and contraction of the 
chest during respiration also affects image acquisition, during spontaneous respiration. 
 
Current ethical approval policy significantly restricts CPR research in a clinical environment 
due to the risks to life.  Biomechanically representative infant manikin surrogate models over-
come this problem.  Instrumented manikin studies are used mostly to establish the correct tech-
nique and characteristics of infant compression during CPR [22, 23, 25, 26, 28, 29, 35, 185, 
197].  Most of these studies are based on pressure generated in non-validated saline water bal-
loons representing the arterial system [29].  when compared with infant subject studies, animal 
surrogate studies often result in good control of compressions and CA characteristics [37, 49, 
98, 103, 104, 136, 157, 161, 162].  However, age, weight and geometric characteristics of the 
thorax make matching animal surrogates with infants difficult [198].  Whilst biomechanically 
representative, infant manikin and animal surrogates’ studies are the only current alternative 
for establishing current techniques and characteristics of infant CA. 
2.11. CPR real-time feedback monitor 
CPR is often performed poorly, even by well-trained rescuers [199-203].  In particular, depth 
and compression rate do not meet suggested guideline targets frequently [204].  Leaning on the 
chest between compressions is a common problem during CPR performance [187], and recent 
research studies have documented that rescuers often fail to achieve complete release depth 
during in-hospital, out-of-hospital and simulated CPR performance on the manikin in both 
adult and paediatric populations [40, 61, 183, 188].  Compression rates are often delivered 
below resuscitation recommendations [13].  Prolonged duty cycle reduced both the return of 
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venous blood to the heart and cerebral blood flow, leading to reduced CA survival rate [47-51].  
Decreasing the duty cycle could increase the rate of short-term survival from CA [13, 52]. 
Data confirm that leaning during resuscitation in older children and adolescents can be reduced 
by using a CPR feedback device [61].  Different methods have been evaluated to improve the 
chest compression performance of rescuers and bystanders and ultimately improve the quality 
of CPR [65, 67, 68, 205].  Real-time feedback monitors help rescuers to comply with recom-
mended guidelines [204, 206].  The CPR feedback device allows doctors and rescuers to con-
tinue delivering high-quality CPR [13, 204] for longer than 2 minutes [67].  The provision of 
real-time feedback systems during adult CPR is well documented; compression depth, release 
force and compression rate quality all were improved through the provision of feedback, during 
adult CPR performances [60-63].  In addition, learners who used feedback devices during adult 
CPR training had improved compression rate, depth, and recoil compared with learners per-
forming CPR without feedback devices [67, 207-212]. 
2.11.1. Adult vs infant CPR feedback system 
At present, there is a sufficient number of adult feedback systems available on the market.  
Example adult CPR feedback systems, include the CPREzy™ chest compression pad, Pocket 
CPR- iPhone application, Zoll PocketCPR, HeartStart-MRx™ and Laerdal CPRmeter.  
Currently, there is no real-time infant feedback device available on the market.  Adult real-time 
feedback systems are unsuitable for infants.  Infants and children are not miniature adults [99], 
compression techniques and thoracic physiology are different than adults.  Also, a few studies 
report that skin and soft tissue injury happens during adult CPR with a feedback device, such 
as Zoll Pocket CPR and HeartStart-MRx [213, 214].  The manufacturers should also redesign 
the device, to minimise the risk of injury during chest compressions [215]. The infant’s chest 
is more sensitive and softer then adults.  So, in future adult and infant real-time CPR feedback 
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devices design should be risk-free, both to rescuers and patients during continuous compres-
sions.  The feedback system may also provide a further benefit for clinical resuscitation trials 
and training purposes.  A real-time iCPR feedback device would evaluate and standardise the 
compression provided during these trials. 
2.11.2. Compression of present adult CPR feedback monitors 
The present adult CPR feedback device compression study was based on the quality of chest 
compressions with the use of three CPR feedback devices (Zoll PocketCPR®, Laerdal CPRme-
ter®, iPhone app PocketCPR®) and standard BLS without feedback in a simulated setting.  A 
study of the output of standard BLS without feedback devices showed that ‘none of the CPR 
feedback devices (Zoll PocketCPR®, CPRmeter®, iPhone app PocketCPR®) improved the qual-
ity of chest compressions’.  Use of PocketCPR® resulted in significant loss of CPR quality, due 
to insufficient decompression and incorrect compression points [213].  Also, most importantly, 
all feedback devices caused considerable delay in starting CPR, which may produce poor out-
comes from CA [213].  Whilst using the CPREzy™ feedback device, 95% rescuers reported 
discomfort in their hands and wrists and the additional effort that was required to perform CPR 
correctly.  It may be due to the hardness or narrowness of the compression plate.  Whilst using 
the device, soft tissue injury occurred to rescuers [215].  However, interpretation of gastric 
inflations and injuries (e.g. blisters) occurred in rescuers palm while using the PocketCPR® and 
CPRmeter®   [216].  Also, skin and soft tissue injury in patients after CPR with HeartStart-
MRx™ have been reported [214]. As a result of this, the compression study showed [213] that 
there is an immediate need for an improved CPR feedback monitor to deliver quality chest 
compressions, as recommended by the European CPR Council and the American Heart Asso-
ciation.  Currently, there is no CPR feedback device available for iCPR performance in clinical 
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practice.  A “real-time” performance feedback device during iCPR may be valuable for moni-
toring and assisting rescuers while performing chest compressions on the infant’s chest.  How-
ever, the effect of a performance feedback system and quality of chest compressions has never 
been quantified.  Recent advances in infant resuscitation study results may provide the required 
evidence to develop a real-time performance feedback system for iCPR. 
2.12. Effect of mattress 
Implementation of CPR feedback monitors with accelerometers could improve the quality of 
chest compressions [65, 67, 69, 139, 199, 201, 205, 217, 218].  However, if the patient is on a 
mattress, the compression depth may be overestimated as the mattress deforms when force is 
applied to the patient’s chest.  CPR feedback monitoring without a mattress deflection sensor 
resulted in inadequate compression depth of less than 50mm [217]. 
As the result of mattress deformation, an accelerometer between the patient and the mattress is 
essential for calculating the exact compression depth while CPR is performed [65, 199, 219].  
The real chest compression depth can be calculated by subtracting the displacement of the sec-
ond accelerometer (placed between patient and mattress) from the total displacement of the 
chest accelerometer. 
2.13. Conclusions 
Chest compression recommendations for iCPR are described in this review.  CPR should be 
performed either by the TT or TF technique.  Compression depth should be between one-third 
of the external anterior-posterior thorax diameter (approximately 4 cm in infants and 5 cm in 
children) and residual internal thorax depths of <10 mm.  Allowing the complete chest wall 
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decompressions are important after each compression.  The current recommended compression 
rate for infants is 100-120/min.  Duty cycles of 30-50% are supported by scientific evidence 
[45, 165, 166].  Real-time CPR feedback systems remain to be developed for use in infants and 
children.  Previous studies have investigated the quality of chest compressions performed by 
expert EPLS/APLS training course instructors. The quality of compressions provided by lay 
rescuers and BLS trained rescuers currently remain unknown.  American Heart Association 
guidelines recommended that there must be an increase in the number of laypersons who learn, 
remember and perform CPR and improve the lay rescuer’s and healthcare provider’s compres-
sion quality [202]. 
2.14. Research aims and objectives 
The principal aim of this research is to design and develop a real-time feedback device to in-
vestigate the quality of compressions during simulated iCPR. To achieve this aim, the follow-
ing key objectives were identified.  
1. Design and develop a system that quantifies CPR performance, to provide a meas-
urement tool for CPR quality. Investigate the quality of chest compressions pro-
vided by BLS resuscitators during simulated iCPR on an infant manikin. 
2. Investigate the quality of chest compressions provided by lay resuscitators during 
simulated CPR on an infant manikin. 
3. Investigate the rescue breath count, compression count between rescue breaths and 
time consumed for delivering the rescue breaths. 
4. Compare the chest compression quality of BLS and lay resuscitators both with and 
without real-time feedback performance system.  
5. To develop a system that provides opportunity to enhance CPR quality. 
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6. Investigate and propose a new technique where there are obvious technical defi-
ciencies versus the international guidelines.  
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3. MATERIALS AND METHODS  
Chest compression should be the primary action and the highest priority when starting CPR on 
victims of sudden CA [12, 30].  Continuous, uninterrupted compressions ensure blood flow to 
the heart, brain and vital organs, and provide the best chance of recovery [34, 100].  The quality 
of compression is a significant factor [65], and the quality of CPR depends on the following 
measures: compression depth, release force, rate and duty cycle. 
European resuscitation guidelines recommend compressions of at least one-third of the AP 
diameter for paediatric patients (approximately 4 cm in infants and approximately 5 cm in 
children).  Subsequent complete release force is important.  Compression rate should be at least 
100 cycles/minute and not more than 120/minute.  Compression duty cycle should be between 
30 and 50% [15].  Often, however, compression is delivered ineffectively even by well-trained 
rescuers [13].  Real-time feedback monitors help rescuers to comply with recommended guide-
lines [204, 206].  CPR feedback devices allow rescuers to continue to deliver high-quality CPR 
[13, 204].  The provision of a real-time feedback system during adult CPR is well documented.  
Compression depth, release force and compression rate quality are all improved through the 
provision of feedback during adult CPR performances [60-63].  Also, learners who used feed-
back devices during CPR training, had improved compression rates, depth and recoil, compared 
with learners performing CPR without feedback devices [67, 207-212].  At present, there are 
sufficient adult feedback systems available in the market.  However, there is no feedback de-
vice available to guide rescuers during iCPR performances. 
The first step in this research was to develop an apparatus to measure current iCPR perfor-
mance, and to use it for improving the existing chest compression techniques. This will subse-
quently help in identifying opportunities for improving future performance of iCPR. 
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3.1. Design specifications 
The feedback device required the following specifications and features, to measure perfor-
mance during the simulated iCPR: 
➢ Ability to measure chest displacement:  Chest deflection during compression is the most 
important measurement since it ensures continued blood flow to the brain and other 
vital organs. 
➢ Ability to exclude mattress deformation: If the CA patient is on a mattress, this may 
deform when force is applied to the patient’s chest, meaning that the compression depth 
may be overestimated.   As a result, a mechanism to exclude this deformation is essen-
tial to calculate the exact compression depth while CPR is performed, which could be 
achieved by positioning a displacement sensor between the patient and the mattress. 
➢ Ability to measure posterior displacement:  When compression is performed with two 
thumbs, deflection occurs when the infant’s posterior ribs are compressed.  Posterior 
deflection depth is important for calculating the total deflection depth of an infant’s 
chest. 
➢ Ability to measure rescue breath count:  Once CA is identified, initial rescue breaths 
and rescue breaths during compressions are critically important for maintaining suffi-
cient oxygenation and removing CO2 from the blood.  This research mainly focuses on 
rescue breath counts and time required for delivering the rescue breaths.  
➢ Applicable to all age groups:  Whilst the first priority for this research is to develop a 
CPR feedback system for infants, a system suitable for all age groups is an advantage. 
➢ Portability:  Portability is a crucial part of the CPR feedback system as it will be used 
most frequently outside of hospital and ambulances. 
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➢ User-friendly:  The system should power on easily, set up quickly when required, and 
have as few electrical wires as possible. 
➢ Cost-effective:  The sensors and other parts should be low-cost. 
➢ Accuracy in readings:  Accuracy is a critical factor in medical devices.  The sensors 
were selected according to required specifications for accuracy. 
➢ Repeatability:  The device must be reliable for use during CPR.  The power supply and 
sensors were selected based on quality specifications. 
3.2. Prototype designs  
The following designs were considered when finalising the design of the CPR feedback system.  
1. Accelerometer-embedded glove 
 
 
 
In this design, an accelerometer sensor was embedded in the thumb to measure chest deflec-
tions during compression.  The accelerometer output signals are transferred to the laptop, which 
displays the chest deflections and analysis.  This system is unable to measure chest defections 
Accelerometer 
Accelerometer-
embedded glove 
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when CPR is performed with two fingers.  The main limitation of the attached accelerometer 
is that rescuers cannot re-use the same glove on other patients, due to infection risk.  Also, 
when rescuers are delivering rescue breaths, the accelerometer might produce unreliable re-
sults.  Rescuers glove sizing is also a major consideration.  The system also lacks an airflow 
sensor for counting rescue breaths and does not measure mattress deformation.  Therefore, the 
single accelerometer-embedded glove technique is not suitable for an iCPR feedback system. 
 
2. Force sensors for measuring chest displacement 
 
 
 
 
 
 
A force sensor measures the applied force during compressions and converts the information 
into measurements of chest deflections.  This technique, however, would only deliver the exact 
chest deflection for the evaluated manikin stiffness and thus, is not suitable for clinical practice. 
The laptop then stores the force data on a hard drive for further analysis.  The force sensor-
based iCPR feedback device is appropriate only for training purposes and simulated CPR per-
formance on the manikin. Depending on their age, every person has a different ribs and chest 
stiffness.  Therefore, the force sensor-based feedback system is not suitable for clinical prac-
tice. The stiffness of a manikin chest can be evaluated with a material testing machine.  Manikin 
chest deflection can be calculated using the force-displacement properties.   
Force sensor 
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3. Single accelerometer and flow sensor-based chest displacement measuring method 
 
 
 
This system is based on an accelerometer sensor for measuring chest deflection and an airflow 
sensor for measuring rescue breaths.  As the single accelerometer can measure anterior deflec-
tions only, it is unable to measure posterior deflections and mattress deformations. However, 
if a patient is on a mattress, the compression depth may be overestimated as the mattress de-
forms when force is applied to the patient’s chest.  An accelerometer between patient and mat-
tress is needed to calculate the exact compression depth while CPR is performed on a mattress.  
Although the airflow rate sensor helps to measure rescue breath counts, performed during con-
tinuous compressions, the limited features of the single accelerometer technique make this pro-
totype unsuitable for this research as an iCPR feedback system.  
Flow 
sensor 
Accelerometer 
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4. Dual accelerometers and flow sensor-based chest displacement device 
 
This prototype, based on dual accelerometers and an airflow sensor, adequately measures the 
anterior-posterior deflections simultaneously during compressions with two thumbs and can 
measure the anterior chest deflections and the mattress deformations simultaneously during 
compressions with two fingers.  The airflow sensor can detect the rescue breaths.  The features 
of this design fulfilled all primary requirements for monitoring iCPR and assisting resuscitators 
during simulated iCPR performances.  The data acquired from both accelerometers and airflow 
sensor—both chest deflections and rescue breath count—are displayed on the laptop screen 
during CPR.  
5. Laser sensor-based chest displacement rig  
A laser displacement sensor was used to measure chest deflection during compressions.  For 
correct laser beam reflection, the resuscitator is required to wear a small flat reflector plate on 
the rear side of the hand.  This system whilst potentially produce good results during compres-
sion with two fingers, though would not measure thumb movement during compression with 
Flow 
sensor 
Accelerometer-1 
Accelerometer-2 
  Chapter 3: Material and methods 
   51 
 
two thumbs.  Also, the bulky rig might disturb the resuscitators during continuous compres-
sions.  This system is also unable to measure mattress deformation and posterior deflections 
and thus, is unsuitable for iCPR feedback monitoring. 
 
 
 
 
 
 
 
 
 
 
 
Laser beam 
Manikin 
Rig 
Chest compressions 
Laser dis-
placement 
sensor 
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6. Flexible resister-based chest deflection measurement  
A flexible resistor could detect chest deflection during compressions.  Bending a resistor 
changes its resistance, relative to the amount of bend in the sensor.  The flexible resistor con-
verts the change in bend radius into electrical resistance and then converts it into a measurement 
of the deflection of the chest.  The main issue with this technique is that the entire chest—not 
just the point of application—deforms during compressions. 
 
Thus, this method cannot accurately measure chest deflections.  In addition, since the entire 
mattress deforms along with the patient, mattress deflection cannot be measured accurately.  
Therefore, the flexible resistor-based technique is not applicable for monitoring CPR feedback.  
3.3. Systematically evaluating the prototype designs 
Evaluating the prototype designs against the required specifications for monitoring CPR per-
formance (Table 3-1) is essential for finalising the prototype CPR feedback device.  The pri-
mary aims of the device are to measure the chest deflections of the manikin and count the 
Chest compressions 
Manikin 
Flexible resistor 
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rescue breaths during simulated iCPR performances.  Chest deflection depth is the most im-
portant element in CPR, playing the crucial role of pumping blood from the heart to the brain 
and other vital organs during CA.  Compression depth is the most important quality measure 
during iCPR [14, 15].  However, if the patient is on a mattress, the compression depth may be 
overestimated as the mattress deforms when force is applied to the patient’s chest.  An accel-
erometer between the patient and the mattress is needed to calculate the exact compression 
depth while CPR is performed on the mattress.  As with all medical device designs, reliability 
and accuracy are the most critical factors.  A force sensor measures the applied force during 
compressions and converts the information into measurements of chest deflections.  This tech-
nique, however, would only deliver the exact chest deflection for the evaluated manikin stiff-
ness and thus, is not suitable for clinical practice. 
This research observed that in a clinical practice, the posterior of the infant is also compressed 
whilst applying the TT technique, due to the pliant nature of the infant body.  Thus, the present 
research aimed to measure infant’s posterior deflection during TT chest compressions using an 
accelerometer.  The purpose of rescue breathing, during CPR, is to retain sufficient oxygena-
tion and to remove CO2 [57].  Rescue breaths, the maintenance of the airway and provision of 
ventilation, are essential elements of paediatric CPR because CA often results from, or is com-
plicated by, asphyxia [14].  The present research also considered rescue breath counting whilst 
compressions were performed on the infant manikin, thus informing the rescue breath setup in 
the proposed infant feedback device. 
Currently, there are adequate types of adult CPR feedback devices available in the market.  
Adult devices are not, however, applicable for use on infants and children, for whom at present 
there are no CPR feedback devices available.  This present research proposes a real-time feed-
back system that may be capable of helping patients regardless of age.  Portability and ease of 
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use are essential features for resuscitation-based medical devices, as it is often used in out-of-
hospital and ambulances.  Sometimes lay people will provide compression to a CA affected 
victim, so ease of use is an essential element of resuscitation device.  Saving a life and not cost 
is the principal consideration in emergency application devices.  Accuracy and repeatability 
are crucial considerations in all medical devices, which are dealing with patient life.  Currently, 
accelerometer-based devices are widely used for measuring chest deflections, during CPR on 
adults.  Accelerometers do not require any reference surface for measuring displacement, but 
instead, measure accelerations during movement, based on velocity and displacement.  
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The dual accelerometers and flow sensor-based CPR feedback device scores higher and fulfils 
all required specifications for simulated iCPR on the manikin (Table 3-1).  The dual accelerom-
eters can measure both chest deflections and mattress deformation performed with the two-
finger technique.  The accelerometers can also measure both the anterior and posterior deflec-
tions with two thumbs, and the flow sensor can measure the rescue breath count.  No feedback 
device currently exists for iCPR—this could be the first device for measuring the anterior and 
posterior deflections simultaneously.  However, since dual accelerometers are able to measure 
compression depths irrespective of a CA patient’s age, this device could ostensibly be used on 
all CA patients during CPR. 
The single accelerometer and flow sensor-based chest deflection measuring method scores sec-
ond.  This method cannot measure the mattress deformation during compressions when the 
patient is on the bed.  Mattress deformation measurement is important, unless the compression 
depth may be overestimated as the mattress deforms when CPR is performed on the patient’s 
chest.  Therefore, an accelerometer is essential between the patient and the mattress to measure 
the exact compression depth. 
The accelerometer embedded glove method scores third, as this method does not measure the 
rescue breath count and mattress deformation during CPR.  Rescue breath is an essential com-
ponent for successful paediatric CA resuscitation.  Conventional CPR, with rescue breaths, is 
recommended for all resuscitators during CA resuscitation in both adults and children.  There-
fore, the single accelerometer-embedded glove technique is not suitable for an iCPR feedback 
system.  The force sensor for measuring chest deflection technique is only suitable for training 
rescuers with manikins and not clinical practice.  The ribs and chest stiffness are different for 
everyone according to their age.  Also, this system does not measure the rescue breaths and 
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mattress deformation during CPR.  Therefore, the force sensor based chest displacement tech-
nique is not suitable for an iCPR feedback system. 
The flexible resister chest deflection technique is not suitable for both the manikin studies and 
the clinical practice, since when the chest is compressed it deforms, along with rescuer’s hands 
and fingers, there is little variation in resistance during continuous compressions.  The accuracy 
and repeatability of the compression depth is the most significant factor of CPR feedback de-
vices.  This flexible resistance strip method is not applicable for either the clinical or manikin-
based studies.  In case of fixed laser beam reflector, the laser displacement sensor provides 
high accuracy. However, during continuous compressions, it is difficult to maintain a fixed 
laser reflector on the surface of a hand.  Also, during iCPR, rescuers may use only the fingers. 
Hence, laser displacement sensors may not provide accurate representations of chest deflec-
tions.  Therefore, it could be concluded that laser-based chest deflection technique would not 
be suitable for CPR feedback, both in clinical and manikin-based studies. 
3.4. Detailed dual accelerometers and flow sensor-based proposed prototype design  
The dual accelerometers and flow sensor-based iCPR device consists of the following parts 
and sensors:  
➢ Accelerometers   
➢ Airflow sensor 
➢ Data acquisition unit (DAQ) 
➢ Power supply 
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3.4.1. Accelerometer sensor 
Accelerometers are single axis electromechanical devices, used to measure the proper acceler-
ation (g-force) of a moving object.  Accelerometers measure acceleration in meter per second 
squared (m/s2) or in G-forces (g).  A single unit of gravity on planet Earth is equivalent to an 
acceleration of 9.8 m/s2, but this does vary slightly with distance/elevation above the Earth’s 
surface and geographical location.  Evaluation boards (Kionix KXPB5-2050 Evaluation Board 
Accelerometers) (Figure 3-1) (Datasheet attached in Appendix A.14) provide access to the pins 
of an accelerometer and contain all of the appropriate decoupling capacitors and pull-up resis-
tors to allow easy connection to a prototyping system.  Accelerometer output may be static or 
dynamic.  Static output refers to the constant force of gravity on the sensor, and dynamic output 
is produced when an accelerometer is moved or vibrated.  The operating voltage of the exper-
imental accelerometer is 3.3 volts.  The Kionix evaluation board accelerometers provide an 
Flow 
sensor 
Accelerometer-1 
Accelerometer-2 
Manikin 
 DAQ 
Power 
supply 
  Chapter 3: Material and methods 
   59 
 
analog output, which is a continuous voltage change and is proportional to acceleration.  The 
maximum swing of the present accelerometer is ±2g, which is sufficient range to work contin-
uously with chest compression depths. 
 
 
 
Figure 3-1: Kionix KXPB5-2050 Evaluation Board accelerometers. 
 
The accelerometers were then embedded between two rubber sheets, to produce a rubber pad 
(Figure 3-2) that will provided a good grip for the resuscitator, both during simulated CPR on 
the training manikin and during clinical practice in future.  Also, rubber pads would be unlikely 
to cause substantial trauma to the patient’s chest during continuous compressions.  The embed-
ded accelerometers are moved up and down predominantly in the vertical plane during CPR, 
which produces acceleration with respect to the velocity of compression.  Acceleration is then 
converted into displacement using a double integration method.  Acceleration is converted to 
velocity in the first integration.  In the second integration, velocity is converted to displacement 
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(Equation 2).  The accelerometers were connected to a data acquisition unit (DAQ), to transfer 
the sensor output voltage to a computer.  The sound and vibration suite function of LabVIEW 
was used to convert acceleration to displacement.  
𝑥(𝑡) =  ∬ 𝑎(𝑡)
𝑡
0
 𝑑𝑡𝑑𝑡 − − − − − 2 
Where, 𝑥 is the initial position of the accelerometer and 𝑎 is the initial acceleration of the 
accelerometer. 
Ideally, the position (x) of an accelerometer at any time (t) can be determined from the time 
dependent acceleration of that accelerometer’s embedded rubber pad.  Initially, the accelerom-
eter output voltage is converted into the respective acceleration by using the sensor sensitivity 
characteristics.  Then using the above equation (Equation 2), the acceleration is converted into 
the respective displacement.  Equation 2 calculates the true position of the accelerometer, re-
quired during continuous simulated iCPR performances.  Every time the performance feedback 
program acquires the analog voltage from the filter cap of each axis, at 200 Hz.  The program 
reads the accelerometers voltage, which represents the position of the rubber pads at that time, 
such that there is a minimal error in the integration of the intrinsic sensor during the double 
integration of the accelerations. 
The Kionix KXPB5-2050 Evaluation Board accelerometers operating voltage (V) of 3.3V.  The 
zero-g-force offset is V/2 (1.65V), and   output voltages above V/2 indicate positive accelera-
tions whereas output voltages below V/2 indicate negative accelerations.  Zero volts (0V) 
would be equal to -2g, and 3.3V would be equal to +2g.  The sensitivity of accelerometers is 
the output voltage change per unit of input acceleration at a typical operating voltage and tem-
perature, measured in mV/g-force, which is 0.66V/g-force. 
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Figure 3-2: Kionix KXPB5-2050 Evaluation board accelerometer embedded between rubber 
pads. 
3.4.2. Accelerometer calibration  
The modified infant manikin was instrumented with an infra-red distance measuring sensor to 
record the chest deflections during the simulated iCPR performances [23].  However, this infra-
red chest deflection measurement technique is not transferable to real-time clinical practice.  
The accelerometer was placed on the infra-red sensor instrumented manikin’s chest during 
compressions.  The accelerometer displacement was compared with the infra-red sensors dis-
placement and then the strength and direction of the linear correlation, also called the Pearson 
product moment correlation coefficient (r), was calculated. Accuracy of the accelerometer dis-
placement was analysed by simultaneously recording accelerometer displacement and infra-
red displacement at 200Hz sampling rate. For the accelerometer displacement and infra-red 
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displacement were: Run 1=0.97, Run 2=0.95. Run 3=0.96 (Figure 3-3).  Infra-red and accel-
erometer displacements have a strong positive linear correlation, as r is nearly equal to 
+1.  An r value of exactly +1 indicates a perfect positive fit.  Positive values indicate a rela-
tionship between x and y variables, such that as values for infra-red increases, values for ac-
celerometer also increase, which means that a predicated displacement has a strong correlation 
with the actual displacement. It was found infra-red sensor displacement has a direct relation-
ship with accelerometer displacement, and therefore, predicted displacement has a linear cor-
relation with actual displacement.  
 
In addition, the root mean square error (RMSE) was calculated to measure the difference be-
tween predicated accelerometer displacement and actual infra-red sensor displacement output.  
For example, if the correlation coefficient quantity (r) is 1, the RMSE will be 0, because all of 
the points lie on the regression line and there are no errors.  Here, however, the correlation 
coefficient does not equal 1, with the root mean square error equalling 3.6 Rms, which means 
that the accelerometer displacement is within 96% conformity of the infra-red displacement 
measures.  
  Chapter 3: Material and methods 
   63 
 
Figure 3-3: Actual displacement (infra-red) vs. predicted displacement (accelerometer) during 
simulated infant CPR performances.  
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3.4.3. Accelerometers orientation 
During simulated CPR, the accelerometer orientation on the infant manikin is always top/bot-
tom relative to the Earth’s surface (figure 3-4).  When an accelerometer is accelerated in the 
+X, +Y or +Z direction, the corresponding axis output will increase with respect to the device 
acceleration.  During iCPR performances, if the sensor orientation is flat, the Z-axis only pro-
duces a ‘proper acceleration’.  Relatively, the X and Y-axis produce nearly zero accelerations 
(For reference, Appendix A.14, X/Y/Z Output Response versus Orientation to Earth’s surface). 
 
Figure 3-4: The accelerometer orientation during simulated infant CPR performances. 
The experimental accelerometer was offset at a 20° angle (Figure 3-5) during chest compres-
sions.  The purpose of this experiment was to validate the accelerometer’s accuracy when its 
orientation is out of plane (not perpendicular) with respect to the datum, Earth’s gravitational 
acceleration.  It can be assumed that a rescuer would predominantly compress the manikin 
chest perpendicular to the datum.  When force is not applied perpendicular to the chest, the 
manikin chest would compress out of the plane.  As a consequence, the direction of movement 
of the accelerometer would change.  Hence, the accelerometer was fixed at an “offset” 20-
degree angle to assess its compressions on the manikin chest (Figure 3-5).  The obtained results 
are described in figure 3-6.   
TOP 
Accelerometer 
Bottom 
Earth‘s surface 
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Figure 3-5: Accelerometer was offset at a 20-degree angle during chest compressions, using 
a wooden wedge to produce a consistent angulation. 
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Figure 3-6: Actual displacement (infra-red) vs. predicted displacement (accelerometer) during 
simulated infant CPR performances. The accelerometer orientation is 20 degrees deviated 
against ground surface. 
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The accelerometers displacement (chest deflection) was compared with the infra-red sensors 
displacement and Pearson product moment correlation coefficient (r) calculated.  The Pear-
son’s r for the accelerometer displacement and infra-red displacement were as follows: Run 
1=0.95, Run 2=0.95. Run 3=0.94 (Figure 3-6).  Infra-red and accelerometer displacements 
show a strong positive linear correlation; r is close to +1.  In addition, the root mean square 
error (RMSE) was calculated to measure the difference between predicated accelerometer dis-
placement and actual infra-red sensor displacement output.  The root mean square error was 
4.4 Rms, which means that the accelerometer displacement is within 95% accuracy with the 
infra-red displacement. 
3.4.4. Flow sensor 
The flow sensor (Omron ®, model no. D6F-02A1-110) (Figure 3-7) (Datasheet attached in 
Appendix A.13) was used to measure the ventilation monitoring during CPR.  This flow sensor 
is a precision unidirectional mass airflow sensor with fast response and stable output across a 
full range.  The measuring range of the sensor is 0–2 litre/min.  Ideally, the tidal volume, for 
paediatric rescue breathing, should be within the range of 400–800 ml/kg [150, 180].  The 
operating voltage is 10.8 V–26.4 V.  After compressions, ventilation is the most significant 
element of CPR.  Effective rescue breathing retains sufficient oxygenation and removes CO2 
[57].  If the rescuer is alone, the recommended compression-to-ventilation ratio is 30:2, and if 
there are two rescuers, the compression-to-ventilation ratio is 15:2 [150].  The present study 
evaluated ventilation in two ways, with 5 initial breaths and a compression-and-ventilation ra-
tio of 15:2. 
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Figure 3-7: Image of Omron air flow sensor, model no. D6F-02A1-110. 
3.4.5. Flow sensor calibration 
 
Figure 3-8: The flow sensor output voltage based on the input air flow rate.  The maximum 
flow rate is 2l/min. 
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The flow sensor was calibrated based on the above graph (Figure 3-8), provided by Omron 
Electronics.  The standard output voltage is 1 volt, when there is no air flow (0 L/min) and the 
peak output voltage is 5V when the flow rate reaches 2L/min.  The flow sensor output voltage 
is connected with NI DAQ analog input channel to transfer data to the computer for further 
processing, such as converting voltage into flow rate, and storage.  The present research inves-
tigated whether rescuers are delivering the required number and rate of rescue breaths during 
CPR and in particular, the initial rescue breath and subsequent breaths every 15-compressions. 
 
3.4.6. Data acquisition unit (DAQ) 
A National Instruments data acquisition unit (DAQ, Model no. NI USB 6008) (Figure 3-9) was 
used to acquire the signals from the sensors and transfer them to the computer.  The DAQ unit 
provides eight single-ended analog input channels with a resolution of 12 bits and a maximum 
sample rate of 10kS/second.  The two accelerometers and flow sensor require a total of seven 
analog channels for the iCPR feedback system.  Data acquisition is a powerful, cost-effective 
and flexible process for acquiring sensor output voltages and transferring them to a computer 
(Figure 3-10).  LabVIEW (National Instruments, TX, USA) software was used to write the 
program that converted the voltage into respective measurements.  The maximum data sam-
pling rate of the DAQ was 1 KHz.  
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Figure 3-9 : NI Data acquisition unit (DAQ, Model no. NI USB 6008).  
 
 
 
Figure 3-10: The data transfer protocol from sensor to computer via DAQ. 
3.4.7. Power supply unit 
A lightweight and cost effective “in-house” power supply was developed to convert alternative 
current (240v, AC) into low voltage direct current (DC) Whilst removing current spikes, and 
regulating the voltage to  3.3V and 12V. The process allows the sensors to work efficiently 
without overheating (Figure 3-11). 
Sensors DAQ Computer 
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Figure 3-11: In-house-made power supply unit. 
3.5. Prototype details and working principles 
The accelerometer and flow sensor output voltages were transferred from the DAQ to the com-
puter.  Prior to beginning compressions, accelerometer 1 was placed on the manikin’s chest, 
and accelerometer 2 was placed on the supporting surface.  Accelerometer 1 was used for 
measuring infant chest deflections during compressions, with accelerometer 2, positioned on 
the rigid table supporting the manikin, constantly reporting zero deflection.  In a real-life sce-
nario, a patient who had collapsed from sudden CA would possibly be placed on a mattress 
before compressions were performed and/or during transport to the hospital in an ambulance.  
To evaluate the effectiveness of this system in such scenarios, the manikin and accelerometer 
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2 were positioned on a mattress and CPR performed using the two-finger (TF) method of com-
pression.  The actual displacements of the chest were calculated by subtracting the mattress 
deformation from actual chest deflection (Figures 3-12 and 3-13). 
 
 
Figure 3-12: Actual chest deflection was calculated during two fingers CPR on a mattress. 
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Figure 3-13: Dotted line: anterior chest deflection (accelerometer-1); dashed line: mattress 
deformation (accelerometer-2); continuous line: actual chest deflection=accelerometer 1 dis-
placement –accelerometer 2 displacement. 
When compressions were performed with two thumbs, accelerometer 2 was held under the 
infant manikin to measure posterior deflection.  The anterior deflection (accelerometer 1) and 
posterior deflection (accelerometer 2) voltage signals were transferred to the computer via the 
DAQ for further analysis, such as converting acceleration voltage into displacement and dis-
playing the real-time AP displacement on the computer screen.  Actual deflections of the chest 
were calculated by sum of the anterior and posterior deflections (Figures 3-14 and 3-15).  The 
performance feedback program collected accelerometer and flow meter sensor output voltages 
and analysed them before displaying them on the laptop screen in real time along with the audio 
feedback to the rescuer.  These results assist the rescuers in achieving the current evidence-
based quality measures for iCPR performance.  
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Figure 3-14: Actual chest deflections were calculated by adding the anterior deflection and 
the posterior deflection measured while CPR was performed with two thumbs.  
 
Figure 3-15: Dotted line: Anterior chest deflection (accelerometer-1); dashed line: posterior 
chest deflection (accelerometer-2); continuous line: actual chest deflection=accelerometer 1 
displacement + accelerometer 2 displacement. 
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3.6. Manikin design 
Laerdal® ALS CPR infant training baby manikin (Laerdal® ALS Baby, Laerdal Medical, Sta-
vanger, Norway) (Figure 3-16) was selected for use in this research study.  This manikin rep-
resents a three-month-old, 5kg male infant and is commercially available.  This original mani-
kin was modified during a previous study to allow a maximum compression depth of 53mm.  
The physical compression characteristics of the modified manikin were evaluated using an 
MTS 858 material testing machine, compressed at a rate of 1 mm/second.   Mean compression 
stiffness was calculated as 3.63± 0.006 N/mm (Figure 3-17).  The external AP thoracic diam-
eter (the most antero-posterior of the manikin thorax) of the manikin was measured to be 
105mm. 
 
Figure 3-16: The modified manikin with a maximum compression depth of 53mm. 
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Figure 3-17: Modified infant manikin antero-posterior force-deflection properties.  Maximum 
achievable compression depth was 53mm. 
 
3.7. Methods  
The simulated CPR performance on the infant manikin study was approved by the Ethics Com-
mittee, Cardiff University School of Engineering, Cardiff, UK.  The approved research proto-
col, documentation and approval letters are attached in Appendix A.8 and A.12.  The simulated 
CPR performance studies were conducted across two populations, with distinctly different lev-
els of expertise: BLS (Basic Life Support-trained, e.g. police officers, firepersons) resuscitators 
and lay resuscitators (i.e. those who have no experience in CPR). 
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3.8. BLS resuscitators 
Twenty-eight BLS resuscitators were recruited for this study.  Participant Details (Appendix 
A.11) and Participant Consent forms (Appendix A.10) were distributed to all potential resus-
citators before conducting experiments.  The participants were briefed on the experimental 
procedure using the standard experimental sheet and research protocol before beginning the 
simulated CPR performance. All questions were answered and once the resuscitators were sat-
isfied, they were asked to sign the Participant Consent and Participant Details forms.  Individ-
ual participants’ results were shown to every participant after their simulated CPR performance 
completion.  Gender, the field of expertise, clinical experience, current certification, time since 
last certification and number of previous infant resuscitations performed were collected via the 
Participant Details Form.  The study comprised 9 male and 19 female participants, all of whom 
were certified in Paediatric Life Support (PLS), a BLS-equivalent qualification specific to the 
paediatric population (Table 3-2). 
 
Fourteen (50%) participants were randomised to the ‘feedback’ group and the remaining par-
ticipants to the ‘no-feedback’ group.  The no-feedback group’s ‘mean time since last instructor 
certification’ was 2.3 (±1.2) years, whilst mean clinical experience was 6.9 (±2.2) years.  The 
feedback group’s ‘mean time since last instructor certification’ was 2.5 (±1.3) years, whilst 
mean clinical experience was 5.3 (±3.1) years. 
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The significant differences between the demographics of both groups were compared by χ-
squared tests (SPSS 16.0, SPSS Inc., IL, USA), with no significant differences observed be-
tween the two groups (Table 3-2).  A study sample size of 14 participants per group is able to 
adequately detect a mean difference 0.7 times the standard deviation of the differences, assum-
ing data normality, a two-sided significance level of <0.05 and >80% power (calculated with 
G*Power 3.0.10 [220]). 
3.9. Lay resuscitators 
Thirty-eight lay participants were recruited for this study.  Participant Details form and Partic-
ipant Consent forms were distributed to all potential participants prior to conducting the exper-
iments.  Participants were also briefed on the experimental procedure using the standard ex-
perimental sheet and research protocol before beginning the simulated CPR performance.  All 
No Feedback Group Feedback Group  P-value
Total Number of Participants 14 14 1
Gender
      Male n(%) 5 [29] 4 [35] 0.84
     Female n(%) 9 [71] 10 [65] 0.72
Field of expertise
    Registered Nurse /n(%) 14 [88] 14 [88] 1
Mean clinical experience ±SD /years 6.9±2.2 5.3±3.1 0.79
Current certification
    PLS /n(%) 14 [88] 14 [88] 1
Mean time since last certification ±SD /years 2.3±1.2 2.5±1.3 0.12
Number of infant resuscitations performed
    None /n(%) 0 [0] 5 [29] 0.1
    <5 /n(%) 3 [36] 1 [6] 0.22
    5-10 /n(%) 7 [43] 4 [24] 0.36
    11-20 /n(%) 4 [24] 2 [15] 0.65
    >20 /n(%) 0 [0] 4 [24] 0.1
Table 3-2: Comparison of demographics for the ‘no feedback’ and ‘feedback’ groups
 χ-squared tests were used to calculate the p-value to compare differences between group
PLS, Paediatric Life Support
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questions were answered, and once the lay participants were satisfied, they were asked to sign 
the Participant Consent and Participant Details forms.  Individual participants’ results were 
shown to every participant after their simulated CPR performance completion.  Gender, the 
field of expertise, clinical experience, current certification, time since the last certification, and 
a number of previous infant resuscitations performed were collected via the Participant Details 
form.  Study participants consisted of 20 male and 18 female lay rescuers (Table 3-3).  
 
 
 
The significant difference between the demographics of both groups was compared by χ-
squared tests (SPSS 16.0, SPSS Inc., IL, USA), with no significant differences observed be-
tween the demographics of the two groups (Table 3-3).  A study sample size of 19 participants 
per group was able to adequately detect a mean difference of 0.8 times the standard deviation 
of the differences, assuming data normality, a two-sided significance level of <0.05 and >80% 
power (calculated with G*Power 3.0.10 [220]). 
3.10. Experimental procedure 
The manikin, feedback device and laptop were set up in a separate room before recruiting the 
BLS participants for simulated CPR performance (Figure 3-18).  Participants were randomly 
No Feedback Group Feedback Group  P-value
Total Number of Participants 19 19 1
Gender
Male n(%) 8(42) 12 (63) 0.19
Female n(%) 11(58) 7 (37) 0.19
Field of expertise None None -
Current certification None None -
Number of infant resuscitations performed None None -
Table 3-3: Comparison of demographics for the ‘no feedback’ and ‘feedback’ groups
 χ-squared tests were used to calculate the p-value to compare differences between group
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assigned to either the no-feedback group or the feedback group.  All participants were 
instructed to engage in three stages of simulated CPR: continuous compression only for a 
period of 1-minute; 5-initial rescue breaths through an air flow sensor and continuous 
compressions on the training manikin for a period of 1-minute; and 5-initial rescue breaths 
through the air flow sensor followed by 15-compressions and 2-rescue breaths for a period of 
1-minute.  Compression depth and release force against time were recorded at a sample rate of 
200Hz throughout the CPR episode.  Full recovery was allowed for all participants after each 
CPR episode.  No-feedback group participants were blinded to performance feedback, but feed-
back group participants were permitted to benefit from performance feedback.  
 
 
Figure 3-18: The feedback device and laptop were set up in a separate room before recruiting 
the participants for simulated CPR performance. 
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3.10.1. Data analysis 
Each participant’s simulated CPR performance was recorded, including compression depth, 
compression release force, compression rate and compression duty cycle, achieved in all three 
compression stages.  Quality indices were used to calculate the proportion of compressions for 
each participant that complied with current quality targets.  The CPR quality measures and 
quality targets for BLS resuscitator performance on the simulated training baby manikin are as 
follows: 
 
✓  Compression depth: Target: 35–43mm.  European and UK resuscitation guidelines and 
American Heart Association Guidelines for Cardiopulmonary Resuscitation recom-
mend an adequate compression depth at least one-third of the external AP diameter of 
the chest, approximately 4cm in infants [15, 137, 138].  Thoracic over-compression, 
causing a residual internal AP chest depth of <10mm, may potentially cause intratho-
racic trauma [32, 133]. 
✓  Release force: Target: <2.5kg.  A 2.5kg chest release force during the decompression 
phase would significantly increase intrathoracic pressure and hinder the return of ve-
nous blood to the heart [38]. 
✓  Compression rate: Target: 100–120 compression cycles/min.  European and UK resus-
citation guidelines and American Heart Association Guidelines for Cardiopulmonary 
Resuscitation recommend a compression rate of at least 100 compression cycles per 
minute, but not more than 120 compression cycles per minute [15, 137, 138]. 
✓ Compression duty cycle: Target: 30–50%.  Compression duty cycle oscillating between 
30% and 50% can result in “good” coronary and cerebral perfusion [45, 165, 166].  
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Hence, the most effective and highly recommended duty cycle ranges were between 
30% and 50% [69, 100].  Studies on infant animals support the same [49, 162]. 
 
The thoracic over-compression measure was calculated to quantify thoracic over-compres-
sions.  Finally, to calculate the overall quality of compressions, the proportion of compressions 
that simultaneously achieved all four primary quality targets was calculated.  Simulated CPR 
performance data are presented either as means with standard deviations or medians with inter-
quartile ranges for each infant compression stage.  The no-feedback and feedback groups’ mean 
differences are reported with 95% confidence intervals.  After testing for data normality, results 
were statistically analysed by independent Student T-tests. 
3.11. Baseline compression performance of BLS rescuers 
BLS rescuers simulated iCPR performances on the infant manikin were evaluated against cur-
rent guidelines-based quality targets for iCPR [14-16].  However, guidelines recommended the 
targets for only compression depth, release force and compression rate.  Compression duty 
cycle target was (30-50%) recommended by previous studies [12, 49, 162].  Participants were 
asked to perform continuous compression only for a period of 1-minute.  Each participant’s 
simulated CPR performance data were recorded, including compression depth, compression 
release force, compression rate and compression duty cycle, achieved during continuous com-
pression stages.  Quality indices were used to calculate the proportion of each participant’s 
compressions that complied with the current quality targets.  CPR quality measures and quality 
targets for BLS resuscitators’ performance on the simulated training baby manikin are 
illustrated in Figure 3-19. 
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Figure 3-19: Illustration of mean compression depths, release forces, compression rates, and 
duty cycles achieved by BLS resuscitators using the two-thumb (TT) technique without feed-
back.  Current evidence-based quality targets are illustrated by dashed lines:  compression 
depth targets (35–43mm), release force targets (<2.5 and <0.5), compression rate targets 
(100–120 compressions/min), and duty cycle targets (30–50%).  Box plot represents: centre 
line of the box—median value of the data, the upper and lower lines of the box—upper and 
lower quartiles, whiskers—the maximum and minimum values of the data. 
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3.11.1. Baseline study results 
BLS resuscitators simulated iCPR performance on the manikin resulted in deep compression 
depth, shallow compression depth, excessive compression rate and prolonged compression rate 
(Figure 3-19).  Only 43.4% of the compressions achieved the “good” compression depth (35–
43mm) recommended by resuscitation guidelines during iCPR. However, in the BLS group, 
the over-compression rate (>43mm), also called the thoracic injury index, was 21.3%.  The 
target release force is <2.5kg.  Release force quality index (<2.5 kg) for the no-feedback group 
was only 60.2%, while the complete release force quality index (<0.5 kg) for this group was 
4.2%.  The BLS resuscitators’ compression rate quality index (100–120 cycles/minute) was 
only 18.1%.  For the BLS rescuers, 65.6% of the compression cycles were too fast (>120 
compressions/minute) and 16.3% of the compression cycles were too slow (<100/minute).  
Also, for the BLS rescuers group, the quality compression duty cycles (30–50%) were only 
16.4% and prolonged duty cycles (>50%) were 83.6%.  Only 1.4% of all chest compressions 
performed by the BLS resuscitators in the baseline (no-feedback) study were consistent with 
the four ranges of “good” CPR technique.  If these levels of compression quality are consistent 
with performance in clinical practice, then it is possible that this result could be hindering the 
survival rate of CA infants.  Thus, this research entails designing and developing a real-time 
feedback system to assist resuscitators during simulated iCPR performances and ultimately, in 
clinical practice. 
3.12. Programming method and control 
3.12.1. Performance feedback program 
The performance feedback program is a real-time feedback program to both monitor and assist 
rescuers (visually and orally), while performing CPR on the simulated infant training manikin.  
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LabVIEW software was used to write the feedback program (National Instruments, TX, USA).  
LabVIEW is an integrated development environment designed specifically for engineers and 
scientists.  It is a graphical programming language that uses a dataflow model instead of se-
quential text lines, which saves time and provides graphical representation to users.  In addition, 
LabVIEW is designed to interoperate with Matlab software to create sequential line program-
ming to solve problems.  
The performance feedback program acquires output voltages from the accelerometers and the 
flow meter sensor to analyse them and then displays them on the laptop screen in real time 
along with audio feedback to the rescuer.  In turn, these results assist the rescuers in achieving 
current evidence-based quality measures for iCPR (Figure 3-20).  The working procedure of 
the feedback program is described in a flowchart format in Figure 3-21 and the audio-visual 
metronome program flowchart is shown in Figure 3-22. 
 
Figure 3-20: Performance feedback program user’s view (front panel of LabVIEW). 
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Figure 3-20 is the resuscitator’s view of the performance of feedback program, which consists 
of actual chest deflection traces, mattress deflection measures, rescue breath quantity measures, 
rescue breath reminder LEDs, compression rate indicator LED, total compression cycle counter 
indicator and total time elapsed indicator in seconds.  Real-time actual chest deflections are 
calculated based on the compression method used by the resuscitator.  If the rescuer performed 
two-finger compressions, accelerometer 2 (mattress displacement) would be subtracted from 
accelerometer 1 (infant's chest) data to calculate the actual deflection of the chest.  If the rescuer 
used the two-thumb technique, both accelerometer displacements would be added to calculate 
the actual displacement.  The actual chest deflections would then be displayed on the screen.  
The actual displacement window is divided into different colours such as green, white, and red.  
The bottom green represents the complete decompression (7mm, <2.5kg) and the top green 
represents the quality compression depth region (35–43mm) (at least one-third of the external 
AP diameter of the infant’s chest).  The red colour represents over-compression (>43mm) and 
the white colour represents under-compression (between 7mm and 35mm).  The mattress de-
formation window shows the accelerometer 2 displacements, and the rescue breath window 
shows the quantity of rescue breaths as the rescuer blows air through the flow sensor. 
The rescue breath reminder LED turns red and alerts the rescuer that a rescue breath is needed 
after every 15-compressions.  The breath detected LED flashes once for every given rescue 
breath.  The compression rate indicator flashes in green along with an audible metronome, both 
providing compression rate guidance of 110 beats per minute (bpm).  The compression counter 
indicates the number of compressions performed during a particular episode.  The time elapsed 
indicator shows the duration of a particular CPR episode.  However, this iCPR feedback system 
does not provide feedback for compression duty cycle during simulated infant compressions. 
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Figure 3-21: Performance feedback program flowchart. 
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Figure 3-22: Flowchart of the audio-visual metronome program. 
3.12.2. Working principles of the performance feedback program 
The performance feedback program comprises two parts: the front panel (Figure 3-20), which 
shows the real-time trace of the user’s CPR performance on the infant training manikin, and 
the block diagram (Figures 3-21 and 3-22).  The block diagram, also called the coding part, 
actually collects the data from the accelerometers and flow sensor, while participants perform 
CPR on the manikin, and displays the performance on the laptop screen and records the data 
for further analysis.  The LabVIEW block diagram is attached in Appendix A.1-A.3.  A real-
time CPR performance is displayed on the laptop screen as a ‘white line trace’ against the 
compression depth (35–43mm) and release depth (<7mm).  A release depth of 7mm corre-
sponds to a release force of 2.5kg. 
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The front panel of the performance feedback program consists of an actual chest deflection 
feedback window, a mattress deflection window, a rescue breath window, a time elapse, a 
compression counter and LED indicators.  While participants performed simulated CPR on the 
manikin, a real-time CPR performance was displayed on the actual chest deflection window as 
a ‘white line trace’ against the compression depth and release depth.  The top green block 
represents a compression depth of 35–43mm, which is an ideal depth and complies with current 
CPR guideline quality measures.  The total diameter of the manikin is 110mm.  So, one-third 
of the depth is 35mm, whereas the over-compression of the thorax (compression depth >43) is 
indicated by highlighting the occurrence in the topmost red colour block.  The bottom green 
block represents the complete release force (<7mm).  A release depth of 7mm correlates with 
a chest release of force 2.5kg. 
During CPR both on the flat surface and on the mattress, accelerometer 1 was placed on the 
manikin chest (Figure 3-23).  When CPR was performed on the flat surface, accelerometer 2 
was placed on the surface and did not provide any output.  During CPR performed on the 
mattress, accelerometer 2 was placed under the manikin to measure mattress deformation.  If 
mattress deformation is not measured, the chest deflection depth during compression over-es-
timated than actual deflection. 
Actual Chest deflection = Manikin chest deflection - Mattress deformation. 
Rescue breaths were monitored and recorded using a flow sensor.  Initially, the breath window 
shows a flat line, but it displays the amount of breath in litres/minute during rescue breaths 
procedure.  The time elapsed section shows the total CPR episode duration in seconds.  Each 
compression is indicated by a blinking green LED on the compressions counter and increments 
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are shown on the counter.  After every 15th compression, the red “waiting for rescue breath” 
LED will light, alerting the rescuer that two rescue breaths are needed. 
 
 
Figure 3-23: Sensor placements on the manikin. 
The “breath detected” green LED’ blinks once to indicate to the rescuer that the rescue breath 
was received.  Simultaneously, an audio-video metronome program flashes a green LED that 
provides the rescuer with a target compression rate of 110/minute and emits a beeping sound.  
Every beep and/or LED blink means that the resuscitator should compress the manikin chest.  
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3.13. Hardware working principle 
Figure 3-24 shows the hardware connection diagram of the feedback device sensors, power 
supply and laptop.  Both accelerometers and the air flow sensor are initially connected to the 
power supply unit.  The accelerometer’s operating voltage is 3.3V and the airflow sensor’s 
operating voltage is 12V.  The accelerometer and airflow sensor output voltages are then 
connected to the DAQ.  From the DAQ, the computer obtains the sensor outputs using the 
performance feedback LabVIEW program to display the resuscitator’s CPR performance and 
then stores the data on the hard drive for further analysis. 
 
Figure 3-24: Sensors, power supply, and DAQ connection diagram. 
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3.14. Data analysis technique 
3.14.1. Introduction 
A Matlab program (The Math Works, US) was used to analyse the participants’ CPR quality 
measures; such as compression depth, release force, compression rate and compression duty 
cycle for each CPR compression episode.  Internationally accepted guidelines [130] were 
adapted to measure the quality of the resuscitators’ simulated CPR performance on the training 
infant manikin.  Compression depth was defined as the maximum sternum deflection, during 
the compression phase.  Release force was defined as the minimum compression force in the 
decompression phase.  Compression rate was defined as the number of compressions delivered 
per minute during the CPR episode.  The compression rate was calculated from the inverse of 
the time between consecutive chest release forces.  Compression duty cycle was defined as the 
fraction of the time with active mechanical or hand pressure on the chest.  This was calculated 
by dividing the area under the chest deformation curve by the product of compression depth 
and time for each compression cycle.  All CPR quality measures were analysed and calculated 
using the Matlab program. 
The overall CPR quality index was characterised and developed using the a Matlab program 
by assessing the quality of each element involved in CPR, including compression depth, com-
pression release force, compression rate and compression duty cycle.  Quality indicators (Chap-
ter 2, Literature review) were used to calculate the CPR quality for each participant.  The tho-
racic over-compression index was also calculated, since some deaths, as a consequence of CPR, 
have previously been attributed to over-compression.  Overall CPR quality was calculated by 
the proportion of cycles that achieved all four primary quality targets versus the total cycles 
delivered in a single CPR episode. 
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Figure 3-25: Flowchart of the CPR data analyser using Matlab. 
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3.15. Working principle  
After completion of each CPR episode, the performance feedback LabVIEW program (Figure 
3-20) stores the participant’s simulated CPR performance data on a computer hard drive as a 
Microsoft excel file.  Every file consisted of three important columns: time count, manikin 
chest deflection and rescue breath flow rate.  Before feeding the participants’ performance data 
to the Matlab program, the actual time is calculated from the time count and stored in one 
separate column in the same file.  As a first step, Matlab verifies that all columns are actual 
vector data and that each column is of equal length.  If data fails any of these conditions, Matlab 
program displays the respective error message on the screen. 
 
Matlab calculates CPR quality measures based on the internationally accepted method [130].  
The Matlab-based CPR data analyser, “in-house” developed program, simplifies the data anal-
ysis work (Figure 3.25).  The Matlab codes are attached in Appendix A.4 - A.6 and a typical 
sample plot is attached in Appendix A.7.  An example of a typical Matlab program output is as 
follows: 
 
Episode duration (Seconds): 62.3 
Total no of cycles: 124 
Mean Compression depth (mm): 40.77 
CD quality index (35-43mm) (%): 87.10 
Secondary CD quality index (>=36mm) (%): 85.48 
  
mean release force (kg): 1.09 
Release depth quality index (>2.5kg) (%): 96.77 
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Secondary complete RF index(>0.5kg) (%): 19.35 
  
Mean compression rate(cpm): 112.7 
Compression rate quality index (100-120 
cpm%): 91.93 
  
Mean Duty cycle (%): 41.82 
Duty cycle quality index (30-50%): 98.39 
  
Overall CPR quality index (%):              87.09 
Deepest compression is (>43mm): 43 
no of injuries cycles achieved: 1.00 
Thoracic injury index (%): 0.81 
Number of no flow times: 0.00 
  
Total quality compression depth cycles: 108 
Total target cycles-release force: 120 
no of quality compression rate cycles: 114 
no of quality duty cycle: 122 
Overall CPR quality cycles 101 
 
3.16. Sample data analysis of single BLS rescuer’s 5-initial compressions quality 
Single participant CPR performance, on the infant manikin, was selected to represent how this 
research analysed the data, which was recorded during simulated CPR performances.  The four 
quality measures such as compression depth, compression rate, release force, and compression 
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duty cycle are compared against evidence-based quality target ranges.  In total, performances 
were divided into three groups.  The first performance consisted of compression only for a 
period of 1-minute.  The second consisted of 5 initial rescue breaths and continuous compres-
sions for a period of 1-minute.  The final performance consisted of 5-initial breaths and repeated 
cycles of 15-compressions and 2-breaths for a period of 1-minute.  The detailed results are 
described in the following ‘Results’ chapter.  Moreover, the quality of the 5-initial compres-
sions at the start, and after each ventilation pause, was also analysed.  This present research is 
hoping that, if the rescuer starts the compressions with high quality, they will continue with the 
same quality throughout the full CPR episode.  
3.16.1. Example analysis of single BLS compressions using the two-thumb compression 
technique without and with feedback: continuous compressions only. 
Single-participant CPR performances were selected from the no-feedback and feedback 
groups; because these single rescuers were the best reflection of remaining rescuers perfor-
mance.  Figure 3-26 demonstrates the single-BLS CPR performance without the assistance of 
performance feedback software, followed by another single BLS rescuer with the assistance of 
CPR feedback software.  The first stage comprised BLS rescuer performance of continuous 
compressions only, for approximately 1 minute, without ventilation.  
Jeyapal Kandasamy  Cardiff University 
   
 100 
 
 
 
Figure 3-26: No-feedback and feedback rescuer CPR performance: continuous compressions 
without ventilation. 
3.16.2. Comparison of single-BLS CPR performance with and without feedback. 
It was found that the single-rescuer no-feedback mean depth was 44.9mm and mean ‘5-initial 
compressions’ depth was 42.7mm.  It was also found that only 2 of the 5 initial compressions 
achieved the target compression depth.   With feedback, the single-rescuer mean depth was 
40.7mm and mean 5-initial compression depth was 41.2mm.  All 5-initial compressions 
achieved the depth target.  Release force targets were <2.5kg and <0.5kg.  The single-rescuer 
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no-feedback mean release force was 2.57kg.  Mean release force of 5-initial compressions was 
2.8kg.  The results showed that only 1 out of the 5 compressions achieved the complete release 
depth.  The feedback single-rescuer mean release force was 1.09kg.  Mean release force of 5-
initial compressions was 1.85kg.  All 5 initial compressions achieved complete release prior to 
the next compression.  
The target compression rate is 100–120/min.  The no-feedback participants achieved mean 
rates of 104/minute and the ‘5 initial compressions’ mean rate of 95/minute.  Only 3 achieved 
the international guidelines, while the remaining two were not in the range.  Feedback partici-
pants’ mean rates were 113/minute, and the 5-initial compressions mean rate was 117/minute.  
All 5-initial compressions reached the recommended target range. 
The recommended compression duty cycle target is 30–50%.  It was found that without feed-
back, the single-participant mean duty cycle was 53.3% and the mean ‘5 initial compressions 
duty cycle’ was 54.9%.  None of the duty cycles achieved the recommended range.  With feed-
back, however, the single-participant mean duty cycle was 41.8% and the mean 5-initial com-
pressions duty cycle was 42.1%.  Of the 5-initial compressions, all the duty cycles achieved 
the recommended range. 
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3.16.3. Example analysis of single BLS rescuer compressions using two-thumb compres-
sion technique without and with feedback: 5 initial rescue breaths and continuous com-
pressions  
Single-BLS rescuer CPR performances were selected from both the no-feedback and feedback 
groups.  Figure 3-27 compares the CPR performance of a single BLS participant without feed-
back assistance and single BLS with feedback.  All BLS performances consisted of 5-initial 
rescue breaths and continuous compressions for the duration of approximately 1-minute.  Fig-
ure 3-28 shows the breath count against time for single BLS rescuers without and with feed-
back.  
Figure 3-27: No-feedback and feedback rescuer CPR performance: 5-initial breaths and con-
tinuous compressions. 
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3.16.4. Comparison of single-BLS rescuer CPR performance with 5-initial breaths, with 
and without feedback. 
 
Mean compression depth for the no-feedback single rescuer was 40.8mm and the mean depth 
of 5 initial compressions was 39.9mm.  After the 5-initial breaths, the 5-initial compressions 
quality targets were analysed.  after ventilation, only 2 out of the 5 initial compressions 
achieved the target depth.  However, for the single rescuer with feedback, the mean depth was 
39.6mm and the mean 5-initial compressions depth was 41.6mm.  After ventilation, all 5-initial 
compressions achieved the target depth. 
 
 Release force targets are <2.5kg and <0.5kg.  The single-rescuer no-feedback mean release 
force was 2.69kg.  Mean force of 5-initial compressions was 3.7kg.  Of 5-initial compressions, 
only 2 achieved the complete release depth after the 5-initial breaths.  The feedback single-
rescuer mean release force was 1.24kg and the force of 5-initial compressions was 1.4kg.  All 
5-initial compressions achieved complete release depth prior to the next compression. 
 
The target compression rate is 100–120/min.  The no-feedback participant’s mean rate was 
131/minute, and the 5-initial compressions mean rate was 135/minute.  None of the 5-initial 
compressions achieved the international guidelines range.  The feedback participant’s mean 
rate was 116/minute; after the ventilation, the 5-initial compressions mean rate was 118/minute.  
It was found that 4 out of the 5-initial compressions successfully achieved the target range. 
The duty cycle target for CPR compressions is 30–50%.  Without feedback, the single-partic-
ipant mean duty cycle was 59.9%, and the mean 5-initial compressions duty cycle after venti-
lation was 60.6%.  Of the 5-initial compressions, after 5 breaths, none of the duty cycles 
Jeyapal Kandasamy  Cardiff University 
   
 104 
 
achieved the recommended range.  The single-participant mean duty cycle with feedback was 
49.5% and the mean 5-initial compressions duty cycle was 42.2%.  The results showed that 
all of the 5-initial compressions met the recommended duty cycle range targets. 
3.16.5. Comparison of single BLS rescuer rescue breath performance: 5 initial breaths, 
no-feedback and feedback 
Figure 3-28: No-Feedback and feedback rescuer CPR performance: 5-initial breaths count 
and time spent delivering the 5-breaths. 
Performance of 5-initial breaths by a single BLS rescuer, both with and without feedback, was 
selected to compare the breath count against time.  The no-feedback participant took 16 seconds 
to deliver the 5-initial breaths and 4 seconds to start the compressions.  In total, the no-feedback 
BLS participant took 20 seconds to deliver the 5-initial breaths before starting the continuous 
compressions.  However, the BLS rescuer with feedback took only 4 seconds to provide 5-
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initial breaths and only 0.5 seconds to start compression.  In total, the rescuer with feedback 
took 4.5 seconds to deliver the 5-initial breaths.  There was no difference in breath count be-
tween no-feedback and feedback, and both delivered exactly the required 5-initial breaths. 
3.16.6. Example analysis of single BLS rescuer compressions using two-thumb compres-
sion technique, without and with feedback: 5-initial breaths, then 15-continuous com-
pressions and 2-breaths  
CPR performance of a single BLS rescuer was selected from both the no-feedback and feed-
back groups.  Figure 3-29 shows the performance of the single BLS rescuer without feedback, 
followed by a single BLS rescuer with feedback.  All BLS performances consisted of 5-initial 
breaths, followed by 15 continuous compressions and then 2-breaths, for approximately 1 mi-
nute.  Figure 3-30 shows the breath count and time spent delivering each set of breaths, 5-initial 
breaths and 2-rescue breaths during compressions and the number of ventilation pauses for the 
single BLS rescuer without and with feedback. 
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Figure 3-29: No-feedback and feedback rescuer CPR performances – 5 initial rescue breaths, 
15 continuous compressions and 2 rescue breaths. 
3.16.7. Comparison of single BLS rescuer CPR performance with 5 initial breaths fol-
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The no-feedback single rescuer mean compression depth was 43.8mm, and the mean of the ‘5-
initial compression depths’ of each ventilation pause was 43.6mm.  After the 5-initial rescue 
breaths and every 2 breaths during compressions, the ‘5-initial compressions’ quality targets 
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cuer has 4 breath pauses including 5-initial breaths.  It was found that after each set of ventila-
tion, only 8 out of 20-initial compressions achieved the target depth.  However, the single res-
cuer with feedback mean depth was 39.4mm.  The feedback single BLS rescuer has 7 breath 
pauses.  The mean of the 35 initial depths, after each set of ventilation pauses, was 39.2mm.  
Out of 35-initial compressions, after each ventilation episode, all 35 achieved the target depth. 
 
Release force targets are <2.5kg and <0.5kg.  The single BLS rescuer without feedback mean 
release force was 1.71kg.  The mean release force of ‘5 initial compressions’ after each set of 
ventilation pauses was 2.03kg.  Only 10 compressions achieved the complete release depth out 
of 20-initial compressions, after each rescue breath pause.  The feedback single rescuer mean 
release force was 1.4kg.  The mean release force of ‘5 initial compressions’ after each set of 
ventilation was 1.1kg.  All 35-initial compressions achieved complete release prior to the next 
compressions. 
 
The target compression rate is 100–120/min.  The mean compression rate for the no-feedback 
BLS single rescuer was 111/min and the mean rate of 5-initial compressions, after each breath 
pause was 120/min.  Of 20 initial compressions after each breath pause, only 8 compressions 
achieved the target rate.  The mean rate of the participant with feedback was 112/min; after 
each ventilation pause, the mean rate of 5-initial compressions was 116/min.  Of the 35 initial 
compressions, 32 achieved the target range. 
 
The duty cycle target for the CPR compressions is 30–50%.  The mean duty cycle for the no-
feedback single BLS participant was 56.8% and 56.9%, for the 5 initial compressions after 
each ventilation pause.  Only 2 of 20 duty cycles, after each set of ventilation, achieved the 
recommended target range.  For the single participant with feedback, the mean duty cycle was 
Jeyapal Kandasamy  Cardiff University 
   
 108 
 
43.2% and 43.6% for the 5 initial compressions, after every set of ventilation pauses.  In total, 
of the 35 compression cycles, there were 7 breath pauses, including the 5 initial breaths.  Out 
of 35, all 35 initial compressions achieved the target compression duty cycle range. 
 
After 5 initial breaths, the target number of compressions between each set of 2 rescue breaths 
was 15.  The mean compression count, between each 2-breath interval, was exactly 15 for the 
no-feedback single BLS participant.  The compression count for the participant with feedback 
was 16.2. 
3.16.8.  Comparison of single BLS rescuer breath performance: 5 initial breaths, then 2 
breaths during continuous compressions, with and without feedback. 
The performance of 5 initial breaths and 2 breaths after every 15 compressions by single BLS 
rescuers, both with and without feedback, were selected to compare the breath count against 
time (Figure 3-30).  The no-feedback participant took 11.5 seconds to deliver the 5 initial 
breaths and then took 2 seconds to start the 15 continuous compressions.  In total, before stating 
compressions, the no-feedback BLS participant took 13.5 seconds to deliver the 5 initial 
breaths.  The mean time for delivering 2 breaths during compressions was 4.4 seconds for the 
no-feedback participant, and the 2 breaths were only delivered 3 times.  The single participant 
with feedback spent only 2.5 seconds delivering the 5 initial breaths and took only 1.5 seconds 
to start the 15 continuous compressions.  In total, the feedback participant took 4 seconds to 
deliver the 5 initial breaths.  The mean time for delivering 2 breaths during compressions was 
2.3 seconds, and the 2 breaths were delivered 3 times. 
The breath count showed no difference between no-feedback and with feedback rescuers, as 
both participants delivered exactly the required 5 initial breaths.  For the mean count of 2 
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breaths during compressions, the no-feedback BLS rescuer was 3.33 times, and the feedback 
rescuer was exactly 2 breaths. 
 
 
Figure 3-30: No-feedback and feedback groups’ CPR performance – 5-initial breaths and 2-
breaths during compressions count and time spent delivering each set of rescue breaths. 
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3.17. Summary  
The Material and Methods chapter discussed the device design and working principles, sensor 
validation, participant details, baseline study results, performance feedback program details, 
data analysis method using Matlab and sample data analysis.  The following Results chapter 
compares the performance of ‘BLS and lay’ rescuers in simulated CPR performance on an 
infant manikin and quality measures, such as compression depth, compression release force, 
compression rate and duty cycle are compared with evidence-based quality targets.  In addition, 
rescue breath counts are analysed with and without the feedback system.  This research en-
countered the fundamental problem with the current method for measuring the compression 
duty cycle.  Therefore, this research proposed a new technique for measuring duty cycle, which 
is presented in the following result chapter in detail. 
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4. RESULTS 
Chapter 4 is structured into four sections to describe the participants’ performance with and 
without feedback assistance during the simulated CPR performance on an infant manikin. The 
structure of this chapter is specified in the following table. 
 
Structure of results chapter 
Section 4.1 and 4.3 BLS rescuers performance 
All 4-key measure performance with and without 
feedback assistance and overall compression per-
formance quality.  
Section 4.4 and 4.6 Lay rescuers performance 
All 4-key measure performance with and without 
feedback assistance and overall compression per-
formance quality. 
Section 4.7 
Rescue breath and compression 
count during breath performance  
Compared BLS and lay rescuers performance 
without and with feedback assistance individu-
ally.  
Section 4.8 
New technique for measuring 
the compression DC 
Example duty cycle calculations and BLS and 
lay rescuers performance without and with feed-
back assistance are detailed in 4.8.3-4.8.6.    
 
4.1. Introduction: BLS rescuers 
The performance of BLS rescuers in simulated CPR performance on an infant training manikin 
and quality measures are shown against current guidelines-based CPR quality targets in Figure 
4-1.  Performances were separated into three groups.  The first performance consisted of com-
pression only for a period of 1-minute.  The second consisted of 5-initial rescue breaths through 
an air flow sensor and continuous compressions on the training manikin for a period of 1-
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minute.  The final performance consisted of 5-initial breaths through the air flow sensor and 
repeated cycles 15-compressions and 2-breaths for a period of 1-minute. BLS rescuers’ CPR 
performance was compared with and without the CPR performance feedback program; CPR 
performance feedback was intended to assist the rescuer in maintaining compression depth, 
compression rate, release force, and compression duty cycle against current quality target 
ranges (Figure 4-1:4-4).  
The following key variables were compared between the no-feedback and feedback group CPR 
performances. The details are as follows: 
Stage 1:  compression only vs 5-initial compressions 
✓ Including compression depth, release forces, compression rates, and compres-
sion duty cycle in current quality target range for both groups, compared with 
international recommended guidelines. 
Stage 2: Initial 5-breaths and initial 5-continuous compressions 
✓ Including compression depth, release forces, compression rates, and compres-
sion duty cycle in current quality target range for both groups, compared with 
international recommended guidelines. 
✓ Rescue breath count and consumed time for delivering 5-initial breaths were 
compared between groups.  
Stage 3: Initial 5 rescue breaths, initial 5-compressions, and 2-rescue breaths 
✓ Including compression depth, release forces, compression rates, and compres-
sion duty cycle in current quality target range for both groups, compared with 
international recommended guidelines. 
✓ Number of compressions performed after each 2-rescue breath. 
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✓ Rescue breath count and consumed time for delivering 5-initial breaths and 2-
rescue breaths between compressions were compared between groups.  
4.2. BLS Rescuers CPR simulated performances quality measures and quality indi-
ces between the no-feedback and feedback groups for two-thumb technique 
BLS rescuers’ simulated CPR performance on an infant manikin and their quality measures are 
illustrated against current guidelines-based quality targets for iCPR in Figure 4-1:4.4.  The 
simulated CPR performance group, with performance feedback system, improved compres-
sions when compared with the no-feedback group, achieving improved compression depth tar-
get, release force, compression rate, and compression duty cycle.  In addition, feedback also 
reduced the deep-compression depth and under-compression depths, excessive and sluggish 
compression rates, prolonged compression duty cycles, and reduced advanced compression 
prior to complete release. Detailed data analysis and results are presented in Appendix A.15.  
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4.2.1. Compression depth achieved by BLS rescuers without and with feedback 
 
 Figure 4-1: Illustration of compression depths achieved by BLS rescuers without and with 
feedback by the two-thumb (TT) technique.  Current evidence-based correct compression depth 
quality target for this study is 35–43mm.  
Continuous compressions only:  the target compression depth (35–43mm) quality index was 
38.1% for the no-feedback group and 85.4% for the feedback group (Figure 4-1).  The perfor-
mance feedback program improved the quality index by 47.3%.  The no-feedback group’s un-
der-compression quality index (<35mm) was 38.3%, while this measurement was only 12.8% 
for the feedback group.  The feedback program significantly reduced under-compressions by 
25.5%.  Over-compression (>43mm), also called the thoracic injury index, was 23.7% in the 
no-feedback group and only 1.8% in the feedback group.  Performance feedback significantly 
reduced the thoracic injury index from 23.7% to 1.8%, a difference of 21.9%. 
38.2
12.8
36.0
17.2
30.9
16.3
38.1 85.4 43.4 81.4
45.1 80.1
23.7
1.8
20.6
1.4
24.0
3.6
0
20
40
60
80
100
NF F NF F NF F
Continous Chest
Compression only
5 Initial rescue breaths and
CC only
5 Initial rescue breaths and
15:2
C
o
m
p
re
ss
io
n
 d
ep
th
 q
u
a
li
ty
 (
%
)
Compression depth performance-BLS 
rescuers 
Under compression(%) Correct depth (%)
Over compression(%)
NF - No feedback
F - Feedback
  Chapter 4: Results 
   115 
 
Five initial breaths and continuous compressions only:  The target depth quality index of 
the no-feedback group was 43.4%, versus 81.4% for the feedback group (Figure 4-1).  The 
performance feedback improved the quality index by 38%.  The no-feedback group’s under-
compression quality index (<35mm) was 36%, while the feedback groups was only 17.2%.  
The feedback program reduced under-compressions by 18.2%.  In the no-feedback group, over-
compression (>43mm), also called the thoracic injury index, was 20.6%, while in the feedback 
group it was only 1.4%.  Performance feedback significantly reduced the thoracic injury index 
by 19.2%. 
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2):  The 
target depth quality index of the no-feedback group was 45.1%, compared to 80.1% for the 
feedback group (Figure 4-1).  The performance feedback program improved the quality index 
by 35%.  The no-feedback group’s under-compression quality index (<35mm) was 30.9%, 
while the feedback groups was only 16.3%.  The feedback program reduced the under-com-
pressions to 14.6%.  Over-compression (>43mm), also called the thoracic injury index, was 
24% in the non-feedback group only 3.6% in the feedback group.  Performance feedback sig-
nificantly reduced the thoracic injury index by 21.4%.   
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4.2.2.  Release force achieved by BLS rescuers without and with feedback 
 
Figure 4-2: Illustration of release force achieved by BLS rescuers without and with feedback 
by the two-thumb (TT) technique. Current evidence-based correct compression depth quality 
target is <2.5kg.  
Continuous compressions only:  Release force quality index (<2.5 kg) for the no-feedback 
group performance was 45.4%, versus 89.6% for the feedback group (Figure 4-2).  The perfor-
mance feedback improved the quality by 44.2%.  The no-feedback group incomplete release 
force quality was 54.6%.  The feedback group considerably reduced the incomplete release 
force by 10.4%.  
Five initial breaths and continuous compressions only: Release force quality index was 
56.1% for the no-feedback group and 87.1% for the feedback group (Figure 4-2).  Incomplete 
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release force quality index was 43.9 % for the no-feedback group, verses 12.9% for the feed-
back group.  Performance feedback enhanced the quality by 31%.  
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2):  The 
BLS no-feedback group complete release force performance was 58.1%, compared to 77.7% 
for the feedback group (Figure 4-2).  The no-feedback group’s incomplete release force quality 
index was 41.9%, while the no-feedback groups was 22.3%.  Performance feedback improved 
the quality by 19.6%.  
4.2.3.  Compression rate achieved by BLS rescuers without and with feedback 
 
Figure 4-3: Illustration of compression rate achieved by BLS rescuers without and with feed-
back by the two-thumb (TT) technique. Current evidence-based correct compression rate qual-
ity targets (100–120 compression/min).  
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Continuous compressions only:  Significant differences were observed when comparing com-
pression rate for the no-feedback and feedback groups.  The mean compression rate was 
136/minute for the no-feedback group, versus 110/minute for the feedback group (p<0.01).  
The feedback group’s compression rate quality index (100–120 cycles/minute) was 80.5%, 
while the no-feedback group’s quality cycles were 9.3% (Figure 4-3) (p<0.001).  For the no-
feedback group, 66.4% of the cycles were “too fast” (>120 compressions/minute) and 24.3% 
of the cycles were “too slow” (<100/minute).  However, the feedback group’s cycles were “too 
fast” only 4.8% and “too slow” only 14.7%.  
Five initial breaths and continuous compressions only: The BLS no-feedback group’s mean 
compression rate was 135/minute, while the feedback groups were 109/minute (p<0.01).  The 
feedback group’s rate quality index was 80.5%, compared to 10.9% for the no-feedback group 
(p<0.001) (Figure 4-3).  Significant differences were observed when comparing compression 
rate for the no-feedback and feedback groups.  For the no-feedback group, 63.6% of the com-
pression cycles were “too fast” and 25.5% of the cycles were “too slow.  However, the feedback 
group’s cycles were “too fast” only 3.2% and “too slow” only 16.3%. 
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2):  The 
BLS no-feedback group’s mean compression rate was 142/minute, while the feedback groups 
were 107/minute (p<0.0001).  The mean difference between groups was 35.  The no-feedback 
group’s rate quality index was 13.7%, versus 77.6% for the feedback group (p<0.0001) (Figure 
4-3).  Significant differences were observed when comparing compression rates for the no-
feedback and the feedback groups.  For the no-feedback group, 52.7% of the cycles were “too 
fast” and 33.6% were “too slow”.  For the feedback group, only 13.3% of the compression 
cycles were “too fast” and 9.1% were “too slow.” 
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4.2.4.  Compression duty cycle achieved by BLS rescuers without and with feedback 
 
Figure 4-4: Illustration of compression duty cycle achieved by BLS rescuers without and with 
feedback by the two-thumb (TT) technique. Current evidence-based correct compression duty 
cycle quality target is 30-50%.  
Continuous compressions only: The BLS no-feedback group’s mean compression duty cycle 
was 55%, compared to 44.7% for the feedback group.  Mean duty cycles in between groups 
were statistically significant (p<0.0001), with a mean difference of 10.3.  For the no-feedback 
group, the quality compression duty cycles (30–50%) were only 15.5% and prolonged duty 
cycles (>50%) were 84.4%.  The feedback group’s quality compression cycles were 87.4%, 
and prolonged duty cycles were only 12.6% (Figure 4-4). 
Five initial breaths and continuous compressions only: The BLS no-feedback group’s mean 
duty cycle was 56.3%, versus 45.4% for the feedback group. Mean duty cycles between groups 
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were statistically significant (p<0.0001), with a mean difference of 10.9.  For the no-feedback 
group, the quality duty cycles were only 16.4%, and prolonged duty cycles were 83.6%.  The 
feedback group’s quality duty cycles were 85.1% and prolonged duty cycles were only 14.9% 
(Figure 4-4). 
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2):  The 
no-feedback group’s mean compression duty cycle was 55.7%, and the feedback group’s mean 
duty cycle was 46.5%.  Mean duty cycles between the groups were statistically significant 
(p<0.0001), with a mean difference of 9.2.  The quality duty cycles for the non-feedback group 
were only 18.5% and prolonged duty cycles were 81.4%.  In contrast, the feedback group’s 
quality cycles were 79.2%, and prolonged duty cycles were 20.8% (Figure 4-4). 
4.2.5. The overall compression quality indices achieved by no-feedback and feedback 
benefitted BLS rescuer group participants 
The overall compression quality indices achieved by the BLS no-feedback and feedback groups 
benefitted from feedback (Figure 4-5).  The performance feedback program improved overall 
CPR quality by improving the individual CPR quality measures: compression depth, compres-
sion release force, compression rate, and compression duty cycle. 
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Figure 4-5: Overall simulated CPR quality index of the BLS no-feedback and feedback groups. 
Each CPR measure is presented as quality index ± standard deviation. 
Figure 4-5 shows the overall quality of the groups’ simulated CPR performance.  For the ‘con-
tinuous compressions only’ stage, the no-feedback group’s overall performance was 1.7% and 
the feedback group’s overall performance was 64.8%.  In stage 2, ‘5 initial breaths and contin-
uous compressions only’, the no-feedback group’s overall performance was 2.3% and the feed-
back group’s overall performance was 63.9%.  For stage 3, ‘5 initial breaths, then 15 compres-
sions and 2 breaths’, the no-feedback group’s overall performance was 1.9%, compared to 
61.4% for the feedback group’s.  The feedback performance program helped the rescuers to 
achieve the CPR quality targets.  
4.3. Analysis of BLS rescuers’ 5-initial compressions using TT compression tech-
nique, without and with feedback 
Continuous compressions only: Twenty-eight BLS rescuers were recruited for this study, 14 
in the no-feedback group and 14 in the feedback group.  The no-feedback group’s mean depth 
of 5-initial compressions was 41.7mm.  Of 70 initial compressions, only 26 achieved the depth 
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target.  The mean depth of 5-initial compressions for the feedback group was 40.4mm.  Of 70 
initial compressions, 66 achieved the depth target.  The no-feedback group’s mean release force 
of 5-initial compressions was 2.6kg.  Of 70 initial compressions, only 23 achieved complete 
release depth.  The feedback group’s mean release force of 5-initial compressions was 1.3kg.  
Of 70 initial compressions, 68 achieved complete release prior to the next compression.  The 
mean rate of 5-initial compressions for the no-feedback group was 131/minute.  Only 11 of 70 
initial compressions achieved the international guidelines; the remaining 59 were not in range.  
The feedback participants’ 5-initial compressions’ mean rate was 110/minute.  Of 70 initial 
compressions, 65 reached the recommended target range of compression rate.  The mean 5-
initial compressions duty cycle for the no-feedback group was 56%.  Of 70 initial compres-
sions, only 17 duty cycles achieved the recommended range.  In contrast, the feedback group’s 
mean 5-initial compressions duty cycle was 43%.  Of 70 initial compressions, 67 compression 
duty cycles achieved the recommended range.  
 
Five initial breaths and continuous compressions only: The mean 5-initial compressions 
depth was 42.1mm for the no-feedback group.  The compression quality targets were analysed 
after the 5-initial breaths.  Of 70 initial compressions, after ventilation, only 25 achieved the 
depth target.  The mean 5-initial compressions depth for the feedback group was 39.1mm.  Of 
70 initial compressions, after ventilation, 67 achieved the depth target.  The no-feedback 
group’s mean release force of 5-initial compressions was 3.1kg.  Of 70 compressions, only 29 
achieved complete release depth after the 5-initial breaths.  The feedback group’s mean release 
force of 5-initial compressions was 1.1kg.  Of 70 cycles, 66 achieved complete release depth 
prior to the next compression.  The mean rate of 5-initial compressions for the no-feedback 
group was 132/minute.  Only 4 of 70 compressions achieved the international guideline range.  
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After ventilation, the feedback group’s mean rate for 5-initial compressions was 112/minute.  
Of 70 compressions, 62 successfully achieved the target range.  The no-feedback group’s mean 
duty cycle for 5-initial compressions after ventilation was 54.6%.  Of the 70 initial compres-
sions after 5 breaths, only 19 duty cycles achieved the recommended range.  However, the 
feedback groups mean ‘5-initial compression’, duty cycle was 44%.  Of the 70 initial compres-
sions, 66 duty cycles achieved the recommended range. 
 
Five initial breaths, 15 continuous compressions, and 2 breaths:  The mean depth of the 
no-feedback group’s 5-initial compressions was 41.4mm.  After the 5-initial breaths and every 
2 breaths during compressions, the 5-initial compressions quality targets were analysed and 
compared with the recommended target.  The BLS no-feedback group had 59 breath pauses, 
including the 5-initial breaths.  Of 295-initial compressions, after each set of ventilations, only 
119 achieved the depth target.  The mean depth of the BLS feedback group’s 5-initial compres-
sions after each set of ventilation pauses was 40.4mm.  The BLS feedback group had 84 breath 
pauses. Of 420 initial compressions, after each ventilation episode, 404 achieved the target 
depth.  The BLS no-feedback group’s mean release force for 5-initial compressions after each 
set of ventilations was 2.8kg.  Only 118 of 295-initial compressions achieved complete release 
depth after each breath pause.  For the BLS feedback group, the mean release force for 5-initial 
compressions after each set of ventilations was 1.2kg.  Of 420 initial compressions after each 
ventilation episode, 411 achieved complete release prior to the next compression. 
 
The BLS no-feedback group’s mean compression rate of 5-initial compressions after each res-
cue breath pause was 154/minute.  Of 295 compressions after a rescue breath pause, only 56 
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compressions achieved the international recommended target compression rate.  The BLS feed-
back group’s mean rate of 5-initial compressions was 109/minute.  Of 420 compressions, 388 
compressions achieved target.  The BLS no-feedback group’s mean duty cycle for the 5-initial 
compressions after each ventilation was 54.7%.  Only 92 duty cycles achieved the recom-
mended target range, out of 295 after each set of ventilations.  The corresponding mean duty 
cycle for the feedback group was 44%.  In total, 84 breath pauses including the 5-initial breaths, 
420 compression cycles were compared with the recommended target.  Of these, 410 initial 
compressions achieved the target compression duty cycle range.  
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4.4. Introduction: lay rescuers 
The simulated CPR performance of lay rescuers on an infant training manikin and quality 
measures are shown against current guidelines-based CPR quality targets in Figure 4-9.  The 
performances were separated into three stages:  continuous compression only for a period of 1 
minute; 5-initial breaths through an air flow sensor and continuous compressions on the train-
ing manikin for a period of 1 minute; and 5-initial breaths through the air flow sensor followed 
by repeated cycles of 15 compressions and 2 breaths.  CPR performance was compared with 
and without the CPR performance feedback program; CPR performance feedback was intended 
to assist the rescuer in maintaining compression depth, compression rate, release force, and 
duty cycle against the current quality target range (Figure 4-9:4-9). 
The following key variables were compared between no-feedback and feedback group CPR 
performances. The details are as follows: 
Stage 1:  compression only vs 5-initial compressions 
✓  Compression depth, release forces, compression rates, and duty cycle in 
current quality target range of both groups, compared with international recom-
mended guidelines. 
 Stage 2: Initial 5-breaths and initial 5-continuous compressions 
✓  Compression depth, release forces, compression rates, and duty cycle in cur-
rent quality target range of both groups, compared with international recom-
mended guidelines. 
✓ Rescue breath count and time consumed for delivering 5-initial breaths com-
pared between groups.  
 Stage 3: Initial 5 rescue breaths, initial 5-compressions, and 2-rescue breaths 
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✓  Compression depth, release forces, compression rates, and duty cycle in cur-
rent quality target range of both groups, compared with international recom-
mended guidelines. 
✓ Number of compressions performed after each 2-rescue breath. 
✓ Rescue breath count and consumed time for delivering 5-initial breaths and 2-
breaths between compressions were compared between groups.  
4.5. Lay rescuer overall simulated CPR performance quality measures against cur-
rent guidelines-based CPR quality targets 
The quality measures of lay rescuers’ simulated CPR performance on an infant manikin are 
illustrated against current guidelines-based quality targets for iCPR in Figure 4-6:4-9.  The 
simulated CPR performance group with performance feedback benefitted from enhanced 
compression quality targets of compression depth, release force, compression rate, and com-
pression duty cycle when compared with the no-feedback group.  In addition, feedback re-
duced the deep-compression depth and under-compression depths, excessive and sluggish 
compression rates, prolonged compression duty cycles, and reduced advanced compression 
prior to complete release. Detailed data analysis and results are presented in Appendix A.17.  
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4.5.1. Compression depth achieved by lay rescuers without and with feedback 
 
Figure 4-6: Illustration of compression depths achieved by lay rescuers without and with feed-
back by the two-thumb (TT) technique.  Current evidence-based correct compression depth 
quality target for this study is 35–43mm.  
Continuous compressions only: The target compression depth (35–43mm) quality index of 
the no-feedback group was 42.3%, compared to 88% for the feedback group (p<0.001) (Figure 
4-6).  The performance feedback program improved the quality index by 45.7% – statistically 
extremely significant.  The no-feedback group’s under-compression quality index (<35mm) 
was 37.5%, versus 9.7% for the feedback group.  The performance feedback program signifi-
cantly reduced under-compressions to 27.8%.  The over-compression rate, also called the tho-
racic injury index, was 20.2% for the no-feedback group, but only 2.3% for the feedback group.  
Performance feedback significantly reduced the thoracic injury cycles index from 20.2% to 
2.3%, a difference of 17.9%.  
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Five initial breaths and continuous compressions only: The correct compression depth qual-
ity index for the no-feedback group was 39%, compared with 91.7% for the feedback group 
(p<0.0001); extremely statistically significant (Figure 4-6). The performance feedback pro-
gram improved the quality index by 52.7%.  The under-compression quality index was 41% 
for the no-feedback group but only 5.7% for the feedback group (p<0.0001).  The feedback 
program significantly reduced under-compression by 35.3%.  The rate of over-compression 
was 20% for the no-feedback group but only 2.6% for the feedback group (p<0.0001).  Perfor-
mance feedback significantly reduced the thoracic injury compression cycle index from 20% 
to 2.6%, a change of 17.4%.  
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2): The 
target depth quality index of the no-feedback group was 36.8%, versus 84.9% for the feedback 
group (p<0.001) — highly statistically significant (Figure 4-6).  The performance feedback 
program improved the quality index by 48.1%.  The no-feedback group’s under-compression 
quality index was 39.9%, compared to only 10.1% for the feedback group (p<0.0001).  The 
performance feedback program significantly reduced under-compressions to 29.8%.  Over-
compressions, also called the thoracic injury index, were 23.3% for the no-feedback group but 
only 5% for the feedback group (p<0.0001).  The performance feedback significantly reduced 
the thoracic injury index from 23.3% to 5%, an 18.3% improvement. 
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4.5.2.  Release force achieved by lay rescuers without and with feedback 
 
Figure 4-7: Illustration of release force achieved by lay rescuers without and with feedback by 
the two-thumb (TT) technique. Current evidence-based correct compression depth quality tar-
get is <2.5kg.  
Continuous compressions only: Release force quality index (<2.5 kg) for the no-feedback 
group performance was only 20.1%, compared to 74.9% for the feedback group (p<0.01) – 
highly statistically significant (Figure 4-7).  The performance feedback improved the quality 
by 54.8%.  The no-feedback group incomplete release force quality was 79.9%.  The feedback 
group considerably reduced the incomplete release force by 25.1%. 
Five initial breaths and continuous compressions only: Release force quality index was only 
32.1% for the no-feedback group and 73% for the feedback group (p<0.05) (Figure 4-7).  The 
performance feedback program improved the quality by 40.9%.  Incomplete release force qual-
ity index was 67.9% for the no-feedback group, verses 27% for the feedback group. 
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Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2): Release 
force quality index for the no-feedback group performance was only 28.6%, versus 80.9% for 
the feedback group (p<0.01) (Figure 4-7).  The performance feedback program significantly 
improved the quality by 52.3%.  The no-feedback group’s incomplete release force quality 
index was 71.4%, compared to only 19.1% for the feedback group.  
4.5.3.  Compression rate achieved by lay rescuers without and with feedback 
 
Figure 4-8: Illustration of compression rate achieved by lay rescuers without and with feed-
back by the two-thumb (TT) technique. Current evidence-based correct compression rate qual-
ity targets (100–120 compression/min).  
Continuous compressions only: The mean compression for the lay no-feedback group was 
101 cycles/minute, compared to the feedback group’s rate of 107/minute.  No significant dif-
ference was observed when comparing compression rates for both groups.  The no-feedback 
group’s compression rate quality (100–120 cycles/minute) was only 12.2%; the feedback 
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groups was 75.2% (p<0.01), which are statistically significant (Figure 4-8).  For the no-feed-
back group, 42% of the compression cycles were “too fast” (>120/minute) and 45.8% of the 
compression cycles were “too slow” (<100/minute).  In contrast, the feedback group’s com-
pression cycles were “too fast” only 23.3% and “too slow” only 1.5%. 
Five initial breaths and continuous compressions only: The lay no-feedback group’s mean 
compression rate was 106/minute, while the feedback groups were 107/minute — no signifi-
cant differences were observed when comparing the mean rate for both groups.  The no-feed-
back compression rate quality was only 13%, versus and the feedback group’s rate of 77% 
(p<0.01) (Figure 4-8) — statistically highly significant.  For the no-feedback group of rescuers, 
47% of the compression cycles were “too fast” and 40% of the compression cycles were “too 
slow.  In contrast, the feedback group’s compression cycles were “too fast” only 18.5% and 
“too slow” only 4.5%.   
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2): The lay 
no-feedback group’s mean compression rate was 98/minute, while the feedback group’s rate 
was 105/minute.  No significant difference was observed when comparing rates for the no-
feedback and feedback groups.  The no-feedback group’s compression rate quality was only 
11.6%, compared to the feedback group’s rate of 81% (p<0.001) — high significant difference 
was observed. (Figure 4-8).  For the no-feedback group of lay rescuers, 45.4% of the cycles 
were “too fast” and 43% of the cycles were “too slow”.  In contrast, the feedback group rescu-
ers’ cycles were “too fast” only 12% and “too slow” only 7%.   
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4.5.4.  Compression duty cycle achieved by lay rescuers without and with feedback 
 
Figure 4-9: Illustration of compression duty cycle achieved by lay rescuers without and with 
feedback by the two-thumb (TT) technique.  Current evidence-based correct compression duty 
cycle quality target is 30-50%.  
Continuous compressions only: The lay no-feedback group’s mean compression duty cycle 
was 73%, compared to 60% for the feedback group.  Mean duty cycles between groups were 
statistically significant (p<0.0001); still the feedback group performance was not improved 
significantly.  The quality compression duty cycles (30–50%) for the no-feedback group were 
only 16.1%, and prolonged duty cycles (>50%) were 83.9%.  The feedback group’s quality of 
compression duty cycles was 36.8%, and prolonged duty cycles were 63.1% (Figure 4-9). 
Five initial breaths and continuous compressions only: The lay no-feedback group’s mean 
compression duty cycle was 72%, and the feedback groups was 60%.  The difference in mean 
duty cycles between groups was statistically significant (p<0.0001). However, the feedback 
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group performances have not achieved the recommended target.  For the no-feedback group, 
the duty cycles were only 12.8%, and prolonged duty cycles were 87.2%.  The feedback 
group’s compression duty cycles were 34.7% (Figure 4-9), and prolonged duty cycles were 
65.3%. 
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2): The lay 
no-feedback group’s mean compression duty cycle was 69%, versus 59% for the feedback 
group.  Mean compression duty cycles between groups were statistically significant 
(p<0.0001); however, the feedback group performances have not achieved the recommended 
target.  The quality duty cycles were only 22% for the no-feedback group, and the prolonged 
duty cycles was 78%.  The feedback group’s quality cycles index was 40.8% (Figure 4-9), and 
prolonged duty cycles were 59.1%. 
4.5.5. Overall compression quality indices achieved by no-feedback group lay rescuers 
and feedback-benefitted lay rescuer group participants 
The overall compression quality indices achieved by no-feedback group of lay rescuers and 
feedback group lay rescuers are shown in Figure 4-10.  The performance feedback program 
improved the rescuers’ overall CPR quality by improving individual CPR quality measures 
such as compression depth, release force, and compression rate.  Lay rescuers’ duty cycle per-
formance is still not improved.  
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Figure 4-10: Overall simulated CPR quality index of no-feedback group lay rescuers vs. feed-
back group lay rescuers. Each CPR measure is presented as quality index ± standard deviation. 
The overall CPR quality indices achieved by the no-feedback and feedback groups are illus-
trated in Figure 4-10.  For the overall quality index of compression-only CPR without rescue 
breath, the no-feedback group achieved only 2.2%.  In contrast, the feedback group achieved 
25.9%.  For stage 2 (5-initial breaths and compression only), the no-feedback group’ overall 
CPR performance quality index was only 1.3%, while feedback group’s overall CPR quality 
index was 24.6%.  In stage 3 (5-initial rescue breaths followed by 15 compressions and 2 rescue 
breath), the no-feedback group’s overall CPR performance quality index was only 2.4%, versus 
31.2% for the feedback group.  The feedback performance program helped the lay rescuers to 
achieve the high-quality compression depth, release depth and compression rate targets and 
marginally for the compression duty cycle.   
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4.6. Analysis of lay rescuer’s 5-initial compressions using the TT technique, without 
and with feedback 
Continuous compressions: The rescuers without feedback achieved a mean 5-initial compres-
sions depth of 39.8mm.  Of 95-initial compressions, only 33 achieved the compression depth 
target.  The lay rescuers with feedback achieved a mean 5-initial compressions depth of 
40.6mm.  Of 95-initial compressions, 83 achieved the depth target.  The no-feedback group’s 
mean release force of 5-initial compressions was 3.90kg.  Only 22 or 95-initial compressions 
achieved complete release depth.  Rescuers with feedback achieved a mean release force of 
1.37kg for 5-initial compressions.  Of 95-initial compressions, 86 achieved complete release 
prior to the next compression. 
The no-feedback lay groups mean rate for 5-initial compressions was 91/minute.  Only 8 of 95-
initial compressions achieved the international guidelines; the remaining compressions were 
not in range.  In contrast, the feedback group achieved a mean range of 110/minute for 5-initial 
compressions.  Of 95-initial compressions, 88 were in recommended target range of compres-
sion rate.  The mean duty cycle of 5-initial compressions was 74.5% for the no-feedback group.  
Of 95-initial compressions, only 8 achieved the recommended range.  The feedback group’s 5-
initial compressions mean duty cycle was 52.5%.  Of 95-initial compressions, only 53 achieved 
the recommended range.  
Five initial breaths and continuous compressions: The no-feedback group of rescuers 
achieved a mean depth of 40.9mm for 5-initial compressions.  The 5-initial compressions qual-
ity targets were analysed after the 5-initial breaths; of 95-initial compressions after ventilation, 
only 32 achieved the depth target.  In contrast, while the feedback group’s mean depth for 5-
initial compressions was similar, at 40.7mm, 92 of 95-initial compressions after ventilation 
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achieved the depth target.  The no-feedback group’s mean release force for 5-initial compres-
sions was 4.20kg.  Only 20 of 95 compressions achieved complete release depth the 5-initial 
breaths.  The feedback group’s mean release force of 5-initial compressions was 1.35kg. Of 
95-initial compression cycles, 87 achieved complete release depth prior to the next compres-
sion.  The no-feedback group participants ‘5-initial compressions’ mean rate was 105/minute.  
Out of the 95-initial compressions, only 11 achieved the international guidelines range.  At the 
same time, feedback group participants after the ventilation the ‘5-initial compressions’ mean 
rate was 110/minute.  Out of the 95-initial compressions, 91 successfully achieved the target 
range.  The no-feedback group’s mean duty cycle for 5-initial compressions after ventilation 
was 71.1%.  Of the 95-initial compressions after 5 breaths, only 10 compression duty cycles 
achieved the recommended range.  The feedback group’s corresponding mean duty cycle was 
50.6%.  Of the 95-initial compressions, 55 achieved the recommended range. 
Five initial breaths, 15 continuous compressions, 2 breaths: The no-feedback group’s mean 
depth for 5-initial compressions was 40.5mm.  Compressions administered after the 5-initial 
breaths and after every 2 rescue breaths were analysed and compared with the recommended 
targets.  The no-feedback group produced 74 breath pauses, including the 5-initial rescue 
breaths.  Of 370 initial compressions after each set of ventilations only 113 achieved the depth 
target.  In contrast, the feedback lay group’s mean 5-initial compression depth after each set of 
ventilation pauses was 41.1mm.  The feedback group produced 106 breath pauses. Of 530 ini-
tial compressions after ventilation episodes, 454 achieved the target depth.  
The no-feedback group’s mean release force for 5-initial compressions after each set of venti-
lation pauses was 4.1kg.  Only 51 of 370 initial compressions achieved complete release depth 
after each breath pause.  In comparison, the feedback lay group’s mean release force was 
1.54kg.  Of 530 initial compressions after ventilation episodes, 469 achieved complete release 
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prior to the next compression.  The no-feedback lay group’s mean compression rate for 5-initial 
compressions after each breath pause was 115.9/minute.  Only 24 of 370 initial compressions 
achieved the international recommended target compression rate after each rescue breath 
pause.  The feedback group’s mean rate of 5-initial compressions was 112.1/minute.  Of the 
530 initial compressions, 462 achieved the target range.  The mean duty cycle of 5-initial com-
pressions after each ventilation pause was 70.1% for the no-feedback group.  Of 370 initial 
compressions after each set of ventilations, only 21 duty cycles achieved the recommended 
target range.  The feedback group’s mean duty cycle for 5-initial compressions after every set 
of ventilation pauses was 51.9%.  In total, this group had 106 rescue breath pauses, including 
the 5-initial rescue breaths, out of 530 compression cycles when compared with the recom-
mended target.  Of 530 initial compressions, only 273 achieved the target compression duty 
cycle range. 
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4.7. Rescue breath performance without and with feedback system  
4.7.1. Comparison of BLS rescuers’ rescue breath performance without and with feed-
back group: 5 initial breaths  
Performances by 5-initial breaths by BLS rescuers, both with and without feedback, were se-
lected to compare breath count against time.  For the no-feedback group, the mean value for 
delivering 5-initial rescue breaths was 4.9 seconds, followed by 3.2 seconds to start compres-
sions.  In total, the no-feedback participants took 8.1 seconds to deliver 5-initial breaths prior 
to starting continuous compressions.  In contrast, the BLS group with feedback spent only 3.9 
seconds providing the 5-initial rescue breaths and took only 1.4 seconds to start compressions.  
In total, feedback participants took 5.3 seconds to deliver the 5-initial breaths. Mean time for 
delivering 5-initial breaths between the groups was statistically extremely significant 
(p<0.001), with a mean difference of 2.  The target breath count prior to starting continuous 
compressions was 5.  The no-feedback group’s mean breath count was 3.5, compared to the 
feedback group’s mean breath count of 4.9.  Mean count for delivering the target 5-initial 
breaths between the groups was considered as very statistically significant (p<0.01).  
4.7.2. Rescue breath pauses during continues compression   
All BLS rescuers were asked to perform 5-initial breaths and continuous compressions for a 
period of one minute, such that the target breath pauses during continuous compressions was 
1.  The no-feedback group’s mean breath pause count was 0.88, and feedback group’s breath 
pause count was exactly 1.  The mean difference between the groups was 0.12 (p=0.13).  No 
significant difference was observed between the groups’ breath counts. 
  Chapter 4: Results 
   139 
 
4.7.3. Comparison of BLS rescuers’ breath performance without and with feedback: 5 
initial breaths, then 2 breaths during continuous compressions  
The performance of BLS rescuers during 5-initial rescue breaths and 2 breaths after every 15 
compressions, both with and without feedback, was selected to compare breath count against 
time.   The no-feedback group took 5.6 seconds to deliver the 5-initial breaths and 3.2 seconds 
to start the 15 continuous compressions.  In total, the BLS no-feedback group took 8.8 seconds 
to deliver the 5-initial rescue breaths prior to the start of compressions.  This group’s mean 
time to deliver 2 rescue breaths during compressions was 2.4 seconds.  The feedback group 
participants spent only 3.8 seconds delivering the 5-initial breaths and only 1.2 second to start 
15 continuous compressions.  In total, CPR feedback participants took 5 seconds to deliver the 
5-initial rescue breaths.  The mean time taken to deliver 2 rescue breaths during compressions 
was 1.9 seconds for the feedback group. 
The breath count between the no-feedback and feedback groups was a mean count of 5-initial 
rescue breaths.  The no-feedback group delivered 3.6 breaths, while the feedback group deliv-
ered 4.9.  The mean count of 2 rescue breaths during compressions was 1.8 for the no-feedback 
group and 2 for the feedback group.  Mean time for deliver 5-initial breaths and 2-breaths 
during compressions, between groups was extremely statistically significant (p<0.0001). 
4.7.4. Rescue breath pauses during continues compression   
Mean breath pauses were 4.2 for the no-feedback group and 6.1 for the feedback group. Mean 
difference between the groups was 1.9 (p<0.001).  This difference is considered statistically 
significant between the groups.  
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4.7.5. Compression count during 15:2 
The target compression count after the 5-initial breaths was 15 between each set of 2-breaths.  
For the BLS participants with no feedback, the mean compression count between each 2-breath 
interval was 23.  The corresponding count for the feedback group was 15. Mean compression 
count between breaths are considered as statistically significant (p<0.05). 
4.7.6. Comparison of lay rescuers’ breath performance: 5 initial breaths, no-feedback 
and feedback 
Lay rescuers’ performance of 5-initial breaths, both with and without feedback, were selected 
to compare breath count against time.  The no-feedback took 4.6 seconds to administer the 5-
initial breaths and 3.6 seconds to start compressions.  In total, the no-feedback lay group took 
8.2 seconds to deliver the 5-initial breaths prior to starting continuous compressions.  In con-
trast, the feedback group took only 3.4 seconds to provide 5-initial rescue breaths and only 1.7 
second to start compressions.  In total, the feedback group took 5.1 seconds to deliver the 5-
initial breaths.   
The target breath count prior to starting continuous compression was 5.  The no-feedback 
group’s mean breath count was 3.3, while the feedback group’s count was 4.8.  Mean count for 
delivering 5-initial breaths between groups difference is considered to be extremely statistically 
significant (p<0.0001). 
4.7.7. Rescue breath pauses during continues compression   
All rescuers were asked to perform 5-initial breaths and continuous compressions for a period 
of one minute.  The target breath pauses during continuous compressions is 1.  Both group’s 
mean breath pause counts were 1; no significant difference was observed between the groups. 
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4.7.8. Comparison of lay rescuer breath performance: 5 initial breaths, then 2 breaths 
during continuous compressions, with and without feedback. 
The lay rescuers’ performances of both with and without feedback, during 5-initial breaths 
followed by 2 breaths after every 15 compressions were selected to compare the breath count 
against time.  The no-feedback group’s mean time to deliver the 5-initial breaths was 4.6 sec-
onds.  The group took an additional 3.3 seconds to start the 15 continuous compressions, for a 
total of 7.9 seconds spent delivering the 5-initial breaths before beginning compressions.  The 
no-feedback group’s mean time for delivering a 2-breath sequence during compressions was 
3.8 seconds, and mean count of breath pauses was only 3.9.  The feedback group spent just 3.4 
seconds delivering the 5-initial breaths and only 1.5 seconds to start 15 continuous compres-
sions.  In total, the feedback group took only 4.9 seconds to deliver the 5-initial breaths.  The 
mean time for delivering 2 breaths during compressions was 1.8 seconds for the feedback 
group.  The mean count of rescue breath pauses was 5.6.  Mean time for delivering 5-initial 
breaths between groups difference is considered to be extremely statistically significant 
(p<0.0001). 
The breath count for both groups was a mean of 5-initial rescue breaths.  The no-feedback 
group delivered only 3.1 breaths, while the feedback group delivered 4.78 (p<0.01).  The mean 
count for 2 breaths during compressions was 1.7 for the no-feedback group and 1.9 for the 
feedback group.  Mean 5-initial breath count between groups consider as very statistically sig-
nificant and mean 2-breaths count during compressions between groups considered to be not 
quite statistically significant. 
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4.7.9. Rescue breath pauses during continuous compression   
Mean breath pauses were 3.9 times for the no-feedback lay group and 5.6 times for the feedback 
group.  Mean breath count between groups was statistically significant (p<0.01), with a differ-
ence of 1.7. The overall compression quality indices achieved by the no-feedback group lay 
rescuers and feedback benefitted rescuer group participants. 
4.7.10. Compression count during 15:2 
The target compression count after the 5-initial rescue breaths was 15 between each 2-breath 
sequence.  The no-feedback group lay participant’s mean compression count for each 2-breath 
interval was 26.2, compared to the feedback participant’s count of 15.2.  Mean compression 
count between breaths are considered as very statistically significant (p<0.001). 
4.7.11. Confined rescue breath results 
4.7.11.1. BLS rescuers 
 
Stage 2: Unassisted BLS rescuers took 8.1 seconds to deliver 5-initial breaths prior to starting 
the compressions, which is 62% higher than the guidelines recommended target time.  In con-
trast, the feedback BLS group rescuers took only 5.3 seconds to deliver 5-initial breaths, which 
is only 6% higher than the target time.  Unassisted BLS rescuers delivered 30% fewer breaths 
than recommended and the feedback group only 2% fewer than recommended during the 5-
initial breaths phase—complying with the guidelines recommended target count.   
Stage 3: Unassisted BLS rescuers took 8.8 seconds to deliver 5-initial breaths prior to starting 
the compressions and 2.4 seconds for delivering the 2 rescue breaths during compressions, 
which is 76% and 20% higher than the guidelines recommended target time.  The feedback 
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participants took 5 seconds to deliver the 5-initial rescue breaths and 1.9 seconds for delivering 
the 2 rescue breaths, which is 0% and 5% quicker than the guidelines recommended target 
time; comply with the guidelines recommended time.  Unassisted BLS rescuers delivered 29% 
fewer breaths than recommended during 5-initial rescue breaths phase and 10% fewer than the 
recommended count during 2-rescue breath phase.  The feedback group delivered only 2% 
fewer than recommended during the 5-initial breaths phase—complying with the guidelines 
recommended target count.   
4.7.11.2. Lay rescuers 
Stage 2: Unassisted lay rescuers took 8.2 seconds to deliver 5-initial breaths prior to starting 
the compressions, which is 64% higher than the guidelines recommended target time.  In con-
trast, the feedback lay group rescuers took only 5.1 seconds to deliver 5-initial breaths, which 
is only 2% slower than the target time.  Unassisted lay rescuers delivered 34% fewer breaths 
than recommended and the feedback group only 3% fewer than recommended during the 5-
initial breaths phase—complying with the guidelines recommended target count.   
Stage 3: Unassisted lay rescuers took 7.9 seconds to deliver 5-initial breaths prior to starting 
the compressions and 3.8 seconds for delivering the 2 rescue breaths during compressions, 
which is 58% and 90% higher than the guidelines recommended target time.  The feedback 
participants took 4.9 seconds to deliver the 5-initial rescue breaths and 1.8 seconds for deliv-
ering the 2 rescue breaths, which is 2% and 10% quicker than the guidelines recommended 
target time—complying with the guidelines recommended time.  Unassisted lay rescuers de-
livered 38% fewer breaths than recommended during 5-initial rescue breaths phase and 15% 
fewer than the recommended count during 2-rescue breath phase.  The feedback group deliv-
ered only 6% fewer than recommended during the 5-initial breaths phase and 5% fewer breaths 
during 2-breaths phase—complying with the guidelines recommended target count.   
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4.8.  New technique for measuring the compression duty cycle 
Compression duty cycle is the amount of time a patient’s chest is in an active compression 
phase.  The current International Liaison Committee on Resuscitation (ILCOR) and interna-
tionally accepted guidelines has adapted the uniform reporting of measured CPR qualities.  
Duty cycles are typically calculated by dividing the area under a deflection curve by the product 
of the compression depth and the time of each compression cycle [130].  There is a fundamental 
problem with the current method for calculating the duty cycle, as there is no difference be-
tween the result of a “good” actual compression cycle and a “really bad” mirror image of the 
actual compression cycle.  The ILCOR-recommended formula (equation-2) for calculating 
duty cycle is as follows: 
𝐷𝐶 =
𝐴
𝐶𝐷 × 𝑇
      − − − − − −2                          
 
Where, DC = duty cycle, A = area, CD = compression depth, and T = time. 
4.8.1. Example duty cycle calculation of single actual compression cycle and mirror im-
age of the actual compression cycle based on ILCOR method. 
The single actual compression cycle (Figure 4-11) was obtained from a rescuer’s simulated 
CPR performance.  The compression duty cycle was calculated by the ILCOR-recommended 
method. 
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Figure 4-11: The single actual compression cycle. 
 
 Figure 4-12: The mirror image of single actual the compression cycle. 
4.8.1.1.Duty cycle calculations: ILCOR method 
 
Actual compression cycle Mirror image of actual compression cycle
Area under the curve 12.325 12.325
Total time 0.585 0.585
Compression depth 47 47
Duty cycle/% 44.8% 44.8%
Table 4-1: Compression duty cycle result comparison-ILCOR method
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The compression duty cycle was calculated using the ILCOR internationally adopted uniform 
method (Table 4-1).  The area under the compression curve, the total time spent to perform a 
complete compression cycle and achieve peak compression depth measures were used to cal-
culate the compression duty cycle according to ILCOR guidelines.  The compression duty cycle 
of an actual compression cycle and the mirror image of the actual compression cycle produced 
a value of 44.8%.  There is no difference between them, the implication being that one cannot 
discriminate between a “good” duty cycle and a “bad” duty cycle using the ILCOR method.  
4.8.2. Duty cycle calculations: new method  
The proposed new method for calculating the compression duty cycle is based on cycle time 
rather than the area under the compression curve.  The areas under the compression curve and 
compression depth details are not required.  The compression cycle starting time, peak com-
pression depth, achieved time and cycle complete release force, achieved time are the details 
only required for calculating compression duty cycle (equation-3).  
Figure 4-13: Model compression cycle with calculation points. A: Compression start time, B: 
Peak compression depth achieved time, and C:  decompression time.  
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𝐷𝐶 =
(𝐶𝑜𝑚𝑝𝑟𝑒𝑠𝑠𝑖𝑜𝑛 𝑑𝑒𝑝𝑡ℎ 𝑎𝑐ℎ𝑖𝑒𝑣𝑒𝑑 𝑡𝑖𝑚𝑒 (𝐵) − 𝐶𝑜𝑚𝑝𝑟𝑒𝑠𝑠𝑖𝑜𝑛 𝑠𝑡𝑎𝑟𝑡𝑖𝑛𝑔 𝑡𝑖𝑚𝑒 (𝐴)
𝑇𝑜𝑡𝑎𝑙 𝑡𝑖𝑚𝑒 (𝐶 − 𝐴)
− −3 
Where DC = duty cycle, A = compression starting time, B = compression depth time, and C - 
decompression time.  
Compression starting time (A) = 0.0 seconds; compression depth achieved time (B) = 0.248 
seconds; decompression time (C) = 0.48 seconds; total time of complete compression cycle (C-
A) = 0.48 seconds; Duty cycle (%) = (0.48-0.0)/0.48=50%, 
Whereas, the model compression duty cycle based on ILCOR-method calculations are as fol-
lows: Area under the curve (A) = 7.2; total time = 0.48 seconds; peak compression depth = 
30mm; DC = 7.2 / (30 x 0.488) = 0.491 =49%. 
At this stage, no obvious differences were observed. The new method-based compression duty 
cycle was 50%, and ILCOR-based compression duty cycle was 49%.  
Figure 4-14: Model compression cycle: prolonged compression with calculations points. A = 
Compression begin time, B = Peak compression depth achieved time, and C = decompression 
time.  
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Compression duty cycle calculations based on the new method are as follows: 
Compression starting time (A) = 0.0 seconds; compression depth achieved time (B) = 0.328 
seconds; decompression time (C) = 0.48 seconds; total time of complete compression cycle (C-
A) = 0.48 seconds; duty cycle (%) = (0.328-0.0)/0.48 = 0.683 = 68.3% 
Whereas the model compression cycle based on ILCOR-method calculations are as follows: 
Area under the curve (A) = 7.0512; total time = 0.48 seconds; peak compression depth = 30mm; 
DC = 7.0512 / (30 x 0.48) = 0.4896 = 49%. 
An immense difference was observed at this stage.  The new method-based compression duty 
cycle result was 68.3%, versus a compression duty cycle result of 49% using the ILCOR 
method.  The ILCOR guidelines-based measurement technique produced the exact same duty 
cycle results for the model compression cycle and the model prolonged compression cycle.  No 
differences were observed in the ILCOR-guided compression duty cycle calculation method as 
long as the time and peak compression depths were the same.  
4.8.2.1.Duty cycle calculations: new method 
 
The compression duty cycle was calculated using the new method (Table 4-2).  The 
compression starting time, peak compression depth achieved time, decompression time, and 
total consumed time for a full compression cycle were taken into account in calculating the 
Actual compression cycle Mirror image of actual compression cycle
Compression starting time 0 0
Peak compression depth time 0.165 0.42
Decompression time 0.585 0.585
Total time 0.585 0.585
Duty cycle/% 28.2% 71.8%
Table 4-2: Compression duty cycle result comparison-New method
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compression duty cycle using the new method.  The actual compression cycle (Figure 4-12) 
was 28.2%, and its mirror image (Figure 4-12) was 71.8%.  With the new method, there is a 
substantial difference in duty cycle results between the actual compression duty cycle and its 
mirror image.  
4.8.3.  Compression duty cycle achieved by BLS rescuers without and with feedback 
using new method 
 
Figure 4-15: Illustration of compression duty cycle achieved by BLS rescuers without and with 
feedback by the two-thumb (TT) technique.  Current evidence-based correct compression duty 
cycle quality target is 30-50%.  
Continuous compressions only: Figure 4-15 shows the results of using the new method to 
calculate BLS rescuers’ performance of the compression duty cycle during simulated CPR.  
Results were calculated for both the no-feedback and feedback groups.  The no-feedback 
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group’s mean compression duty cycle was 47.6%, compared to 44.6% for the feedback group.  
Mean duty cycles between groups were not statistically significant, and the mean difference 
was only 3%.  Quality compression duty cycles (30–50%) were 38.4% and prolonged duty 
cycles (>50%) were 61.6% for the no-feedback group.  The feedback group’s quality compres-
sion cycles were 84.9%, and prolonged duty cycles were only 15.1% — duty cycle quality and 
prolonged duty cycles between groups were extremely statistically significant (p<0.0001).  The 
performance feedback program significantly improved the rescuers’ performance and com-
pression duty cycle target.  
Five initial breaths and continuous compressions only: The BLS no-feedback group’s mean 
compression duty cycle was 47%, versus 44.5% for the feedback group.  The mean duty cycles 
between groups were not statistically significant.  For the no-feedback group, the quality com-
pression duty cycles (30–50%) were 41.5% (Figure 4-15) and the prolonged duty cycles 
(>50%) were 58.5%.  The feedback group’s quality compression cycles were 86.4%, and pro-
longed duty cycles were only 13.6%— duty cycle quality and prolonged duty cycles between 
groups were extremely statistically significant (p<0.0001) (Figure 4-15). 
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2):  The 
BLS no-feedback group’s mean compression duty cycle was 46.2%, compared to 42.5% for 
the feedback group.  Mean duty cycles between groups were not statistically significant.  The 
quality compression duty cycles (30–50%) for the no-feedback group were 32.4%, and pro-
longed duty cycles (>50%) were 67.6%.  The feedback group’s quality compression cycles 
were 84.3%, and prolonged duty cycles were only 15.7% —duty cycle quality and prolonged 
duty cycles between groups were extremely statistically significant (p<0.0001) (Figure 4-15).  
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The performance feedback program significantly improved the rescuers’ performance and 
compression duty cycle target.  The feedback group significantly improved all three CPR qual-
ities (CD, RF and CR) in the current CPR guidelines range and also considerably improved the 
recommended duty cycle target (Figure 4-1:4-3 and 4-15). 
4.8.4. Overall compression quality indices achieved by BLS rescuer groups without and 
with feedback: compression duty cycle measures based on new method 
The overall compression duty cycle for simulated CPR performance was calculated using the 
new method. The overall compression quality indices achieved by the BLS rescuers, both with-
out and with feedback (Figure 4-16).  The performance feedback program significantly im-
proved the overall CPR quality by improving the individual CPR quality measures of compres-
sion depth, compression release force, compression rate, and compression duty cycle.  
Figure 4-16: Overall simulated CPR quality index of BLS rescuers no-feedback group vs. feed-
back group.  Each CPR measure is presented as quality index ± standard deviation.  
Figure 4-16 shows the overall simulated CPR performance qualities of BLS rescuers with and 
without feedback on the infant manikin.  The no-feedback group’s overall CPR performance 
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quality was only 4.7%, versus 71.3% for the feedback group in the continuous compressions-
only.  For stage 2—5-initial rescue breaths and continuous compressions only—the no-feed-
back group’s overall CPR performance was only 6.4%, compared to the feedback group’s 
overall performance of 73.2%.  For stage 3, 5-initial rescue breaths followed by a cycle of 15 
compressions and 2 rescue breaths, the no-feedback group’s overall CPR performance was 
5.2%, while the feedback group’s performance was 67.5%.  The feedback performance pro-
gram helped the BLS rescuers to achieve the CPR quality targets. Detailed data analysis and 
results are presented in Appendix A.16.  
4.8.5. Compression duty cycle achieved by lay rescuers without and with feedback using 
new method 
Figure 4-17: Illustration of compression duty cycle achieved by lay rescuers without and with 
feedback by the two-thumb (TT) technique.  Current evidence-based correct compression duty 
cycle quality target is 30-50%.  
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Continuous compressions only: Figure 4-17 shows the results of calculating the simulated 
CPR compression duty cycle for lay rescuers using the new method.  Both no-feedback and 
feedback groups were evaluated.  The mean compression duty cycle was 53.7% for the lay no-
feedback group, compared to 46% for the feedback group.  The mean duty cycles between 
groups were statistically significant (p<0.001).  The quality compression duty cycles (30–50%) 
were only 42.1% for the no-feedback group (Figure 4-17), and prolonged duty cycles (>50%) 
were 57.9%.  The feedback group’s quality compression cycles were 81.6%, and prolonged 
duty cycles were only 18.4%. —duty cycle quality and prolonged duty cycles between groups 
were extremely statistically significant (p<0.0001).  
Five initial breaths and continuous compressions only: The no-feedback lay group’s mean 
compression duty cycle was 52.9%, compared to 46.5% for the feedback group.  Mean duty 
cycles between the groups were statistically significant (p<0.05).   For the no-feedback group 
the quality compression duty cycles (30–50%) were only 32.7%, and prolonged duty cycles 
(>50%) were 67.3%.  In comparison, the feedback group’s quality compression cycles were 
82.5%, and prolonged duty cycles were only 17.5% —compression duty cycle quality and pro-
longed duty cycles between groups were extremely statistically significant (p<0.0001) (Figure 
4-17).  
Five initial breaths, then 15 continuous compressions and 2 rescue breaths (15:2): 
The lay no-feedback group’s mean compression duty cycle was 52.7%, versus 47% for the 
feedback group.  Mean duty cycles between groups were statistically significant (p<0.05).  The 
quality compression duty cycles (30–50%) were only 37.7% for the non-feedback group, and 
prolonged duty cycles (>50%) were 62.3%.  The feedback group’s quality compression cycles 
were 77.2%, and prolonged duty cycles were only 22.8% (Figure 4-17) —compression duty 
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cycle quality and prolonged duty cycles between groups were extremely statistically significant 
(p<0.0001).  
The performance feedback program significantly improved the rescuers’ performance and 
compression duty cycle target.  The feedback group significantly improved all three CPR qual-
ities (CD, RF and CR) in the current CPR guidelines range and also considerably improved the 
recommended duty cycle target (Figure 4-6:4-8 and figure 4-17).  
4.8.6. Overall compression quality indices achieved by no-feedback and feedback lay 
rescuer groups: compression duty cycle measures based on new method 
Overall simulated CPR performances of the compression duty cycle were calculated using the 
new method.  This calculation evaluated the overall compression quality indices achieved by 
the no-feedback and feedback groups of lay rescuer group participants.  The performance feed-
back program improved overall CPR quality by improving the individual CPR quality 
measures of compression depth, compression release force, compression rate, and compression 
duty cycle.  
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Figure 4-18: Overall simulated CPR quality index of the no-feedback group lay rescuers vs. 
feedback group rescuers.  Each CPR measure is presented as quality index ± standard devia-
tion.  
Figure 4-18 shows the overall simulated CPR performance qualities of lay rescuers, both with 
and without feedback, on the infant manikin.  For stage 1, consisting of continuous compres-
sions only, the no-feedback group’s overall performance quality was 6%, versus 60% for the 
feedback group.  For stage 2, 5-initial rescue breaths and continuous compressions only; the 
no-feedback group’s performance was 3.5%, compared to 61.6% for the feedback group.  For 
stage 3, comprising 5-initial rescue breaths followed by sequences of 15 compressions and 2-
rescue breaths, the no-feedback group’s overall performance was 4.7%, while the feedback 
group’s performance was 61%.  The feedback performance program helped the rescuers to 
achieve the CPR quality targets. Detailed data analysis and results are presented in Appendix 
A.18.  
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5. DISCUSSION  
Paediatric cardiac arrest (CA) patients have both high mortality and high morbidity.  The sur-
vival rate, following a CA episode, is extremely poor [1, 2].  Immediate, early recognition of 
CA and administration of CPR is required to increase the odds of surviving.  The external 
closed compression technique is one of the most crucial elements of CPR, which is the gateway 
to recovering CA victims, both in and out-of-hospital.  CA occurs when the heart stops pump-
ing blood to the brain and other vital organs.  The primary aim of external compression, during 
CA, is to mechanically generate an adequate amount of blood flow and pressure to maintain 
haemodynamic perfusion around the body [1, 3-12].  Present research is  aimed to develop a 
real-time CPR feedback system that would monitor, measure, and if necessary improve the 
quality of compression performance during simulated CPR performance on an infant manikin.  
The following sections deatil the principal findings of a series of investigations, comparing 
these findings against current CPR guidelines and significant literature, and analysing the rel-
evance and prospective impact of this research, both in clinical and educational aspects of CPR.  
This study also considered the quality of ‘5-initial compressions’ after each ventilation pause 
at each stage, both with and without feedback assistance.  The reasoning behind measuring the 
quality of 5-initial compressions is that if these compressions achieve the target, then it is likely 
that subsequent compressions will also be of high quality. 
5.1 Comparison of results with relevant literature 
5.1.1 Chest compression depth 
Compression depth is considered as the most important quality measure during iCPR [13, 14].  
Haemodynamic outcomes are associated with increased arterial pressure, which is achieved by 
deep compression depths in both infant and adult human subjects [4, 9], and greater coronary 
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flow and increased cardiac output in animal subjects [10, 12].  Deeper compression depths, of 
greater than one-half the external AP diameter compression depth, may cause damage to in-
trathoracic organs [15-19].  However, under-compression, also known as shallow compression 
depth during CPR, is reported by recent studies in both adult and infant populations [20-24] 
and during simulated CPR performance on infant manikins [18, 19, 25-27].  As a result of 
thoracic injury and shallow compression depths, current resuscitation guidelines recommend 
that compression depths are at least one-third of the AP chest diameter in all children (i.e., 
approximately 4cm in infants and approximately 5cm in children) [13, 14, 28].  
 
The compression depths achieved in this research study with a more physiological infant man-
ikin were consistent with the literature.  The deep compression depths, under-compression 
depths and current quality compression depth targets were observed in this research.  A more 
physiological manikin (designed by Martin et al. [18]) was used to measure deep compression 
depths during simulated CPR performances.  Consequently, when compared with recent re-
search studies, the compression depths in this research may better represent the quality of com-
pression depths by BLS and lay rescuers during CPR training and in clinical practice. 
 
This study is the first to design and develop a real-time iCPR feedback system and investigate 
the effect of real-time feedback during simulated iCPR, resulting in a significant improvement 
in overall infant compression quality.  The unassisted participants were to perform without 
feedback assistance, while the feedback assisted group participants were provided with perfor-
mance feedback assistance.  Achievement of adequate compression depth is crucial for main-
taining favourable haemodynamic outcomes [4, 9, 10, 12].  The unassisted BLS and lay rescuer 
target compression depth (i.e. 35–43 mm) quality index was <46%.  This poor performance is 
consistent with the previously reported simulated infant CPR studies [18, 25, 27, 29, 30].  This 
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poor performance, delivered by BLS CPR providers, has raised concerns, as this replicates the 
current clinical practices during iCPR both in and out-of-hospital.  However, a lack of under-
standing and self-confidence might provide clarification for why lay providers delivered poor 
performance.  Most of the infant CAs (93%) occurs in private locations [31-34].  Often the lay 
population employ CPR in public places or patient’s houses.  Good bystander CPR is associ-
ated with a shorter CA recovery times.  High-quality bystander’s CPR increases the proportion 
of patients who are discharged from the hospital alive compared to poor bystander CPR or no 
bystander CPR [34].  This study suggests that education and BLS training are essential for 
bystanders prior to performing CPR.  The unassisted group achieved (>20%) deep compres-
sions and (>31%) shallow compressions.  Thus, deep compressions potentially cause iatrogenic 
intrathoracic organ injury through the over-compression of the thorax [4, 15, 17, 35].  Recent 
studies observed that shallow compressions were performed during simulated iCPR on instru-
mented manikins [27, 29, 30, 36].  The shallow compression depth is also consistent with the 
previously reported simulated CPR performance.  The provision of shallow compressions in 
clinical practice would reduce blood flow during iCPR [4, 9, 10, 12]. 
 
The group provided with real-time feedback assistance achieved the recommended target depth 
>80% of the time during TT compressions.  The real-time feedback system “encouraged the 
providers” leading to greater uniformity in the target compression depth range.  Fundamental 
to this improvement in compression depth quality was the real-time feedback monitor display-
ing ‘actual chest deflection traces’ on a laptop screen window.  Further, the window was 
divided into colours, which assisted providers in maintaining in the target range.  The improved 
compression depth quality, achieved with real-time feedback, also reduced the deep compres-
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sion depths (<5%) (over 1/3 of the AP diameter) and shallow compression depths.  This poten-
tially reduced intrathoracic trauma [4, 15, 35] and increased the favourable haemodynamics of 
the heart [9, 10].  The quality of compression depth is the most significant performance indi-
cator of a successful outcome during iCPR [13, 14].  The previous simulated iCPR performance 
investigations of European Paediatric Life Support (EPLS) and/or APLS certified CPR provid-
ers’ - performance compression depth quality index without feedback assistance, achieved only 
20% and with feedback assistance, achieved 99% using TT technique [25].  This result supports 
the current performance of BLS and lay rescuers performance with and without the feedback 
system.  In addition, another study also reported that, when CPR is performed in children, 
rescuers failed to achieve adequate compression depth to develop sufficient blood pressure and 
tissue perfusion [4].  Compression depth quality of BLS and lay rescuers performance against 
currently recommended compression quality standards have never been previously quantified.  
The provision of real-time performance feedback confirms that resuscitators achieve compres-
sion depth quality targets more frequently during simulated iCPR. 
 
This study also considered the ‘depth quality’ of the 5-initial compressions at each stage, with 
and without feedback.  The aim of exploring the initial five-compression depth quality after 
each pause was to investigate whether a compression provider, given a “good start”, could 
continue the quality of compression until the next breath pause.  The BLS and lay unassisted 
group achieved only <45% of the 5-initial target compression depths.  The BLS and lay feed-
back assisted groups achieved >94% and >85% of the target compression depth, respectively.  
The unassisted BLS and lay group initial performance was poor.  Only less than half of the 
compressions achieved the target depth.  Consequently, the poor-quality compressions were 
sustained until the next breath pause (overall quality of compression depth was <46%).  The 
feedback assisted groups initial compressions, after each pause, mostly achieved the target 
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depth; the high-quality compressions were continued until the remaining compressions’ overall 
compression depth quality was >80%.  Thus, if the compression providers have a “good start” 
that can assist in achieving adequate continuous compression depths.  In addition, if people 
were trained regularly with a feedback system, it would potentially help them to maintain their 
‘muscle memory’.  The real-time feedback system confirmed that quality targets could be better 
achieved during simulated CPR performance on the infant manikin. 
 
5.1.2 Chest release force 
International infant resuscitation guidelines recommend that rescuers should allow the chest 
wall to release completely (recoil or decompression) after each compression [13, 14, 28].  The 
‘leaning’ phenomenon between compressions, also called incomplete decompression of the 
chest, is when the applied force is not completely removed from the chest between compres-
sions during the chest release phase. Leaning is the most common problem during CPR perfor-
mance [37].  Leaning increases intrathoracic pressure and thus, decreases coronary perfusion 
pressure and the return of venous blood to the heart, which ultimately leads to a reduced sur-
vival rate [3, 5, 6, 38, 39].  Active compressions and decompressions, during CPR, are associ-
ated with a better haemodynamic status of the heart [40].  Complete chest wall decompression 
improves haemodynamics by generating relatively negative intrathoracic pressure and thus, 
pulling venous blood back to the heart.  This complete chest wall decompression refills the 
heart with the maximum amount of blood and provides cardiac preload prior to the next com-
pression [41-43].  The chest release force, about 10% of a subject’s body weight, also produces 
detectable intrathoracic pressure during continuous compression [39].  Several previous re-
search studies reported that resuscitators often fail to achieve the complete release depth in 
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compressions, during in- and  out-of-hospital and simulated CPR performance on a manikin, 
in both adult and paediatric populations [6, 20, 44, 45].  
During in-hospital paediatric CPR, leaning force was reduced significantly with the provision 
of feedback; resulting in 73% of compressions achieving the release force of <2.5kg [45].  This 
result was further supported by another investigation [46], using the feedback during paediatric 
CPR, which reported that 77% of the compressions achieved the leaning force quality target of 
<2.5kg.  This investigation was the first to evaluate the BLS and lay rescuers chest release force 
quality, achieved with and without real-time feedback assistance during simulated iCPR.  The 
introduction of an ‘in-house’, more physiological infant manikin design provided an oppor-
tunity to investigate the proportion of complete chest wall releases during simulated continuous 
chest compressions.  The BLS and lay groups without feedback assistance using TT technique, 
achieved <58% and <32% respectively, which complies with the chest release force quality 
target of <2.5kg. 
The poor performance delivered by BLS rescuers during simulated performances has raised 
concerns over whether repeats in the clinical practices during iCPR both in and out hospitals 
would reduce cardiac survival rate.  The lay rescuers understanding about CA and self-confi-
dence are significantly limited and could be a source of poor decompression performance. 
The BLS group with feedback achieved >78% quality compressions, whilst the lay group with 
feedback achieved >73%.  Previous investigations, focussing on iCPR performance by trained 
clinicians, reported a 47% performance ratio without feedback and 99% with feedback, using 
the TT technique [25].  Fundamental to this, was the real-time feedback system displaying real-
time compression traces on the laptop screen during simulated performances.  The bottom 
green threshold represents the complete decompression (7mm, <2.5kg) in the real-time win-
dow.  Providers who failed to comply with the target release depth, which can be easily 
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recognised via the live indicator, were more aware of their failure.  The provision of real-time 
feedback assistance appears important in achieving consistency in the complete release of the 
chest during simulated iCPR. 
This research also examined release force quality for the ‘5-initial compressions phase’ of CPR, 
both with and without feedback assistance.  Five initial compressions performance quality of 
the BLS unassisted group achieved only <45% of the target release force and the unassisted 
lay group achieved only <23% of the target compression release force.  The BLS and lay feed-
back assisted groups achieved >96% and >88% of the target release force, respectively.  The 
provision of real-time feedback assistance to the resuscitators improved the quality of com-
pression cycles.  The real-time feedback system confirmed that quality targets can be better 
achieved during simulated CPR performance on the infant manikin.  It was found that com-
pressions’ quality could be improved by using a feedback system for providing regular training 
and incorporating this feedback system into real-time clinical practice. This may help them to 
perform high-quality compressions in clinical practice. 
5.1.3 Chest compression rate 
There is a positive relationship between the number of compressions actually performed on a 
CA victim’s chest and their chance of successful survival following the arrest [46].  Blood flow 
rate in neonates is suggested to be optimal at a compression rate of ≥120/min, as recommended 
by the mathematical study of cardiovascular physiology [47].  In animal models of CA, com-
pression performed at a rate of 120/min produced higher myocardial perfusion pressures, in-
creased left ventricular blood flow and a more successful outcome from CA than 60/minute 
and 80/minute rates [48-50].  The same is true in adult subjects: compression performed at a 
rate of 120/min has produced better myocardial perfusion pressure than 60/minute and 80/min 
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rates [51].  Thus, international infant resuscitation guidelines recommend that during compres-
sion performance, the rate should be at least 100/min but no greater than 120/minute, for both 
infants and children [13, 14, 28].  A compression rate of between 100/minute and 120/minute 
is recommended to deliver high-quality CPR and to achieve the greatest likelihood of success-
ful outcomes from CA [28]. 
This research also examined the quality of the compression rates during simulated iCPR.  Un-
assisted feedback participants constantly performed compressions “too quickly” on the mani-
kin.  The BLS and lay participants, without feedback assistance, achieved compression rate 
quality targets of only <14%.  The BLS rescuers exceeded the internationally recommended 
targets; mean compression rate was >135/minute.  This poor performance is consistent with 
the previously reported infant simulated CPR studies.  Recent studies reported that the mean 
compression rate exceeded 130/minute [18, 19, 26, 27].  In addition, the compression rate was 
very poor, both in the hospital and out of the hospital patients. It was found that only one-third 
to one-half of all compressions were high-quality compression rates, provided in both adult 
and paediatric patients [18, 20, 23, 24]. 
The BLS rescuers consistently performed rapid compressions (>53%) without feedback 
assistance, and one-fourth of compressions were performed too slowly (>24.3%).  However, 
lay rescuers performing compression rates without feedback, almost half of compressions were 
‘too fast’ (>42%) and half of the compressions were ‘too slow’ (>40%).  A recent study con-
cluded that compressions are often delivered at rates much lower than the recommended guide-
lines during clinical practice [24].  Sluggish compressions significantly reduced the possibility 
of ROSC [7, 11, 52, 53], whilst rapid compressions considerably reduced both coronary blood 
flow and the proportion of compressions that achieve guidelines recommended target depth 
and increases leaning force [7, 11, 53, 54].  Moreover, the compression rates vary extensively 
Jeyapal Kandasamy  Cardiff University 
   
 164 
 
among providers.  Sluggish compression rates may contribute to resuscitation failure [55].  
Therefore, our finding has revealed a significant problem in current CPR clinical performance 
by BLS rescuers.  The lay rescuers do not have any experience with CPR before they were 
performing compressions on the manikin. Therefore, their knowledge about CA and CPR per-
formance was limited; as a result, lay rescuers delivered poor decompression performance.  The 
excessive and sluggish compressions were the cause, which significantly reduced the quality 
of simulated compression rate.  The unassisted BLS and lay groups target compression rate 
was exceeding 190/min and 200/min in a few cases.  The lay rescuers target compression rate 
was recorded at 70/min in some incidences.  Laboratory studies also have shown that slow 
compression rates do not produce sufficient blood flows to sustain resuscitation [50].  However, 
higher rates are associated with improved measures of perfusion [56]. 
The provision of ‘real-time audio-visual metronome CPR performance feedback’ has signifi-
cantly improved compression rate quality.  The BLS feedback assisted groups achieved a >78% 
conformity with the international resuscitation guidelines.  The lay group with feedback 
achieved >75%.  Delivering the optimum compression rate is vital to reach high-quality com-
pressions during iCPR in clinical practice.  The flashing LED indicator, and audible metronome 
combined feedback system regulates providers to deliver the simulated compression rate within 
the target range.  The previous simulated iCPR study also supports the current performance of 
BLS and lay rescuers performance; EPLS and/or APLS certified CPR providers’ performance 
compression rate, without feedback assistance, achieved only 20% and with feedback assis-
tance achieved 92% using TT technique [25].  This significant improvement is achieved by 
reducing the excessive and slow compressions.  If the regulated compression rate is transferred 
to clinical practice, it is anticipated that it could improve the optimal venous blood return to 
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the heart prior to recirculation, which would improve the successful clinical outcome.  Moreo-
ver, real-time feedback with flashing lights and sounds improves the concentration of the res-
cuers during compressions by maintaining optimum compression rates.  This research recom-
mends a real-time CPR feedback system during clinical practice to reduce human error in com-
pressions. 
This study also considered the quality of 5-compressions at each stage, with and without feed-
back assistance.  The BLS unassisted group population achieved only <19% of the 5-initial 
compressions target compression rate and the lay group without feedback, only <12%.  In con-
trast, the BLS and lay feedback assisted groups achieved >92% and >87% of the target com-
pression rate, respectively.  This investigation assessed the benefits of assisting CC providers 
with feedback at the start of the compression cycle.  Unassisted provider’s performance was 
poor at the start of the compressions after each pause; the same quality performance reflects 
the remaining compressions.  The feedback assisted group performance was significantly im-
proved.  Improved confidence and feedback were the main reasons behind this improved 
performance. The provision of real-time feedback with audio-visual metronome assistance 
helped to regulate the rescuers’ compression rates and improved the quality of compression 
cycles.  The compression rate reduction using the feedback, if transferred to the clinical practice 
could improve the optimal venous blood return to the heart prior to recirculation, which might 
improve the successful clinical outcome. 
5.1.4 Chest compression duty cycle 
The compression duty cycle is the fraction of the time that the chest is actively compressed 
during each compression cycle.   Compression duty cycle is considered as a crucial element of 
CPR [37].  Current infant resuscitation guidelines do not recommend a quality target for the 
compression duty cycle, even though a prolonged duty cycle reduces the return of venous and 
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cerebral blood to the heart and subsequently leads to a reduced CA survival rate [8, 11, 53, 55, 
57-59].  However, neonatal guidelines identify the advantages of compression phase being 
“slightly” quicker than relaxation phase of the compressions [60].  The mathematical modelling 
of mechanical CPR resulted in significant improvements in the coronary and pulmonary per-
fusion pressure with a 50% duty cycle when compared with compression-relaxation cycles in 
which compressions constitute a greater percentage of the cycle [61].  The effect of varying the 
duty cycle on clinical and physiological outcomes has not yet been investigated [37].  However, 
a compression duty cycle oscillating between 30% and 50% can result in “good” coronary and 
cerebral perfusion [50, 62, 63].  A real-life duty cycle of 50% is easily achievable [64]; there-
fore, a duty cycle of 50% is highly recommended [62, 64].  Infant swine studies also observed 
an optimal compression duty cycle of between 30% and 50% [7, 53]. 
The present study has investigated the compression duty cycle quality of BLS and lay rescuers 
during simulated iCPR with and without real-time feedback assistance.  Unassisted feedback 
participants constantly compressed the infant chest ‘slowly’ and released ‘quickly’.  The qual-
ity of the compression duty cycle was calculated between 30–50% for these investigations.  
Rescuers have to achieve the target compression duty cycle since it is important for a cardiac 
refill of sufficient blood prior to the next compression.  The BLS and lay groups, without feed-
back assistance, achieved compression duty cycle quality targets of only <18.5% and <22% 
respectively.  This poor-quality result is consistent with the previously reported simulated in-
fant based manikin studies [18, 25].  This poor quality of compression duty cycles achieved by 
BLS responders during simulated performances has raised concerns becasuse if repeated dur-
ing the clinical practice of iCPR, both in- and out-of-hospital survival rates could be reduced.  
Untrained laypersons, however, do not manage to deliver CPR correctly without any assistance 
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or adjust themselves instinctively to achieve a high quality of compression duty cycles.  In 
addition, lay rescuer’s understanding and self-confidence were also limited. 
The unassisted BLS and lay rescuers achieved the quality of prolonged compression duty cy-
cles (>78%).  Prolonged durations of active compressions significantly reduce the cerebral 
blood flow, myocardial perfusion pressure and cardiac output; most importantly reducing the 
venous blood return to the heart before the next compression [7, 11, 52, 53].  In addition, in-
complete decompression of the chest and prolonged compression duty cycles reduce the coro-
nary perfusion and limit the return of venous blood to the heart [3, 39, 53, 65-67]. 
Feedback benefitted the BLS group in all stages, resulting in >79% of all compressions achiev-
ing the recommended quality targets, versus the assisted lay group achieving only 34.7-40.8%.  
While the feedback system does not provide any guidance to enhance the quality of compres-
sion duty cycle, whilst provides remining targets such as depth, release depth and rate.  Even 
though, the assisted group’s compression duty cycle quality was considerably improved, along 
with the remaining quality measures.  The previous study of simulated iCPR performance in-
vestigations of EPLS and/or APLS certified CPR providers’ performance unassisted 
compression duty cycle quality index, achieved only 18% and with assistance, achieved 97% 
using TT technique [25].  This result also supports the current performance of BLS and lay 
rescuers performance with and without feedback.  Fundamental to this considerable improve-
ment in duty cycle quality was that this research provides real-time feedback assistance to the 
other three compression quality measures.  That is, the proportion of compressions that 
achieved the quality by reducing the proportion of prolonged duty cycles through the combi-
nation of correct depth, reduced decompression depth and appropriate rates. 
Nevertheless, assisted BLS rescuers achieved a considerable amount of quality duty cycle tar-
gets.  In addition, this study suggests that future iCPR feedback systems should incorporate a 
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provision to regulate the compression duty cycle.  Lay rescuers may have never previously 
performed CPR and are not related to the field of medicine.  Lay rescuers compressed the infant 
chest ‘slowly’ and released ‘quickly’.  BLS rescuers are knowledgeable and trained in CA 
basics, so they may have had some limited exposure to performing simulated compressions on 
a manikin.  Lay rescuers have no previous experience with CA patients or medicine and lack 
knowledge of cardiac circulation.  Thus, lay rescuers need additional training in simulated 
iCPR performance with feedback devices and need to learn the basics of CA and the blood 
circulation system to improve the overall quality of the CPR. 
This study also considered the quality of the compression duty cycle for 5-initial compressions 
at each stage, both with and without assistance.  The BLS unassisted group achieved only <31% 
of the 5-initial compressions; for the unassisted lay group, only <20% of the 5-initial compres-
sions achieved the target compression rate.  The assisted BLS and lay groups achieved >94% 
and >51% of the target compression duty cycles, respectively. 
Unassisted provider’s performance was poor at the start of the compressions after each pause; 
the same quality performance reflects the remaining compressions.  The assisted group perfor-
mance was better than the unassisted group.  The reason could be that assistance provides pos-
itive support at the start of compressions, which improved confidence during CPR perfor-
mances.  The provision of real-time feedback significantly regulated the performance of the 
duty cycle and improved the quality of the compression cycles. 
5.1.5 New method of calculating compression duty cycle 
 
The current method for calculating the compression duty cycle was proposed by Kramer-Jo-
hansen et al.  It is calculated by dividing the area under the chest deformation curve by the 
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product of compression depth and time for each compression cycle [37].  The current Interna-
tional Liaison Committee on Resuscitation (ILCOR) and internationally accepted guidelines 
adopted this uniform reporting of measured CPR quality. 
The present study sought to utilise the compression duty cycle as a quality indicator and whilst 
doing so, encountered a shortcoming with the current calculation.  The calculation could not 
discriminate between those duty cycle waveforms which had a quick compression, and slow 
decompression and those who had a slow compression and quick decompression.  Hence, there 
was no difference in results between an actual single compression cycle and the mirror image 
because the calculations were dependent upon the compression depth, the area under the curve 
and time.  A new technique based on the compression cycle time (the cycle starting time), peak 
compression depth, achieved time and cycle decompression depth achieved time was 
formulated to overcome these limitations. 
The DC calculated using the current technique; the key variables such as Area, Depth and Time 
(ADT-DC) are required for calculating the duty cycle.  A single sample compression duty cycle 
and its mirror image duty cycle were both 44.8%, which indicates a mistake in the current 
technique.  The new technique, which is based on effective compression time (ECT-DC), re-
sulted in a single sample compression duty cycle of 28.2% and a mirror image of 71.8%.  
Current resuscitation guidelines do not recommend an optimum compression duty cycle targets 
for infants, even though a prolonged duty cycle (>50%) reduces the return of venous and cer-
ebral blood to the heart and subsequently leads to a reduced CA survival rate [8, 11, 53, 55, 57-
59].  Neonatal guidelines identified the advantages of the compression phase being slightly 
quicker than the relaxation phase [60].  The mathematical modelling of mechanical CPR has 
resulted in significant improvements in the coronary and pulmonary valve blood flow with a 
50% duty cycle, when compared with compression-relaxation cycles in which compressions 
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constitute a greater percentage of the cycle [61].  The effect of varying duty cycle on clinical 
and physiological outcomes has not yet been investigated [37].  However, a compression duty 
cycle evaluated using animal surrogates oscillating between 30% and 50% resulted in good 
coronary and cerebral perfusion [50, 62, 63].  A real-life duty cycle of 50% is easily achievable 
in practice [64]; therefore, a duty cycle of 50% is highly recommended [62, 64].  Infant swine 
studies also observed an optimal compression duty cycle of between 30% and 50% [7, 53]. 
This present study examined the compression duty cycle quality of BLS and lay providers dur-
ing simulated iCPR, with and without real-time feedback assistance.  In addition, two different 
methods to derive the compression duty cycle measure were used in this study.  The ADT-DC 
derive method quality performance were discussed in section 5.1.4 and the ECT-DC method, 
which derived the DC by dividing the active compression time by total time for each cycle.  
This research reported that the ADT-DC method has a fundamental error; no differences were 
observed in the ADT-DC derived method compression duty cycle, whilst the time and peak 
compression depths were the same.  Thus, the ADT-DC method cannot discriminate whether 
a particular compression is “good” or “bad’”.  A study to derive model compression cycles was 
conducted; one with a good quality compression duty cycle (50%, Figure 4.13) and another 
with a prolonged duty cycle (Figure 4.14).  Good quality compression duty cycle measures 
were calculated using both methods.  At this stage, no significant differences were observed 
(compression DC=49%).  The prolonged compression duty cycle measures were also derived 
using both methods and a significant difference in quality was observed at this stage.  ADT-
DC method produced a 49% DC, compared to 68.3% derived using the ECT-DC.  Therefore, 
it is recommended that as a result of these findings, the Resuscitation Council should consider 
the ECT method a more reliable method to derive the compression duty cycle in the future. 
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The quality of the DC for the simulated CPR performance target was calculated to be between 
30–50% for these investigations using the ECT-DC.  The unassisted BLS resuscitators’ com-
pression duty cycle performance was <41.5%, and the lay rescuers’ performance was <37.7% 
for all stages of compression performance that achieved the recommended infant compression 
duty cycle quality targets.  This poor-quality result is consistent with previously reported sim-
ulated infant based manikin studies [18, 25].  If BLS and lay providers were to deliver the same 
quality of compression duty cycles in clinical practice, it is likely that this would result in a 
reduced survival rate from CA.  Fundamental to addressing poor quality DCs is that the pro-
viders compress the chest ‘slowly’ and release more ‘quickly’.  The untrained laypersons do 
not manage to deliver CPR correctly without assistance or adjust their performance.  This must, 
in part, be explained by the lay rescuers not understanding CA and lacking self-confidence.  
Moreover, the unassisted BLS and lay groups DC quality targets were calculated using the 
ADT-DC method, resulting in <18.5% and <22% conformity, respectively.  It was also found 
that there were significant differences between the results of the ADT-DC derived and the new 
ECT-DC method. 
This study is the first to investigate the provision of a real-time feedback system to assess 
compression DC performance during simulated iCPR.  The provision of feedback produced a 
significant improvement in overall DC performance by the BLS and lay providers.  The feed-
back system benefitted both BLS and lay group participants in achieving the recommended 
infant compression DC quality targets in >84.3% and >77.2% of all compressions performed, 
respectively.  Results for the same CPR performances were calculated using the current ADT-
DC method as follows: assistance benefitted the BLS group in all stages, resulting in >78% of 
all compressions achieving the recommended quality targets.  The assisted lay group achieved 
only >34.7% - 40.8%.  There were significant differences between the currently recommended 
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compression DC results and the new method.  Fundamental to this considerable improvement 
was that this study provided real-time feedback assistance to the other three compression qual-
ity measures.  The proportion of compressions that achieved the quality by reducing the pro-
portion of prolonged compression duty cycles, through a combination of correctly delivered 
compression depths, reduced decompression depths and appropriate compression rates.  Nev-
ertheless, feedback assisted BLS rescuers achieved a considerable amount of quality DC tar-
gets.  This study suggests that future iCPR feedback systems should incorporate a provision to 
regulate the compression DC. 
The overall CPR performance quality of the unassisted BLS and lay providers was only <6.4%, 
based on the ECT-DC calculation method; with feedback assistance, BLS and lay providers 
achieved 67.5%–73.2% and 60%–61.6%, simultaneously achieving all four CPR quality 
measures.  The overall quality was significantly increased when compared with the ADT-DC 
technique.  The feedback performance program assists rescuers in achieving CPR quality tar-
gets.  The primary aim of this study was to assess how rescuers perform simulated iCPR, with 
and without feedback assistance.  Unassisted providers delivered very poor performance.  The 
BLS CPR performance raises significant concerns if it is translated into clinical practice.  How-
ever, real-time feedback assistance produced significant improvements in CPR performance, 
with more frequent compressions, simultaneously achieving all four compression quality tar-
gets.  With the assistance of a real-time feedback system, high-quality compressions can be 
achieved during simulated CPR performances.  This study reports the fundamental problem 
with the current ADT-DC measuring technique and provides a viable alternative for the calcu-
lation of compression DCs to consider in the future. 
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5.1.6 Rescue breaths 
Effective compressions and rescue breaths are the most vital interventions during CPR [68-71].  
Maintaining the airway for CA patients and providing ventilation, also called ‘rescue breaths’, 
are essential elements during paediatric CPR because CA often results from,, or is complicated 
by, asphyxia [13].  Infants OHCA survival probability may be improved by a bystander wit-
nessing the arrest and providing the rescue breathing at first sight of arrest [72].  Animal studies 
show that rescue breaths after ventricular fibrillation (VF) or asphyxia resulted in the improved 
return of spontaneous circulation (ROSC) and improved CA and neurological outcomes when 
compared with no ventilation during CPR [73-75].  The main purpose of rescue breaths during 
CPR is to retain sufficient oxygenation and remove CO2 [76].  Previous population-based in-
vestigations of out-of-hospital paediatric CAs showed that when rescue breaths follow com-
pressions during CPR, the survival rate is greater than for compression-only CPR for children 
in CA as a result of non-cardiac causes [77].  Successful paediatric CA resuscitation is based 
on rescue breathing; for asphyxial CA and prolonged CAs in both adults and children, conven-
tional CPR with rescue breaths is recommended for all trained rescuers [74, 75, 78-80].  Recent 
studies reported that OHCA infant cases witnessed by a bystander who administered rescue 
breathing survival rate was twofold higher than that witnessed by a bystander who did not 
provide rescue breathing [72, 77, 81]. 
5.1.5.1. Rescue breath delivery time 
In case of no sign of life, European Resuscitation Council Paediatric Guidelines for Resuscita-
tion 2015 recommend to immediately start compressions followed by rescue breathing at a 
ration of 15 compression to 2 ventilations [28].   However, if breathing is not normal, guidelines 
recommend 5-initial rescue breathing before starting the compressions at a ratio of 15:2 [28].  
In addition, the guidelines recommend that each breath should take about only ‘1 second’, 
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which is sufficient to make the infant chest visibly rise [28, 82].  This research examined the 
rescue breath count against time of 5-initial rescue breaths and 2 rescue breaths during com-
pressions at the rate of a 15:2 compressions-to-ventilation ratio. 
The unassisted BLS population took 62-76% greater time and the unassisted lay population 
took 58-64% greater time than the guidelines’ recommended target time to deliver 5-initial 
breaths through the flow sensor.  The unassisted BLS and lay participants took 20% and 90% 
greater time than the recommended target time to deliver the 2-rescue breaths during compres-
sions.  In conclusion, ‘unassisted group took 20-90%’ greater time than the recommended tar-
get time to deliver a ‘single breath’.  The prolonged time for delivering rescue breaths signifi-
cantly reduces the number of compressions provided in a given time.  This research finding is 
consistent with previously reported results that healthcare professionals spend only 50% of the 
total CPR time performing active compressions during in-hospital and OHCA occurrences 
[23].  In children’s resuscitation, both hypocarbia and hypercarbia originated CAs are 
associated with higher mortality [83].  Therefore, 2015 European paediatric guidelines recom-
mended that the child with ROSC should usually be ventilated at 12-24 breath min -1, according 
to their age normal values [28].  This research reflects the significant problem in current CPR 
clinical performance delivered by BLS rescuers.  The lay rescuers have no previous knowledge 
of rescue breathing and CPR, prior to being required to perform rescue breaths through the air-
flow sensor; therefore, their poor performance is to be expected. 
This study is the first to design and develop a real-time iCPR feedback system, which includes 
rescue breathing and the first to investigate the effect of real-time feedback during simulated 
iCPR rescue breath performance. The study resulted in a significant improvement in overall 
rescue breath performance delivered by BLS and lay providers.  The real-time feedback as-
sisted BLS rescuers took only 6% and lay population took only 2% greater time to deliver 5-
  Chapter 5: Discussion 
   175 
 
initial rescue breaths than the guidelines recommended target time.  In contrast, the BLS and 
lay feedback-assisted population were 5% and 10% quicker than the target time to deliver 2-
rescue breaths during compressions.  In conclusion, the ‘feedback assisted group’ were 30-84% 
quicker than the unassisted group in delivering a ‘single breath’, in compliance with recom-
mendations.  Optimum CPR technique for infants and children’s CA interventions includes 
compressions with rescue breaths.  Rescue breathing is an important part of the resuscitation 
sequence for rescuing children in CA because asphyxial (respiratory problems) often initiate 
CA [74, 78, 84-87] and ventricular fibrillation [88-90].  An animal surrogate study used swine 
to simulate paediatric asphyxial CA and reported that compressions and simulated mouth-to-
mouth ventilation improved systemic oxygenation, coronary perfusion pressures, early ROSC 
and 24-hr survival, compared with no “bystander” CPR or ‘compression without ventilation’ 
approaches [91].  However, oxygenation and ventilation are vital for survival from ventricular 
fibrillation (VF) CA.  During VF CA, myocardial blood flow is limited and subsequently oxy-
gen delivery also.  Arterial oxygenation and pH become progressively important over the time 
of effective resuscitation [75, 92]. 
The American Heart Association recommends that if there is inadequate breathing with a pulse 
(≥60/min), providers must deliver rescue breaths at a rate of about 12-20 breaths per min [71].  
However, during this research, rescue breath performance in the without feedback assistance 
BLS and lay providers was ‘very slow’ compared to the target time for delivering a ‘single 
breath’.  In contrast, during feedback assistance, both BLS and lay providers were ‘very quick’ 
compared to the unassisted group and nearly achieved the recommended time of 1 second per 
single breath.  If providers spend more time ventilating, less time is available for actively com-
pressing per minute.  In contrast, if rescuer performs quickly, as recommended in the guide-
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lines, the target time for delivering ventilation will yield ventilation intervals and active com-
pressions.  Real-time feedback monitor and a reminder for ventilation are key ingredients to 
the fundamental improvements in rescue breath quality.  The rescue breath reminder LED turns 
red and alerts that a rescue breath is needed after every 15 compressions.  The breath detected 
LED flashes (green) once for every ventilation provided.  Maintaining patient airway and op-
timum rescue breaths are essential during paediatric CPR [71].  Whilst, rescue breath delivery 
consumption time is most vital; 2015 paediatric guidelines recommend that for non-specialists 
(e.g. teachers, school nurses, life guards), five initial breaths followed by one minute of CPR 
should be provided before they seek expert assistance [28].  This research is the first investi-
gation to report on compression counts between 2 rescue breaths.  If this improved feedback-
assisted performance is reflected in clinical practice, CA victims will receive more rescue 
breaths and compressions in more regular intervals, with fewer distractions.  This may increase 
the likelihood of CA survival. 
5.1.5.2. Rescue breath count 
The present research is also the first to investigate the rescue breath count against the recom-
mended target breath count, with and without feedback assistance.  European Resuscitation 
Council Guidelines for Paediatric Resuscitation recommends that if a child’s breathing is not 
normal or is absent, one needs to carefully open the airway and deliver 5-initial rescue breaths 
before starting compressions; then continue compressions and breaths in a ratio of 15:2 [28].  
The target breath count prior to starting continuous compressions is 5.  The BLS and lay unas-
sisted groups delivered 29% and 36% fewer breaths than recommended breath count.   The 
target count of 2 rescue breaths during compressions was 10% fewer than the target for the 
BLS unassisted group.  The unassisted lay group delivered 15% fewer breaths than the target 
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breath count.  In conclusion, unassisted groups delivered 15-36% fewer breaths than the rec-
ommended target count.  This investigation reflects the significant problem in current CPR 
clinical performance delivered by BLS rescuers.   
It was expected that the lay rescuers would perform ineffectively.  They were neither previously 
experienced nor previously knowledgeable about CPR.  This insufficent breath would reduce 
the oxygen level and increases the CO2 saturation of the blood, which potentially worsens sur-
vival rates.  In contrast, the feedback BLS and lay groups delivered 27% and 32% more breaths 
than the unassisted group breaths count, respectively.  In conclusion, the assisted groups deliv-
ered 5-32% more breaths compared to the unassisted groups, and therefore they complied with 
the recommended target count.  Fundamental to this improvement in rescue breath count was 
the real-time feedback monitor reminding the providers to perform rescue breaths.  The breath 
detected LED flashes (green) once for every given ventilation.  Real-time feedback during 
simulated iCPR assists the providers in delivering the target number of rescue breaths at rec-
ommended intervals.  As per the guideline recommendations, 12-20 breaths per min are essen-
tial [71].  In addition, recent guidelines recommend 12-24 breaths per min according to the 
patient’s age normal values [28].  If providers fail to deliver the required quantity of breaths, 
this will reduce the survival rate.  However, if a real-time feedback system is employed in 
clinical practice, it would help rescuers to maintain the ventilation consumption time and quan-
tity within the target range, which could improve the outcomes. 
5.1.5.3. Rescue breath pauses 
 
The present research further investigated the number of pauses taken by rescuers for delivering 
rescue breaths during one minute of simulated iCPR.  The final CPR performance consisted of 
5-initial breaths through the airflow sensor and repeated 15-compressions cycles and 2-breaths 
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for the period of ‘one-minute’.  The unassisted BLS and lay groups mean breath pauses were 
‘only 4.2 times and 3.9 times’, respectively.  In conclusion, patients receive ‘<9 breaths only 
for 1-minute period’, which is significantly less than the recommended guidelines.  Although, 
it was found that poor quality of ventilation (‘only 4.2. times and 3.9 times’) pauses were per-
formed during simulated iCPR, these results could produce significant implications if directly 
transferred to clinical practice.  Both the BLS and lay providers often missed the target com-
pression and ventilation ratio (15:2).  Compared with simulated performance, providers have a 
lot more stress and physical work in clinical practice.  In child resuscitation from CA, both 
hypocarbia and hypercarbia originated CAs are associated with a higher mortality [83].  There-
fore, 2015 European paediatric guidelines recommended that the child with ROSC should usu-
ally be ventilated at 12-24 breaths min-1, according to their normal age values.  This study 
implies that a provider’s rescue breath performance would be poor in clinical practice delivered 
by both BLS and lay rescuers.  The lay rescuers delivered poor breath performance as they had 
no previous experience.   
 
The feedback assisted BLS and lay provider’s mean breath pauses were ‘6.1 times and 5.6 
times’, respectively, resulting in patients receiving ‘>14 breaths min-1’.  In particular, BLS 
providers provided ‘>17 breaths min-1’.  The improved breath count is provided by a real-time 
feedback system breath alert facility; a reminder LED turns red and alerts the providers once 
every 15 compressions that a rescue breath is needed.  The breath detector LED flashes green 
once for every given ventilation through the air flow sensor.  The target number of rescue 
breaths per min-1 has been achieved using the feedback assistance.  The guideline recommends 
at-least 12 breaths per min during the performance of CA in clinical practice [28, 71].  The 
feedback assisted both BLS and lay rescuers in achieving the target range of rescue breath 
quantity during simulated CPR.  The feedback system, if tranferable to clinical practice, could 
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enable patients to receive more rescue breaths at correct intervals and more active compressions 
in a given time.   Thus, the system could optimise haemodynamics of the heart and increase 
the oxygen concentration in the blood, during the infant CA resuscitation sequence.  
5.1.5.4. Compression counts between each 2-rescue breaths 
This research is the first investigation to report on compression counts between 2-rescue 
breaths for the period of one minute during simulated iCPR.  The final stage investigation 
consists of 5-initial rescue breaths through the airflow sensor and repeated cycles of 15 com-
pressions and 2-rescue breaths.  The target compression counts after 5-initial rescue breaths 
were 15 times between each 2-rescue breath.  The unassisted BLS and lay providers mean 
compressions between 2-rescue breaths was ‘23 times and 26.2 times’, respectively.  There is 
no significant difference observed between the groups’ performances. An increase in the num-
ber of compressions between rescue breaths will reduce both the rescue breath pauses and 
quantity.  Continuous deep compressions maintain sufficient circulation that is essential for 
saving CA patients [51, 52, 93, 94].  Therefore, previous studies and resuscitation guidelines 
highlighted the importance of providing adequate ventilation in paediatric CPR [28, 71, 72, 78, 
82]. 
 
 The main purpose of rescue breaths is to maintain sufficient oxygenation and remove CO2 
[76].  Previous population-based investigations of out-of-hospital paediatric CAs showed that 
when rescue breaths follow compressions, during CPR, survival rate is improved compared 
with compression-only CPR, for children in CA as a result of non-cardiac causes [77].  Suc-
cessful paediatric CA resuscitation is based on rescue breathing; for asphyxial CA and pro-
longed CAs in both adults and children, conventional CPR with rescue breaths is recommended 
for all trained rescuers [74, 75, 78-80].  Recent studies reported that for OHCA infant cases, 
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where a rescuer administered rescue breathing, the survival rate was two times higher than a 
rescuer who did not provide rescue breathing [72, 77, 81].  The present study is the first to 
investigate the effects of real-time performance feedback on the quantity of compressions per-
formed between 2-rescue breaths during simulated iCPR.  The feedback assisted BLS and lay 
group’s mean compression count between 2-rescue breaths was ‘15 and 15.2 times’, respec-
tively.  The provision of real-time feedback assistance significantly regulated the time for de-
livering the initial rescue breaths, the quantity during compressions, the number of rescue 
breaths pauses, and the compression counts between 2-rescue breaths during the simulated 
iCPR performance. 
The feedback system displayed live compression counts and reminders to deliver 2-rescue 
breaths after every 15 compressions.  Delivering rescue breaths to infants in CA, in accordance 
with the guidelines and at regular intervals, could result in an improved outcome.  The founda-
tion for an improvement in compression counts is because of the feedback system display of 
live compression counts and reminders to deliver 2-rescue breaths after every 15-compressions.  
Compression count improved significantly towards the target compression count for the as-
sisted groups.  This present study is the first to report compression counts between 2 rescue 
breaths.  Compression count improved significantly towards the target for the assisted groups.  
If the result is reflected in clinical practice, CA victims will receive more rescue breaths at 
regular intervals with fewer distractions, and this may increase the likelihood CA survival. 
In conclusion, the provision of real-time feedback assistance significantly regulated the time 
for delivering the initial rescue breaths, improved the rescue breath quantity during compres-
sions, increased rescue breaths pause between compressions and regulated the compression 
counts between the 2-rescue breaths.  Delivering rescue breaths to infants in CA, in regular 
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intervals and according to guidelines, could result in an improved outcome from CA.  If rescu-
ers take a long time to deliver the rescue breaths, this reduces the active compression count 
time and increases the rescue breath interval. 
5.1.7 Overall chest compression quality 
The present research was developed to monitor and assist resuscitators’ in improving their 
quality index against current evidence-based quality targets while performing compressions on 
infant manikin of CA.  The overall compression quality index was a single composite measure, 
a combination of compression depth, release force, compression rate and compression duty 
cycle, to evaluate a rescuer’s overall compression performance during CPR.  The overall com-
pression quality index was calculated by measuring all four infant compression quality targets 
achieved simultaneously during CPR performance.  Numerous simulated adult CPR perfor-
mance-based manikin studies reported the use of a single composite measure to evaluate the 
provider’s chest compressions performance [34, 95, 96]. 
For the unassisted BLS rescuer group, simulated CPR performance was very poor at all stages.  
Overall quality for all three stages of simulated CPR was >2.3%.  Similarly, the unassisted lay 
rescuers exhibited an overall compression quality of >2.4% in all three stage of simulated CPR 
performance.  Inadequate and excessive compression depth and excessive compression rate 
were observed in the unassisted BLS population.  Similarly, unassisted lay rescuers exhibited 
inadequate and excessive compression depth and excessive and sluggish compression rates.  
However, excessively prolonged compression duty cycles were observed in both unassisted 
BLS and lay groups.  During iCPR resuscitation sequence in clinical practice, delivering qual-
ity compression depth, release force, compression rate and compression duty cycles are signif-
icant to optimising the heart haemodynamics [3, 7, 11, 13, 28, 39, 53, 65, 67, 97-100].  Poor-
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quality compression performance, delivered by BLS and lay CPR providers during simulated 
iCPR, could have affect outcome rates if directly transferred to current clinical performance.   
Previous international guideline recommendations were “push hard, push fast” during iCPR 
[13, 14].  This approach may encourage the participant’s over-compression of the thorax and 
deliver faster compressions in clinical practice.  However, current infant guidelines removed 
the “push hard, push fast” phrase.  This poor-quality performance, and that reported elsewhere, 
has raised concerns over whether simulation replicates the current clinical practices of iCPR.  
In particular, the previous investigation of unassisted ‘expert’ European paediatric life support- 
(EPLS) and/or Advanced Paediatric Life Support- (APLS) certified rescuers reported the TT 
method during a simulated iCPR performance on infants has achieved an overall quality index 
of less than 1% [25].  This result also supports the current performance of unassisted BLS and 
lay rescuers.  OHCA is one of the largest public health issues due to higher CA incidences and 
lower survival rates [103-105].  Almost 93% of the infant CA cases occur in private locations 
[31-34].  Often the lay population are the first responders to initiate CPR at out of hospital 
locations.  Therefore, the lay providers CPR quality is also important.  Good bystander’s CPR 
is associated with a shorter CA arrest.  High-quality bystander’s CPR increases the proportion 
of patients who are discharged from the hospital alive compared with poor bystander CPR or 
no bystander CPR [34].  This present study suggests that education and BLS training is neces-
sary for bystanders before they perform CPR. 
 
Overall compression quality improved significantly in the assisted groups.  Overall compres-
sion quality for all stages was >61.4% and >24.6% for the assisted BLS and lay groups, re-
spectively, in all stages.  These groups’ compressions also simultaneously achieved all four 
compression quality targets.  The previous similar investigation of EPLS and/or APLS rescuers 
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performance during simulated iCPR, using TT technique, achieved 80% conformity with as-
sistance [25].  The overall performance of the lay rescuers was poorer than the BLS rescuers, 
even with the provision of real-time feedback, because the lay resuscitators’ compression duty 
cycle performance was very poor.  Lay rescuers have never performed CPR previously and are 
not related to the field of medicine.  Lay rescuers compressed the infant chest ‘slowly’ and 
released ‘quickly’.  BLS rescuers have studied and are trained in CA basics, so they have pre-
viously performed simulated compressions on the manikin chests.  Lay rescuers, having no 
previous experience with CA patients or medicine and lack knowledge of cardiac circulation.  
Most frequently, lay people witness and respond to OHCA; so, the bystander’s compression 
quality is significant.  Quality bystander CPR performances increase the proportion of success-
ful outcomes compared to poor, or no bystander CPR [34].  Thus, lay rescuers need further 
training in simulated iCPR performance with feedback devices and need to learn the basics of 
CA and the blood circulatory system to improve the overall quality of the CPR.  This research 
suggests that if lay rescuers could finish the BLS training course before attempting the CPR 
practice it could improve the understand of CPR basics.  The assisted and unassisted  feedback  
results comform  with previous research reports based on the composite measure quality index 
[25, 95, 96, 101, 102].  With the assistance of a real-time feedback system, high-quality com-
pressions can be achieved during simulated CPR performances. 
5.2 Research impacts  
5.2.1 Infant CPR training manikin design 
The original manikin was modified during a previous study [25] to allow resuscitators to 
achieve a compression depth of more than the 1/3 of the AP diameter, which allowed the re-
cording of thoracic over-compression during simulated CPR performances.  The commercially 
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available infant manikin has a limited compression depth and whilst widely used to investigate 
the qualities of simulated CPR performance on infants, the limited compression depth and 
compression stiffness are not recognised as biofidelic [13, 18, 19, 26, 27, 29, 106].  The present 
study recorded thoracic over-compression and assisted resuscitators in improving the quality 
of their CPR.  
5.2.2. Research strength 
‘Good clinical practice for clinical trials’ principles were followed for simulated CPR perfor-
mance in both studies [107].  Participants were unaware of the purposes of this research.  To 
avoid interruption, their original CPR performances and all other performances were recorded 
in a separate room.  The real-time feedback system does not provide feedback assistance for 
compression duty cycles.  The design and development of the real-time CPR performance feed-
back system were the most important phase of this research.  In addition to developing this 
feedback assistance device, outstanding improvements in results were achieved through this 
research.  The participants gained experience and learning, and the performance feedback de-
vice assistance will improve the compression quality of resuscitators over time.  Thus, this 
could increase the survival rate from CA in future. 
5.2.3. Unassisted chest compression quality during simulated CPR performances 
The unassisted compression quality index of simulated CPR performance on the infant manikin 
reflects the actual scenario of iCPR in clinical practice.  The present study shows that the over-
all compression quality index remains poor for both BLS and lay rescuers.  Overall compres-
sion quality was calculated using the number of compressions that simultaneously achieved all 
four CPR quality targets against resuscitation guidelines.  The overall compression quality for 
unassisted BLS rescuers was poor, at just <2.3%.  Similarly, the overall compression quality 
index for lay resuscitators was <2.4%.  High-quality CPR is vital to temporarily support 
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cardiac output, perfusion to vital organs, and enable ROSC via improved myocardial perfu-
sion [108].  The fundamental indicators of poor-quality compression performance were tho-
racic over compression, shallow compression, failure to completely release, fast or slow com-
pression rate cycles and prolonged duty cycles.  Poor survival rate could result if these levels 
of compression quality were performed in clinical practice. 
The resuscitation guidelines recommended target compression depths that have been observed 
in this research.  These target depths have resulted in favourable haemodynamic outcomes from 
CA [28, 109].  Compression depth is the most important quality measure during iCPR [13, 14].  
Haemodynamic outcomes are associated with increased arterial pressure, achieved by deep 
compression depths in both infant and adult human subjects [4, 9] and characterised by greater 
coronary flow and increased cardiac output in animal subjects [10, 12].  If resuscitators were 
trained on a more physiological manikin with a performance feedback system, they would be 
better trained to deliver guideline quality compressions during clinical practice. 
The under-compression quality index was 30.9–36% for the unassisted BLS rescuer group and 
37.5–41% for the unassisted lay group.  In contrast, the under-compression quality index was 
<17% for the assisted BLS group and <10.1% for the assisted lay resuscitators.  The deep 
compression quality index was 20.6–24% for the unassisted BLS group and 20–23.3% for the 
unassisted lay group.  The provision of the feedback system considerably reduced over-com-
pression of the thorax.  The deep compression quality index for the assisted BLS group was 
<3.6% of all compressions, compared to <5% of all compressions for the assisted lay group.  
The feedback assistance program significantly improved the quality of compressions.  Over 
45% of unassisted compressions on the infant manikin during simulated CPR performance 
failed to achieve the resuscitation guidelines target.  These results clearly reflect that the resus-
citators need to improve their compression quality significantly. 
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These research findings relate to the safety of infant compressions because of the potentially 
deleterious effects of over compression.  Increasing compression depths increase the risks of 
intrathoracic injury due to over-compression of the thorax.  The simulated iCPR performances 
show that >20% of the unassisted group exceeded the proposed thoracic over-compression 
barrier.  Deeper compression depths during CPR (one-half external AP diameter compression 
depth) may cause damage to intrathoracic organs [4, 15, 17, 19, 20, 25, 35].  In clinical practice, 
more frequent over-compression cycles would lead to more intrathoracic injury to infant CA 
victims. 
Quality compression depths, release force, compression rate and compression duty cycles are 
critical for delivering quality compressions, and quality compressions are vital for enhancing 
the haemodynamics during iCPR [3, 5, 11, 14, 39, 53, 66, 82, 99].  In this research, most of the 
unassisted group participants delivered excessive compression rates, incomplete chest releases 
and prolonged compression duty cycles.  The release force quality index of BLS resuscitators 
was only <58%; 42% of the compressions failed to achieve the target complete release depth 
in all stages of performance.  The release force quality index of lay resuscitators was only 
<32%; 68% of the compressions failed to achieve the target complete release depth in all stages 
of simulated CPR performance.  Several previous research studies reported that resuscitators 
often fail to achieve the complete release depth during in-hospital, out-of-hospital and simu-
lated CPR performances on a manikin, in both adult and paediatric populations [6, 20, 44, 45].  
Failing to completely decompress the chest fails to relieve intrathoracic pressure, which in turn 
limits the return of venous blood to the heart and could reduce CA survival rate.  Complete 
recoil can generate negative intrathoracic pressure and thus improve venous return and cardiac 
output [3, 39, 66, 67]. 
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In this present study, excessive and sluggish compression rates and prolonged compression 
duty cycles were observed in the unassisted.  In animal models of CA, compressions performed 
at a rate of 120/min produced higher myocardial perfusion pressures, increased left ventricular 
blood flow and a more successful outcome from CA than 60/min and 80/min rates [48-50].  
The same appears true in adults: compression performed at a rate of 120/min produced better 
myocardial perfusion pressure than 60/min and 80/min rates [51].  The compression rate quality 
index of BLS rescuers was only <14%; >53% of the compressions were observed at a faster 
rate than the recommended values and >24.3% of the compressions were too slow.  The com-
pression rate quality index of lay resuscitators was only <13%; >42% of the compressions were 
observed at a faster rate than the recommended one and >40% of the compressions were too 
slow as compared to the target.  The BLS rescuers frequently exceed the internationally rec-
ommended targets; mean compression rate was >135/min.  This poor performance is consistent 
with that of previously reported infant simulated CPR studies.  Recent studies reported that the 
mean compression rates exceed 130/min [18, 19, 26, 27].  Sluggish compressions significantly 
reduce the possibility of ROSC [7, 11, 52, 53].  The excessive compression rates and prolonged 
compression duty cycles would reduce the likelihood of complete chest release during CPR, 
resulting in limited venous return and reduced coronary and cerebral blood flow [3, 7, 8, 11, 
39, 66, 67]. 
Current infant resuscitation guidelines do not recommend a quality target for the compression 
duty cycle, even though a prolonged duty cycle reduces the return of venous and cerebral blood 
to the heart and subsequently leads to a reduced CA survival rate [8, 11, 53, 55, 57-59].  How-
ever, a compression duty cycle oscillating between 30% and 50% can result in good coronary 
and cerebral perfusion [50, 62, 63].  The unassisted BLS and lay groups achieved compression 
duty cycle quality targets of only <18.5% and <22%, respectively.  This poor-quality result is 
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consistent with previously reported simulated infant based manikin studies [18, 25].  In 
addition, incomplete decompression of the chest and prolonged compression duty cycles would 
also reduce the coronary perfusion and limit the return of venous blood to the heart [3, 39, 53, 
65-67]. 
The guidelines highlight the importance of high-quality compressions in terms of depth, com-
plete decompression, rate and reducing the time without compressions [14, 28].  Excessive 
time consumption, irregular breathing intervals and reduced quantity of breath were observed 
in the unassisted group during the phase 5-initial breaths and compressions only and the phase 
of 5-initial breaths followed by cycles of 15-compressions and 2 - breaths.  These groups’ 
rescue breath counts were also less than recommended. 
The ‘unassisted BLS and lay population took 20-90%’ greater time than the guideline’s 
recommended target time to deliver a ‘single breath’.  Whilst, the unassisted group delivered 
‘15-36% fewer breaths’ compared to the recommended target count.  Infants suffer from both 
hypocarbia and hypercarbia originated CAs, which are associated with higher mortality [83].  
Successful paediatric CA resuscitation is based on rescue breathing; for asphyxial CA and pro-
longed CAs in both adults and children, conventional CPR with rescue breaths is recommended 
for all trained rescuers [74, 75, 78-80].  The guidelines recommended that each breath should 
take about only‘1-second’, which is sufficient to make the infant chest visibly rise [28, 82].  
The prolonged time for delivering rescue breaths significantly reduced the number of compres-
sions provided.  This research finding is consistent with the previously reported results; health 
care professionals spend only 50% of their time on compressions during in-hospital and out-
of-hospital CPR episodes [23].  Therefore, depending on a child’s age, the latest European 
Resuscitation Council recommendations are that a child with ROSC should usually be 
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ventilated at 12-24 breath per min [28].  This study reports the significant problem in current 
CPR clinical performance.  
In addition, the unassisted BLS and lay group’s mean breath pauses were ‘only 4.2 times and 
3.9 times’, respectively.  Providers delivered ‘<9 breaths only for 1-minute period’, which is 
significantly less than recommended.  The main purpose of rescue breaths, during CPR, is to 
retain sufficient oxygenation and remove CO2 [76].  Animal studies show that rescue breaths, 
during CPR, after ventricular fibrillation (VF) or asphyxia resulted in improved ROSC, CA, or 
neurological outcomes when compared with no-ventilations during CPR [73-75].  During the 
infant resuscitation sequence, guidelines recommended that victims should be ventilated at 12-
24 breath per min [28].  This present study reports that provider’s rescue breath performance 
is delivered by both BLS and lay rescuers.  
The unassisted BLS and lay providers mean compressions between 2 rescue breaths was 23 
times and 26.2 times, respectively.  If the number of compressions increases between rescue 
breaths, this will reduce both the number of rescue breaths and their associated pauses.  The 
recommended compression-to-ventilation ratio for iCPR is 15:2 [28].  It was also found that 
CPR performance by the unassisted rescuers was very poor.  The real-time CPR performance 
feedback system will improve the overall quality of CPR by improving all four quality 
measures and rescue breath delivery time and count. 
5.3 Principal findings of the research  
A real-time feedback system and performance feedback program is the first such system for 
use in providing immediate feedback for rescuers performing CPR on an infant during simu-
lated performances and could be used for clinical practices in future. The system was designed 
and developed during the duration of this study, and is used to analyse and assist providers 
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during simulated iCPR performances in real time, against evidence-based, infant-specific qual-
ity targets of compression depth, compression release force, compression rate, compression 
duty cycles, and rescue breaths. This real-time feedback consists of the following features; a 
colour-coded chart for maintaining accurate compression depth and decompression depth, a 
compression counter, an audible metronome for maintaining appropriate compression rate, 
breath reminder, the time elapsed indicator and data storage. The study developed real-time 
infant feedback system capable of measuring mattress deformation during TF compression 
technique and infant’s posterior deflections during TT compressions.   
This study is the first to quantify chest compression performance of BLS and lay rescuers ver-
sus four CPR quality targets defined by international guidelines. Unassisted providers poor 
performance established the dramatic need of real-time feedback assistance during their CPR 
performance on the manikin. This research embedded the sensors between two rubber sheets 
to produce a rubber pad that provided a good grip for the resuscitator, both during simulated 
CPR and clinical practice in future.  Rubber pads would seem a reasonable compromise to 
avoid causing excessive trauma to the patient’s chest during compressions.   
5.4 The real-time performance feedback system 
 A real-time feedback system for simulated CPR infant performance was developed as part of 
this research.  Regardless of age, the system can be used for clinical trials in the future.  Com-
pression quality in the ‘feedback-benefitted population’ improved significantly.  Overall sim-
ulated iCPR performance in the BLS population with feedback improved from <2.3% to 61.4–
64.8% with all compressions, simultaneously achieving all four CPR quality measure guide-
lines-recommended targets.  For the same criteria, the overall performance of the lay rescuers 
with feedback improved from <2.4% to 24.6–25.9%.  The lay rescuers’ compression duty cycle 
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performance was very poor; the feedback system does not provide feedback assistance for 
compression duty cycle.  The feedback system played a major role in improving CPR perfor-
mance by assisting the resuscitators in delivering accurate compression depth and complete 
release via a colour-coded display and audio-visual metronome assistance for compression rate.  
If this feedback could enable improved compression quality in clinical practices, it may have 
significant effects on CA outcomes.  In future, CPR real-time feedback system including the 
live compression duty cycle feedback must be considered.  
The recommended compression depth provision by guidelines would increase haemodynamic 
outcomes [4, 9, 10, 12] and reduce intrathoracic injuries caused by deeper compression depths 
during CPR (more than one-half external AP diameter compression depth) [15-19].  Complete 
chest wall decompression and shortened compression duty cycles would improve haemody-
namics by generating relatively negative intrathoracic pressure.  This pressure pulls venous 
blood back to the heart, refills the heart valves with a maximum amount of blood and allows 
for favourable perfusion of the myocardium, which provides cardiac preload before the next 
compression [3, 5-8, 11, 39, 41-43].  The optimum compression rates with compression duty 
cycles directly correlate with the return of venous blood to the heart prior to the next compres-
sion, thus, improving perfusion of the myocardium and heart haemodynamics [7, 11, 53].  
However, a compression duty cycle oscillating between 30% and 50% can result in good cor-
onary and cerebral perfusion [50, 62, 63].  A real-life duty cycle of 50% is easily achievable 
[64]; therefore, a duty cycle of 50% is highly recommended [62, 64].  Infant swine studies also 
observed an optimal compression duty cycle of between 30% and 50% [7, 53]. 
The main intention of rescue breaths during CPR is to retain sufficient oxygenation and remove 
CO2 [76].  Previous population-based investigations of out-of-hospital paediatric CAs show 
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that when rescue breaths follow compressions during CPR, survival is better than for compres-
sion-only CPR for children in CA as a result of non-cardiac causes [77].  Successful paediatric 
CA resuscitation is based on rescue breathing; for asphyxial CA and prolonged CAs in both 
adults and children, conventional CPR with rescue breaths is recommended for all trained res-
cuers [74, 75, 78-80].  Recent studies reported that OHCA infant cases witnessed by a bystander 
who administered rescue breathing survival rate was twofold higher than that witnessed by a 
bystander who did not provide rescue breathing [72, 77, 81].  The real-time CPR performance 
feedback system provision in clinical practice may result in good-quality compressions and 
rescue breaths that enhance the venous blood flow to the heart and from the heart to the vital 
organs, reducing thoracic injury, blood oxygen proportion and thus significantly improving CA 
survival outcomes. 
Lay rescuers CPR quality performance is also as equally important as BLS CPR provider’s 
performance.  Almost 93% of the infant CA occurs in out-of-hospital locations [31-34].  Often 
the lay population are the first responders to initiate CPR at out-of-hospital locations, such as 
in public locations and patient’s house.  Therefore, the lay providers CPR quality is also most 
significant.  Good bystander CPR is associated with a shorter CA.  High-quality bystander CPR 
increases the proportion of patients who are discharged from hospital alive compared to poor 
bystander CPR or no bystander CPR [34].  While training with a manikin, if trainers include a 
real-time feedback system for practice, providers will learn more quickly and effectively.  The 
feedback system will show in which area of compression depth, release depth, compression 
rate or duty cycle they are struggling to achieve the target.  Then trainers could concentrate on 
that particular target and assist them in producing high-quality overall compressions during 
simulated infant performances.  If BLS and lay providers were to keep practising with the real-
time feedback system, their quality of performance could be improved to achieve current 
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evidence-based compression quality targets.  This present study informs the design of a future 
system, which should include an indicator (visual, audible or kinaesthetic), which provides 
information with respect to target thresholds which would warn the rescuer to strive towards 
better quality compressions. 
The international resuscitation guidelines recommend a 30:2 compression-to-ventilation ratio 
for lone-resuscitator infant-and-child CPR.  The ratio drops to 15:2 for infant-and-child CPR 
with two rescuers [82].  However, if the child’s breathing is abnormal or absent, the rescuer 
should open the airway carefully and deliver 5-initial rescue breaths before beginning com-
pressions [28].  If the child does not respond, the tongue may be obstructing the airway [110].  
This is most often the situation, and one must open the airway using a head tilt and chin lift, 
for both injured and non-injured victims.  After the 2-rescue breaths, the rescuer should imme-
diately continue the next set of 30 compressions [71].  In addition, the guidelines recommend 
that each breath should take about 1 second [28, 82].  During this study, the ‘feedback assisted 
group were 30-84% quicker’ than the unassisted group in delivering a ‘single breath’.  The 
assisted group delivered 5- 32% more breaths than the unassisted group.  The assisted group’s 
rescue breath count performance complies with quality standards.  Recent nationwide popula-
tion-based studies of out-of-hospital paediatric CAs showed that, when following the compres-
sions with rescue breaths CPR, the survival was better as opposed to the hands-only CPR pro-
vided for children in CA due to non-cardiac causes [77]. 
The feedback assisted BLS and lay providers mean breath pauses were ‘6.1 times and 5.6 times’ 
per minute, respectively.  Thus, resulting in, patients receiving ‘>14 breaths per min’; in par-
ticular, BLS providers gave ‘>17 breaths min-1’.  Successful resuscitation during a paediatric 
CA is based on rescue breathing.  Conventional CPR, with rescue breaths, is recommended for 
all trained rescuers for asphyxial CA and prolonged CAs in both adults and children [74, 75, 
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78-80].  The assisted population experienced major improvement in rescue breathing, deliver-
ing time and quantity by reducing the delivering time, as recommended by guidelines for de-
livering the rescue breaths.  The proportion of patients discharged from the hospital will be 
increased for those who received quality bystander CPR than poor bystander CPR or no by-
stander CPR [34].   
An American OHCA registry study reported that, for infants, compression with breath by-
stander CPR was associated with higher survival rates and neurologically favourable survival, 
whereas those who received compression-only CPR without rescue breaths outcomes were 
similar to no bystander CPR outcomes. There is no significant difference between 
compression-only CPR and no bystander CPR.  During iCPR, there was no benefit unless 
rescue breaths were provided [111].  Consequently, compression-only CPR is not recom-
mended for children in either OHCA or IHCA setting, except in situations such as “providers 
are unwilling or unable to deliver breaths” [112].  The real-time feedback program helped 
resuscitators to deliver adequate rescue breath times during simulated iCPR performances.  
This present study indicated that the provision of a real-time feedback system in clinical prac-
tice might significantly improve compression quality significantly during CPR.  In recent years, 
CPR real-time feedback systems for adults have been successfully installed in clinical practice 
[45, 113-115].  A recent study reported a difficulty in delivering established targets of com-
pression depths and rates during in-hospital children’s CPR [116].  To date, there is no real-
time CPR feedback device specifically for infants in clinical practice.  The real-time infant 
feedback CPR device is recommended when available in clinical practice to improve the 
quality of chest compressions [117].  
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This device can also be used for CPR training purposes.  Moreover, it is the first such system 
for use in providing instant feedback for rescuers performing CPR on an infant.  When required, 
this system will enable rescuers to quickly produce effective CPR.  However, currently avail-
able all adult CPR feedback devices (CPR meter, iPhone app and Pocket CPR) cause delay in 
the initiation of CPR and may, therefore, worsen outcome [113].  
Overall compression quality improved significantly in the assisted groups; therefore, this study 
suggests that both BLS and lay providers should perform simulated performance more fre-
quently with real-time feedback assistance.  Thus, assisting rescuers to improve their quality 
and achieve current evidence-based chest compression quality targets.  Hence, this study has 
demonstrated that practising with real-time feedback during training would support in achiev-
ing quality compression targets.  
The present real-time feedback system can measure the quality index of resuscitators during 
simulated CPR performances. Simulated iCPR performance study is an alternative method of 
assessing for variability and complexity of CPR performed in clinical practice.  The outcomes 
were observed during and after providers chest compression performance to understand the 
problem.  The feedback system also records the resuscitator’s CPR performances data of all 
four CPR quality measures and rescue breaths performance with time, which can be used to 
evaluate the resuscitators’ CPR quality measures during clinical trials and training.  The rec-
orded data can provide trainers and resuscitators with information such that they can adjust 
their CPR performances.  This device is novel because the system has a breath reminder, a 
colour-coded chart for maintaining precise compression depth and release depth, a compression 
counter, an audible metronome for maintaining appropriate compression rate, data storage and 
time elapsed indicator. In future, this device could be used for training and in clinical practice.   
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The provision of real-time feedback system significantly improved the compression quality of 
all four evidence-based quality targets, whilst also potentially reducing the deep compression 
damage to intrathoracic organs.  Therefore, if this system was employed in clinical practice in 
future, it could improve the quality of compressions and ventilations during iCPR in clinical 
practice.  If these improvements were replicated in clinical practice, real-time feedback could 
support providers in performing high-quality compressions during iCPR.  Real-time feedback 
is an essential device for learning and skills retention of CPR.  The use of real-time feedback 
system in training setting would be a better choice; trainees can instantaneously adjust their 
performance to achieve current compression quality targets within the training environment.  
However, learning and refreshing of CPR skills could be arranged for more training people 
with few instructors.  Later, self-training and retention of CPR skills without an instructor also 
possible to perform quality CPR in future.  This high-quality training may transfer to clinical 
practice that could improve the successful infant CA outcomes. 
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6. CONCLUSIONS  
6.1. Research conclusions 
The main aims of this research study were to evaluate and, if needed enhance, the performance 
of lay and BLS rescuers during simulated iCPR.   Evidence-based, infant-specific quality tar-
gets for chest compression depth, compression release force, compression rate, compression 
duty cycles, and rescue breaths were derived from the literature.  Overall quality of compres-
sions was measured by the proportion of compressions simultaneously achieving all four qual-
ity targets during infant simulated CPR performances.  The objectives of this research are sum-
marised below with their corresponding conclusions: 
➢ A real-time feedback system and performance feedback program was designed 
and developed to validate and assist rescuers during simulated iCPR perfor-
mances in real time, against quality targets.  This device is novel because the 
system has a breath reminder, a colour-coded chart for maintaining accurate 
compression depth and decompression depth, a compression counter, an audible 
metronome for maintaining appropriate compression rate, and data storage.  The 
time elapsed indicator shows the duration of the particular CPR episode.  
 
➢ The system designed is novel, capable of measuring infant posterior deflections 
during two-thumb compressions and mattress deformations during two-finger 
compressions.  Moreover, it is the first such system for use in providing imme-
diate feedback for rescuers performing CPR on an infant.  When required, it will 
produce immediate CPR feedback for rescuers.  The data are stored on a laptop 
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and can be used retrospectively to assess the quality of rescuers’ CPR perfor-
mance.  This system could be used for the future development of clinical prac-
tice.  
 
➢ This study is the first to quantify chest compression performance of BLS and 
lay rescuers versus four CPR quality targets defined by international guidelines.  
Here, it has been established that less than 3% of all compressions are actually 
performed in line with the guidelines.  In addition, the proportion of deep com-
pression cycles was >20% (BLS; 20.6–24%, lay rescuers; 20–23.3%).  Subse-
quently, there is a dramatic need to develop solutions that provide immediate 
support for the delivery of compressions with greater accuracy, which may ul-
timately serve to improve survivability.  
 
➢ This research is first to report a substantial delay when BLS and lay rescuers 
performed unassisted CPR, taking 7.9–8.8 seconds to deliver 5-initial breaths.  
During compressions, rescuers took 2.4–3.8 seconds to deliver 2-breaths, which 
is 20–90% more time than resuscitation guidelines recommend for delivering a 
single breath.  This study is the first to evaluate rescue breath performance with 
an in-house-developed feedback system that regulates the time for delivery of 
breaths.  Feedback-assisted BLS rescuers took 5–5.3 seconds and lay rescuers 
took 4.9–5.1 seconds to deliver 5-initial breaths.  During compressions, BLS 
rescuers took 1.9 seconds and lay rescuers took 1.8 seconds for delivering 2-
breaths, which complied with the resuscitation guidelines’ recommended time 
for delivering a single breath.  Feedback-assisted rescuers were almost 30–84% 
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quicker than unassisted rescuers in delivering breaths, permitting compliance 
with infant specific guideline targets.  
 
➢ This study is the first to report that unassisted rescuers and numbers of breaths 
were compared against guideline recommendations.  Rescuers delivered 29–
36% fewer breaths than recommended during the 5-initial breaths phase, and 
10–15% fewer than recommended during the compression 2-breaths phase.  
Feedback-assisted rescuers delivered 5–32% more breaths than unassisted res-
cuers, also achieving compliance with recommended targets.  Because the feed-
back system regulates the time and required breath counts, cardiac arrest victims 
will receive breath at the regular recommended interval and in the recommended 
amounts.  
 
➢ This study evaluated the number of compressions performed between breath 
pauses during 15:2 (the target was 15 compressions). BLS population per-
formed 23 compressions, and the lay population performed 26.2 compressions.  
A feedback-assisted BLS population performed exactly 15 compressions, and a 
lay population performed 15.2.  
 
➢  Compression counts, which also comply with recommended guidelines.  The 
feedback system regulates the compression counts between breath pauses.  
Therefore, cardiac victims receive recommended compressions between venti-
lation pauses. 
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➢ This infant simulated CPR performance is the first to report that the real-time 
CPR performance feedback system significantly improved the quality of BLS 
rescuers (from <2.3% to >61.4%) and lay rescuers (from <2.4% to >24.6%) in 
terms of compressions simultaneously achieving quality targets.  In addition, 
real-time performance feedback reduced the proportion of deep compressions 
by BLS (<3.6%) and lay rescuers (<5%).  A significant improvement in BLS 
rescuers’ chest compression quality was the delivery of accurate compression 
depth, complete decompression of the chest, appropriate compression rates, and 
proper compression duty cycle.  
 
➢ This study is the first to report that lay rescuers compress the chest too ‘slowly’ 
and release too ‘quickly’ to achieve a satisfactory overall quality of chest com-
pressions.  
 
➢ This study has identified that the current ILCOR-adapted compression duty cy-
cle method has a fundamental problem in that it cannot determine between a 
“good” or “bad” duty cycle.  No differences in results were observed whilst 
applying the ILCOR compression duty cycle calculation method, as long as ‘the 
total cycle time and peak compression depth was same’. 
 
➢ This study successfully developed a new method for discriminating between 
those compressions, which, whilst satisfying the target depth requirement, do or 
do not satisfy the guideline relationship between compression and relaxation 
time.  
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Fundamentally, this research observed that the quality of chest compressions provided during 
unassisted simulated iCPR hardly complied with infant-specific, evidence-based quality tar-
gets.  Finally, the provision of a real-time feedback system during simulated iCPR perfor-
mances significantly improved the quality of chest compressions by promoting precise com-
pression depth, proper chest recoil, suitable compression rate, and proper compression duty 
cycle.  Lay rescuers also will improve their compression quality by providing proper training 
with a simulated infant manikin.  With the implementation of real-time feedback systems in 
future clinical practice, rescuers could produce higher-quality chest compressions during iCPR, 
thus improving the rate of survival after cardiac arrest.  
Direction for future work 
6.2.  Further Development of the Feedback System: 
This research has identified the potential benefits of iCPR feedback systems, though this pro-
totype has a number of functional deficiencies that would prevent its use within clinical prac-
tice.  Further work would be valuable in developing this system, to better integrate into the 
multi-person, multi-functional environment that is consistent with an Emergency Department; 
hence, the focus should include embedding the accelerometers into a more convenient location 
– perhaps as a glove or to be worn on the arm.  The data would then ideally be communicated 
to a computer or any other handheld devices wirelessly, and data processed in the device and 
the chest compression performances displayed on the screen.  Also, the control system should 
produce vibrations and/or LED indicators to alert the user upon imperfect CPR technique, 
given that they may also be reviewing other information, especially within a clinical environ-
ment.  A more integrated sensor would also be of value to the layperson and the BLS rescuer.    
Jeyapal Kandasamy  Cardiff University 
   
 202 
 
The accelerometer sensor-embedded glove should be manufactured in different sizes like 
small, medium and large as fits for every rescuer's hand sizes.  In addition, the control system 
must have a select switch for choosing compression technique (TT or TF) and a victim’s age 
group.  
6.3. Using the device for enhanced training 
 
This study has highlighted the potential for using feedback to enhance iCPR performance 
within lay and BLS populations, bring it significantly closer to the established international 
guidelines.  Such an improvement would appear likely to achieve more positive outcomes of 
infant CA; hence, there is potentially great value in this system being integrated into formal 
CPR training, be this at BLS-level or even during school-based education.  There are clearly 
several hurdles that exist in taking this prototype design out into the community, though there 
are several potential benefits that may be gained by performing this additional work.  
6.4. More physiological manikin 
This research used the modified commercially available manikin reported by Dr. Philip Martin 
[35] to investigate the performance of the BLS and lay rescuers.  This has provided the oppor-
tunity to measure over-compression, whilst also better representing the physiology of the infant 
human that the rescuers would experience if they ever need to perform CPR.  Additionally, a 
more-physiological manikin could enhance the fundamental understanding of iCPR technique, 
by incorporating functionally vital organs such as heart, liver and rib cage.  Heart and liver 
could be filled with artificial blood, to enable a better understanding of how the haemodynam-
ics correlate with chest compressions.  Such a device would be research-focussed, though may 
represent an enhanced experimental-model, versus the animal models that are typically used to 
understand the fundamental science.   
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6.5. Acceptance of new Compression Duty Cycle technique 
The lay rescuers, even with feedback assistance, produced prolonged compression duty cycles.  
It has been observed that most of the rescuers compress the chest too ‘slowly’ and release too 
‘quickly’ which will reduce cardiac survival rate.  This study reported a new technique to cal-
culate duty cycle; hence, further work and efforts are required to more widely publicise this 
measure, with a view of it eventually being incorporated into the next international guidelines.   
 
Jeyapal Kandasamy  Cardiff University 
   
 204 
 
7. REFERENCES 
1. Oertel, H. and S. Krittian, Modelling the human cardiac fluid mechanics. 2011: KIT 
Scientific Publishing. 
2. Topjian, A.A., R.A. Berg, and V.M. Nadkarni, Pediatric cardiopulmonary 
resuscitation: advances in science, techniques, and outcomes. Pediatrics, 2008. 122(5): 
p. 1086-98. 
3. Tomlinson, A.E., et al., Compression force–depth relationship during out-of-hospital 
cardiopulmonary resuscitation. Resuscitation, 2007. 72(3): p. 364-370. 
4. Kramer-Johansen, J., et al., Pauses in chest compression and inappropriate shocks: A 
comparison of manual and semi-automatic defibrillation attempts. Resuscitation, 2007. 
73(2): p. 212-220. 
5. Atkins, D.L., et al., Epidemiology and outcomes from out-of-hospital cardiac arrest in 
children: the Resuscitation Outcomes Consortium Epistry-Cardiac Arrest. Circulation, 
2009. 119(11): p. 1484-91. 
6. Nitta, M., et al., Age-specific differences in outcomes after out-of-hospital cardiac 
arrests. Pediatrics, 2011. 128(4): p. e812-20. 
7. Meyer, L., et al., Incidence, causes, and survival trends from cardiovascular-related 
sudden cardiac arrest in children and young adults 0 to 35 years of age: a 30-year 
review. Circulation, 2012. 126(11): p. 1363-72. 
8. Aaronson PI, W.J., The Cardiovascular System at a Glance. Blackwell Publishing, 
2007. 3rd Ed. 
9. O’Leary, A.M., The Heart and Circulation: An Integrative Model. Anesthesiology, 
2016. 124(4): p. 976-977. 
  Chapter 8: References 
   205 
 
10. Barry, W.H., Heart Physiology From Cell to Circulation, 4th ed. Circulation, 2004. 
110(12): p. e313-e313. 
11. Kouwenhoven Wb, J.J.R.K.G., CLosed-chest cardiac massage. JAMA, 1960. 173(10): 
p. 1064-1067. 
12. Berg, R.A., et al., Part 5: adult basic life support: 2010 American Heart Association 
Guidelines for Cardiopulmonary Resuscitation and Emergency Cardiovascular Care. 
Circulation, 2010. 122(18 Suppl 3): p. S685-705. 
13. Abella, B.S., et al., Chest compression rates during cardiopulmonary resuscitation are 
suboptimal: a prospective study during in-hospital cardiac arrest. Circulation, 2005. 
111(4): p. 428-34. 
14. de Caen, A.R., et al., Part 10: Paediatric basic and advanced life support: 2010 
International Consensus on Cardiopulmonary Resuscitation and Emergency 
Cardiovascular Care Science with Treatment Recommendations. Resuscitation, 2010. 
81 Suppl 1: p. e213-59. 
15. Biarent, D., et al., European Resuscitation Council Guidelines for Resuscitation 2010 
Section 6. Paediatric life support. Resuscitation, 2010. 81(10): p. 1364-88. 
16. Berg, M.D., et al., Part 13: pediatric basic life support: 2010 American Heart 
Association Guidelines for Cardiopulmonary Resuscitation and Emergency 
Cardiovascular Care. Circulation, 2010. 122(18 Suppl 3): p. S862-75. 
17. Fries, M., et al., Incidence of cross-border emergency care and outcomes of 
cardiopulmonary resuscitation in a unique European region. Resuscitation, 2007. 
72(1): p. 66-73. 
18. Statistics, O.f.N., Death Registrations by Single Year of Age-United Kingdom. 
ESRC/JISC Census Dissemination Unit, Mimas, University of Manchester, 2011, 2012. 
Jeyapal Kandasamy  Cardiff University 
   
 206 
 
19. Sasson, C., et al., Predictors of Survival From Out-of-Hospital Cardiac Arrest: A 
Systematic Review and Meta-Analysis. Circulation: Cardiovascular Quality and 
Outcomes, 2010. 3(1): p. 63-81. 
20. Donoghue, A.J., et al., Out-of-hospital pediatric cardiac arrest: an epidemiologic 
review and assessment of current knowledge. Ann Emerg Med, 2005. 46(6): p. 512-22. 
21. Young, K.D. and J.S. Seidel, Pediatric cardiopulmonary resuscitation: a collective 
review. Ann Emerg Med, 1999. 33(2): p. 195-205. 
22. Martin, P.S., et al., Do chest compressions during simulated infant CPR comply with 
international recommendations? Arch Dis Child, 2013. 98(8): p. 576-81. 
23. Martin, P., et al., Real-time feedback can improve infant manikin cardiopulmonary 
resuscitation by up to 79%--a randomised controlled trial. Resuscitation, 2013. 84(8): 
p. 1125-30. 
24. Hemway, R.J., C. Christman, and J. Perlman, The 3:1 is superior to a 15:2 ratio in a 
newborn manikin model in terms of quality of chest compressions and number of 
ventilations. Arch Dis Child Fetal Neonatal Ed, 2013. 98(1): p. F42-5. 
25. Huynh, T.K., R.J. Hemway, and J.M. Perlman, The Two-Thumb Technique Using an 
Elevated Surface is Preferable for Teaching Infant Cardiopulmonary Resuscitation. 
The Journal of Pediatrics, 2012. 161(4): p. 658-661. 
26. Udassi, S., et al., Two-thumb technique is superior to two-finger technique during lone 
rescuer infant manikin CPR. Resuscitation, 2010. 81(6): p. 712-7. 
27. Udassi, J.P., et al., Effect of alternative chest compression techniques in infant and child 
on rescuer performance. Pediatr Crit Care Med, 2009. 10(3): p. 328-33. 
  Chapter 8: References 
   207 
 
28. Haque, I.U., et al., Chest compression quality and rescuer fatigue with increased 
compression to ventilation ratio during single rescuer pediatric CPR. Resuscitation, 
2008. 79(1): p. 82-9. 
29. Dorfsman, M.L., et al., Two-thumb vs. two-finger chest compression in an infant model 
of prolonged cardiopulmonary resuscitation. Acad Emerg Med, 2000. 7(10): p. 1077-
82. 
30. Abella, B.S., et al., Quality of cardiopulmonary resuscitation during in-hospital 
cardiac arrest. JAMA, 2005. 293(3): p. 305-10. 
31. Wik, L., et al., Quality of cardiopulmonary resuscitation during out-of-hospital cardiac 
arrest. JAMA, 2005. 293(3): p. 299-304. 
32. Meyer, A., et al., Evaluation of the Neonatal Resuscitation Program's recommended 
chest compression depth using computerized tomography imaging. Resuscitation, 
2010. 81(5): p. 544-8. 
33. Sutton, R.M., et al., Pediatric CPR quality monitoring: analysis of thoracic 
anthropometric data. Resuscitation, 2009. 80(10): p. 1137-41. 
34. Kao, P.C., et al., What is the correct depth of chest compression for infants and 
children? A radiological study. Pediatrics, 2009. 124(1): p. 49-55. 
35. Martin, P.S., et al., Does a more "physiological" infant manikin design effect chest 
compression quality and create a potential for thoracic over-compression during 
simulated infant CPR? Resuscitation, 2013. 84(5): p. 666-71. 
36. Niles, D.E., et al., Prevalence and hemodynamic effects of leaning during CPR. 
Resuscitation, 2011. 82, Supplement 2(0): p. S23-S26. 
37. Zuercher, M., et al., Leaning during chest compressions impairs cardiac output and left 
ventricular myocardial blood flow in piglet cardiac arrest. Crit Care Med, 2010. 38(4): 
p. 1141-6. 
Jeyapal Kandasamy  Cardiff University 
   
 208 
 
38. Sutton, R.M., et al., Effect of residual leaning force on intrathoracic pressure during 
mechanical ventilation in children. Resuscitation, 2010. 81(7): p. 857-60. 
39. Yannopoulos, D., et al., Effects of incomplete chest wall decompression during 
cardiopulmonary resuscitation on coronary and cerebral perfusion pressures in a 
porcine model of cardiac arrest. Resuscitation, 2005. 64(3): p. 363-72. 
40. Aufderheide, T.P., et al., Incomplete chest wall decompression: a clinical evaluation of 
CPR performance by EMS personnel and assessment of alternative manual chest 
compression-decompression techniques. Resuscitation, 2005. 64(3): p. 353-62. 
41. Christenson, J., et al., Chest Compression Fraction Determines Survival in Patients 
With Out-of-Hospital Ventricular Fibrillation. Circulation, 2009. 120(13): p. 1241-
1247. 
42. Babbs, C.F., A. Meyer, and V. Nadkarni, Neonatal CPR: room at the top--a 
mathematical study of optimal chest compression frequency versus body size. 
Resuscitation, 2009. 80(11): p. 1280-4. 
43. Sanders, A.B., et al., The role of bicarbonate and fluid loading in improving 
resuscitation from prolonged cardiac arrest with rapid manual chest compression 
CPR. Annals of Emergency Medicine, 1990. 19(1): p. 1-7. 
44. Kern, K.B., et al., Improved left ventricular blood flow with increased rates of external 
chest compressions. Journal of the American College of Cardiology, 1990. 15(2s1): p. 
A215-A215. 
45. Feneley, M.P., et al., Influence of compression rate on initial success of resuscitation 
and 24 hour survival after prolonged manual cardiopulmonary resuscitation in dogs. 
Circulation, 1988. 77(1): p. 240-50. 
  Chapter 8: References 
   209 
 
46. Swenson, R.D., et al., Hemodynamics in humans during conventional and experimental 
methods of cardiopulmonary resuscitation. Circulation, 1988. 78(3): p. 630-639. 
47. Sunde, K., et al., Effect of different compression--decompression cycles on 
haemodynamics during ACD-CPR in pigs. Resuscitation, 1998. 36(2): p. 123-31. 
48. Sunde, K., et al., Improved haemodynamics with increased compression-
decompression rates during ACD-CPR in pigs. Resuscitation, 1998. 39(3): p. 197-205. 
49. Dean, J.M., et al., Age-related effects of compression rate and duration in 
cardiopulmonary resuscitation. Journal of Applied Physiology, 1990. 68(2): p. 554-
560. 
50. Dean, J.M., et al., Age-related effects of compression rate and duration in 
cardiopulmonary resuscitation. J Appl Physiol (1985), 1990. 68(2): p. 554-60. 
51. Fitzgerald, K.R., et al., Cardiac output during cardiopulmonary resuscitation at 
various compression rates and durations. American Journal of Physiology - Heart and 
Circulatory Physiology, 1981. 241(3): p. H442-H448. 
52. Idris, A.H., et al., Relationship between chest compression rates and outcomes from 
cardiac arrest. Circulation, 2012. 125(24): p. 3004-12. 
53. Berg, R.A., et al., Adverse hemodynamic effects of interrupting chest compressions for 
rescue breathing during cardiopulmonary resuscitation for ventricular fibrillation 
cardiac arrest. Circulation, 2001. 104(20): p. 2465-70. 
54. Yannopoulos, D., et al., No assisted ventilation cardiopulmonary resuscitation and 24-
hour neurological outcomes in a porcine model of cardiac arrest. Crit Care Med, 2010. 
38(1): p. 254-60. 
55. Berg, R.A., et al., Simulated mouth-to-mouth ventilation and chest compressions 
(bystander cardiopulmonary resuscitation) improves outcome in a swine model of 
prehospital pediatric asphyxial cardiac arrest. Crit Care Med, 1999. 27(9): p. 1893-9. 
Jeyapal Kandasamy  Cardiff University 
   
 210 
 
56. Idris, A.H., et al., Effect of ventilation on resuscitation in an animal model of cardiac 
arrest. Circulation, 1994. 90(6): p. 3063-3069. 
57. Koster, R.W., et al., European Resuscitation Council Guidelines for Resuscitation 2010 
Section 2. Adult basic life support and use of automated external defibrillators. 
Resuscitation, 2010. 81(10): p. 1277-92. 
58. Kitamura, T., et al., Conventional and chest-compression-only cardiopulmonary 
resuscitation by bystanders for children who have out-of-hospital cardiac arrests: a 
prospective, nationwide, population-based cohort study. Lancet, 2010. 375(9723): p. 
1347-54. 
59. Nolan, J.P., et al., European Resuscitation Council Guidelines for Resuscitation 2010 
Section 1. Executive summary. Resuscitation, 2010. 81(10): p. 1219-1276. 
60. Sutton, R.M., et al., Quantitative analysis of chest compression interruptions during in-
hospital resuscitation of older children and adolescents. Resuscitation, 2009. 80(11): 
p. 1259-63. 
61. Niles, D., et al., Leaning is common during in-hospital pediatric CPR, and decreased 
with automated corrective feedback. Resuscitation, 2009. 80(5): p. 553-7. 
62. Abella, B.S., et al., CPR quality improvement during in-hospital cardiac arrest using a 
real-time audiovisual feedback system. Resuscitation, 2007. 73. 
63. Kramer-Johansen, J., et al., Quality of out-of-hospital cardiopulmonary resuscitation 
with real time automated feedback: A prospective interventional study. Resuscitation, 
2006. 71. 
64. Lee, S., et al., Proper target depth of an accelerometer-based feedback device during 
CPR performed on a hospital bed: a randomized simulation study. The American 
Journal of Emergency Medicine, 2015. 33(10): p. 1425-1429. 
  Chapter 8: References 
   211 
 
65. Oh, J., et al., The use of dual accelerometers improves measurement of chest 
compression depth. Resuscitation, 2012. 83(4): p. 500-4. 
66. Gruber, J., et al., Real-time feedback systems in CPR. Trends in Anaesthesia and Critical 
Care, 2012. 2(6): p. 287-294. 
67. Skorning, M., et al., New visual feedback device improves performance of chest 
compressions by professionals in simulated cardiac arrest. Resuscitation, 2010. 81(1): 
p. 53-8. 
68. Beckers, S.K., et al., CPREzy improves performance of external chest compressions in 
simulated cardiac arrest. Resuscitation, 2007. 72(1): p. 100-7. 
69. Handley, A.J. and S.A. Handley, Improving CPR performance using an audible 
feedback system suitable for incorporation into an automated external defibrillator. 
Resuscitation, 2003. 57(1): p. 57-62. 
70. Shiraki, T., et al., Incidence and outcomes of out-of-hospital cardiac arrest in the 
eastern part of Yamaguchi prefecture. Int Heart J, 2009. 50(4): p. 489-500. 
71. Sandroni, C., et al., In-hospital cardiac arrest: incidence, prognosis and possible 
measures to improve survival. Intensive Care Med, 2007. 33(2): p. 237-45. 
72. Donoghue, A.J., et al., Out-of-Hospital Pediatric Cardiac Arrest: An Epidemiologic 
Review and Assessment of Current Knowledge. Annals of Emergency Medicine, 2005. 
46(6): p. 512-522. 
73. Suominen, P., et al., Utstein style reporting of in-hospital paediatric cardiopulmonary 
resuscitation. Resuscitation, 2000. 45(1): p. 17-25. 
74. Atkins, D.L., et al., Epidemiology and Outcomes From Out-of-Hospital Cardiac Arrest 
in Children: The Resuscitation Outcomes Consortium Epistry–Cardiac Arrest. 
Circulation, 2009. 119(11): p. 1484-1491. 
Jeyapal Kandasamy  Cardiff University 
   
 212 
 
75. Engdahl, J., et al., The epidemiology of out-of-hospital 'sudden' cardiac arrest. 
Resuscitation, 2002. 52(3): p. 235-45. 
76. Herlitz, J., et al., Resuscitation in Europe: a tale of five European regions. 
Resuscitation, 1999. 41(2): p. 121-31. 
77. Peberdy, M.A., et al., Cardiopulmonary resuscitation of adults in the hospital: a report 
of 14720 cardiac arrests from the National Registry of Cardiopulmonary Resuscitation. 
Resuscitation, 2003. 58(3): p. 297-308. 
78. Kudenchuk, P.J., et al., Amiodarone for Resuscitation after Out-of-Hospital Cardiac 
Arrest Due to Ventricular Fibrillation. New England Journal of Medicine, 1999. 
341(12): p. 871-878. 
79. Djabir, Y. and G.P. Dobson, Hemodynamic rescue and ECG stability during chest 
compressions using adenosine and lidocaine after 8-minute asphyxial hypoxia in the 
rat. The American Journal of Emergency Medicine, (0). 
80. Meaney, P.A., et al., Higher survival rates among younger patients after pediatric 
intensive care unit cardiac arrests. Pediatrics, 2006. 118(6): p. 2424-33. 
81. Nadkarni, V.M., et al., First documented rhythm and clinical outcome from in-hospital 
cardiac arrest among children and adults. JAMA, 2006. 295(1): p. 50-7. 
82. Bobrow, B.J., et al., MInimally interrupted cardiac resuscitation by emergency medical 
services for out-of-hospital cardiac arrest. JAMA, 2008. 299(10): p. 1158-1165. 
83. Reis, A.G., et al., A prospective investigation into the epidemiology of in-hospital 
pediatric cardiopulmonary resuscitation using the international Utstein reporting style. 
Pediatrics, 2002. 109(2): p. 200-9. 
84. Huang, C.H., et al., Factors influencing the outcomes after in-hospital resuscitation in 
Taiwan. Resuscitation, 2002. 53(3): p. 265-70. 
  Chapter 8: References 
   213 
 
85. Members, W.G., et al., Heart Disease and Stroke Statistics—2012 Update: A Report 
From the American Heart Association. Circulation, 2012. 125(1): p. e2-e220. 
86. Ong, M.E., et al., Comparison of chest compression only and standard 
cardiopulmonary resuscitation for out-of-hospital cardiac arrest in Singapore. 
Resuscitation, 2008. 78(2): p. 119-26. 
87. Olasveengen, T.M., L. Wik, and P.A. Steen, Standard basic life support vs. continuous 
chest compressions only in out-of-hospital cardiac arrest. Acta Anaesthesiol Scand, 
2008. 52(7): p. 914-9. 
88. group, S.-K.s., Cardiopulmonary resuscitation by bystanders with chest compression 
only (SOS-KANTO): an observational study. Lancet, 2007. 369(9565): p. 920-6. 
89. Bohm, K., et al., Survival is similar after standard treatment and chest compression 
only in out-of-hospital bystander cardiopulmonary resuscitation. Circulation, 2007. 
116(25): p. 2908-12. 
90. Kern, K.B., et al., Importance of Continuous Chest Compressions During 
Cardiopulmonary Resuscitation: Improved Outcome During a Simulated Single Lay-
Rescuer Scenario. Circulation, 2002. 105(5): p. 645-649. 
91. Wik, L., P.A. Steen, and N.G. Bircher, Quality of bystander cardiopulmonary 
resuscitation influences outcome after prehospital cardiac arrest. Resuscitation, 1994. 
28(3): p. 195-203. 
92. Redberg, R.F., et al., Physiology of blood flow during cardiopulmonary resuscitation. 
A transesophageal echocardiographic study. Circulation, 1993. 88(2): p. 534-42. 
93. Paradis, N.A., et al., Coronary perfusion pressure and the return of spontaneous 
circulation in human cardiopulmonary resuscitation. JAMA, 1990. 263(8): p. 1106-13. 
Jeyapal Kandasamy  Cardiff University 
   
 214 
 
94. Rich, S., H.L. Wix, and E.P. Shapiro, Clinical assessment of heart chamber size and 
valve motion during cardiopulmonary resuscitation by two-dimensional 
echocardiography. Am Heart J, 1981. 102(3 Pt 1): p. 368-73. 
95. Redberg, R.F., et al., Physiology of blood flow during cardiopulmonary resuscitation. 
A transesophageal echocardiographic study. Circulation, 1993. 88(2): p. 534-542. 
96. Andreka, P. and M.P. Frenneaux, Haemodynamics of cardiac arrest and resuscitation. 
Curr Opin Crit Care, 2006. 12(3): p. 198-203. 
97. Topjian, A.A., R.A. Berg, and V.M. Nadkarni, Pediatric Cardiopulmonary 
Resuscitation: Advances in Science, Techniques, and Outcomes. Pediatrics, 2008. 
122(5): p. 1086-1098. 
98. Dean, J.M., et al., Age-related changes in chest geometry during cardiopulmonary 
resuscitation. Journal of Applied Physiology, 1987. 62(6): p. 2212-2219. 
99. Burdi, A.R., et al., Infants and children in the adult world of automobile safety design: 
Pediatric and anatomical considerations for design of child restraints. Journal of 
Biomechanics, 1969. 2(3): p. 267-280. 
100. Nolan, J.P., et al., European Resuscitation Council Guidelines for Resuscitation 2010 
Section 1. Executive summary. Resuscitation, 2010. 81(10): p. 1219-76. 
101. Dorfsman, M.L., et al., Two-thumb vs Two-finger Chest Compression in an Infant 
Model of Prolonged Cardiopulmonary Resuscitation. Academic Emergency Medicine, 
2000. 7(10): p. 1077-1082. 
102. Menegazzi, J.J., et al., Two-thumb versus two-finger chest compression during CPR in 
a swine infant model of cardiac arrest. Annals of Emergency Medicine, 1993. 22(2): 
p. 240-243. 
  Chapter 8: References 
   215 
 
103. Menegazzi, J.J., et al., Two-thumb versus two-finger chest compression during CRP in 
a swine infant model of cardiac arrest. Ann Emerg Med, 1993. 22(2): p. 240-3. 
104. Houri, P.K., et al., A randomized, controlled trial of two-thumb vs two-finger chest 
compression in a swine infant model of cardiac arrest [see comment]. Prehosp Emerg 
Care, 1997. 1(2): p. 65-7. 
105. Resuscitation, T.A.H.A.i.c.w.t.I.L.C.o., Guidelines 2000 for Cardiopulmonary 
Resuscitation and Emergency Cardiovascular Care. Part 11: neonatal resuscitation. 
The American Heart Association in collaboration with the International Liaison 
Committee on Resuscitation. Circulation, 2000. 102(8 Suppl): p. I343-57. 
106. Whitelaw, C.C., B. Slywka, and L.J. Goldsmith, Comparison of a two-finger versus 
two-thumb method for chest compressions by healthcare providers in an infant 
mechanical model. Resuscitation, 2000. 43(3): p. 213-6. 
107. Orlowski, J.P., Optimum position for external cardiac compression in infants and 
young children. Ann Emerg Med, 1986. 15(6): p. 667-73. 
108. Finholt, D.A., et al., The heart is under the lower third of the sternum. Implications for 
external cardiac massage. Am J Dis Child, 1986. 140(7): p. 646-9. 
109. You, Y., Optimum location for chest compressions during two-rescuer infant 
cardiopulmonary resuscitation. Resuscitation, 2009. 80(12): p. 1378-1381. 
110. Maier, G.W., et al., The physiology of external cardiac massage: high-impulse 
cardiopulmonary resuscitation. Circulation, 1984. 70(1): p. 86-101. 
111. Sibbald, W.J., An alternative pathway for preclinical research in fluid management. 
Crit Care, 2000. 4 Suppl 2: p. S8-S15. 
112. Ward, K.R. and R.W. Barbee, Animal Models of Resuscitation, in Cardiopulmonary 
Resuscitation, J.P. Ornato and M.A. Peberdy, Editors. 2005, Humana Press: Totowa, 
NJ. p. 683-694. 
Jeyapal Kandasamy  Cardiff University 
   
 216 
 
113. Wyler, F., M. Rutishauser, and G. Stalder. DISTRIBUTION OF CARDIAC-OUTPUT 
AND ORGAN BLOOD-FLOW IN THE MINIPIG, AN EXPERIMENTAL ANIMAL FOR 
HEMODYNAMIC RESEARCH. in European Journal of Cardiology. 1979. ELSEVIER 
SCIENCE BV PO BOX 211, 1000 AE AMSTERDAM, NETHERLANDS. 
114. Hughes, H.C., Swine in cardiovascular research. Lab Anim Sci, 1986. 36(4): p. 348-
50. 
115. Litten-Brown, J.C., A.M. Corson, and L. Clarke, Porcine models for the metabolic 
syndrome, digestive and bone disorders: a general overview. Animal, 2010. 4(6): p. 
899-920. 
116. Hubert, M., et al., Cardiopulmonary bypass surgery in swine: a research model. Journal 
of Experimental Animal Science, 2003. 42(3): p. 135-149. 
117. Weaver, M.E., et al., A quantitative study of the anatomy and distribution of coronary 
arteries in swine in comparison with other animals and man. Cardiovasc Res, 1986. 
20(12): p. 907-17. 
118. White, F., et al., Coronary collateral development in swine after coronary artery 
occlusion. Circulation Research, 1992. 71(6): p. 1490-1500. 
119. Song, L., et al., Cardiopulmonary resuscitation in the mouse. Journal of Applied 
Physiology, 2002. 93(4): p. 1222-1226. 
120. Xanthos, T., et al., Cardiopulmonary arrest and resuscitation in Landrace/Large White 
swine: a research model. Laboratory Animals, 2007. 41(3): p. 353-362. 
121. White, F.C., D.M. Roth, and C.M. Bloor, The pig as a model for myocardial ischemia 
and exercise. Lab Anim Sci, 1986. 36(4): p. 351-6. 
122. Cherry, B.H., et al., Modeling cardiac arrest and resuscitation in the domestic pig. 
World J Crit Care Med, 2015. 4(1): p. 1-12. 
  Chapter 8: References 
   217 
 
123. Perel, P., et al., Comparison of treatment effects between animal experiments and 
clinical trials: systematic review. BMJ, 2007. 334(7586): p. 197. 
124. Spaulding , C.M., et al., Immediate Coronary Angiography in Survivors of Out-of-
Hospital Cardiac Arrest. New England Journal of Medicine, 1997. 336(23): p. 1629-
1633. 
125. Viano, D.C., et al., Injury biomechanics research: An essential element in the 
prevention of trauma. Journal of Biomechanics, 1989. 22(5): p. 403-417. 
126. Worn, M.J. and M.D. Jones, Rib fractures in infancy: establishing the mechanisms of 
cause from the injuries--a literature review. Med Sci Law, 2007. 47(3): p. 200-12. 
127. Kleinman, P.K., et al., Rib fractures in 31 abused infants: postmortem radiologic-
histopathologic study. Radiology, 1996. 200(3): p. 807-10. 
128. Udassi, J.P., et al., Effect of Alternative Chest Compression Techniques in Infant and 
Child on Rescuer Performance. Pediatric critical care medicine : a journal of the 
Society of Critical Care Medicine and the World Federation of Pediatric Intensive and 
Critical Care Societies, 2009. 10(3): p. 328-333. 
129. Neurauter, A., et al., Comparison of mechanical characteristics of the human and 
porcine chest during cardiopulmonary resuscitation. Resuscitation, 2009. 80(4): p. 
463-469. 
130. Kramer-Johansen, J., et al., Uniform reporting of measured quality of cardiopulmonary 
resuscitation (CPR). Resuscitation, 2007. 74(3): p. 406-17. 
131. Nolan, J.P., High-quality cardiopulmonary resuscitation. Curr Opin Crit Care, 2014. 
20(3): p. 227-33. 
132. Edelson, D.P., et al., Effects of compression depth and pre-shock pauses predict 
defibrillation failure during cardiac arrest. Resuscitation, 2006. 71(2): p. 137-45. 
Jeyapal Kandasamy  Cardiff University 
   
 218 
 
133. Maher, K.O., et al., Depth of sternal compression and intra-arterial blood pressure 
during CPR in infants following cardiac surgery. Resuscitation, 2009. 80(6): p. 662-4. 
134. Ornato, J.P., et al., The effect of applied chest compression force on systemic arterial 
pressure and end-tidal carbon dioxide concentration during CPR in human beings. Ann 
Emerg Med, 1989. 18(7): p. 732-7. 
135. Bellamy, R.F., L.R. DeGuzman, and D.C. Pedersen, Coronary blood flow during 
cardiopulmonary resuscitation in swine. Circulation, 1984. 69(1): p. 174-80. 
136. Babbs, C.F., et al., Relationship of blood pressure and flow during CPR to chest 
compression amplitude: Evidence for an effective compression threshold. Annals of 
Emergency Medicine, 1983. 12(9): p. 527-532. 
137. Kleinman, M.E., et al., Part 14: Pediatric Advanced Life Support: 2010 American 
Heart Association Guidelines for Cardiopulmonary Resuscitation and Emergency 
Cardiovascular Care. Circulation, 2010. 122(18 suppl 3): p. S876-S908. 
138. Kleinman, M.E., et al., Part 10: Pediatric Basic and Advanced Life Support: 2010 
International Consensus on Cardiopulmonary Resuscitation and Emergency 
Cardiovascular Care Science With Treatment Recommendations. Circulation, 2010. 
122(16 suppl 2): p. S466-S515. 
139. Braga, M.S., et al., Estimation of optimal CPR chest compression depth in children by 
using computer tomography. Pediatrics, 2009. 124(1): p. e69-74. 
140. Handley, A.J., et al., European Resuscitation Council guidelines for resuscitation 2005. 
Section 2. Adult basic life support and use of automated external defibrillators. 
Resuscitation, 2005. 67 Suppl 1: p. S7-23. 
  Chapter 8: References 
   219 
 
141. Babbs, C.F., et al., Relationship of blood pressure and flow during CPR to chest 
compression amplitude: evidence for an effective compression threshold. Ann Emerg 
Med, 1983. 12(9): p. 527-32. 
142. Standards and guidelines for cardiopulmonary resuscitation (CPR) and emergency 
cardiac care (ECC). JAMA, 1980. 244(5): p. 453-509. 
143. Guly, U.M. and C.E. Robertson, Active decompression improves the haemodynamic 
state during cardiopulmonary resuscitation. Br Heart J, 1995. 73(4): p. 372-6. 
144. Lurie, K., et al., Use of an inspiratory impedance threshold valve during 
cardiopulmonary resuscitation: a progress report. Resuscitation, 2000. 44(3): p. 219-
30. 
145. Lurie, K.G., et al., Optimizing standard cardiopulmonary resuscitation with an 
inspiratory impedance threshold valve. Chest, 1998. 113(4): p. 1084-90. 
146. Lurie, K.G., et al., Use of an inspiratory impedance valve improves neurologically 
intact survival in a porcine model of ventricular fibrillation. Circulation, 2002. 105(1): 
p. 124-9. 
147. Wolfe, J.A., et al., Physiologic determinants of coronary blood flow during external 
cardiac massage. J Thorac Cardiovasc Surg, 1988. 95(3): p. 523-32. 
148. Aufderheide, T.P., et al., Hyperventilation-Induced Hypotension During 
Cardiopulmonary Resuscitation. Circulation, 2004. 109(16): p. 1960-1965. 
149. Maconochie, I.K., et al., European Resuscitation Council Guidelines for Resuscitation 
2015: Section 6. Paediatric life support. Resuscitation, 2015. 95: p. 223-48. 
150. Berg, M.D., et al., Pediatric Basic Life Support: 2010 American Heart Association 
Guidelines for Cardiopulmonary Resuscitation and Emergency Cardiovascular Care. 
Pediatrics, 2010. 126(5): p. e1345-e1360. 
Jeyapal Kandasamy  Cardiff University 
   
 220 
 
151. Emergency, G.f.C.R.a. and C. Care, Part 9: Pediatric Basic Life Support. Circulation, 
2000. 102(suppl 1): p. I-253-I-290. 
152. Shultz, J.J., et al., Comparison of exertion required to perform standard and active 
compression-decompression cardiopulmonary resuscitation. Resuscitation, 1995. 
29(1): p. 23-31. 
153. Aufderheide, T.P. and K.G. Lurie, Death by hyperventilation: A common and life-
threatening problem during cardiopulmonary resuscitation. Critical Care Medicine, 
2004. 32(9): p. S345-S351 10.1097/01.CCM.0000134335.46859.09. 
154. Yannopoulos, D., et al., Reducing ventilation frequency during cardiopulmonary 
resuscitation in a porcine model of cardiac arrest. Respir Care, 2005. 50(5): p. 628-35. 
155. Paradis, N.A., et al., The Effect of Standard- and High-Dose Epinephrine on Coronary 
Perfusion Pressure During Prolonged Cardiopulmonary Resuscitation. JAMA: The 
Journal of the American Medical Association, 1991. 265(9): p. 1139-1144. 
156. Paradis, N.A., et al., Coronary Perfusion Pressure and the Return of Spontaneous 
Circulation in Human Cardiopulmonary Resuscitation. JAMA: The Journal of the 
American Medical Association, 1990. 263(8): p. 1106-1113. 
157. Zuercher, M., et al., A sternal accelerometer does not impair hemodynamics during 
piglet CPR. Resuscitation, 2011. 82(9): p. 1231-4. 
158. Christenson, J., et al., Chest compression fraction determines survival in patients with 
out-of-hospital ventricular fibrillation. Circulation, 2009. 120(13): p. 1241-7. 
159. Abella, B.S., et al., Chest Compression Rates During Cardiopulmonary Resuscitation 
Are Suboptimal: A Prospective Study During In-Hospital Cardiac Arrest. Circulation, 
2005. 111(4): p. 428-434. 
  Chapter 8: References 
   221 
 
160. Adult basic life support:Part 2, C., Part 2: Adult Basic Life Support. Circulation, 2005. 
112(22 suppl): p. III-5-III-16. 
161. Fleisher, G., C. Delgado-Paredes, and S. Heyman, Slow versus rapid closed-chest 
cardiac compression during cardiopulmonary resuscitation in puppies. Crit Care Med, 
1987. 15(10): p. 939-43. 
162. Dean, J.M., et al., Improved blood flow during prolonged cardiopulmonary 
resuscitation with 30% duty cycle in infant pigs. Circulation, 1991. 84(2): p. 896-904. 
163. Babbs, C.F., A. Meyer, and V. Nadkarni, Neonatal CPR: Room at the top—A 
mathematical study of optimal chest compression frequency versus body size. 
Resuscitation, 2009. 80(11): p. 1280-1284. 
164. Talley, D.B., J.P. Ornato, and A.M. Clarke, Computer-aided characterization and 
optimization of the Thumper compression waveform in closed-chest CPR. Biomed 
Instrum Technol, 1990. 24(4): p. 283-8. 
165. Handley, A.J. and J.A. Handley, The relationship between rate of chest compression 
and compression:relaxation ratio. Resuscitation, 1995. 30(3): p. 237-41. 
166. Kern, K.B., et al., Twenty-four hour survival in a canine model of cardiac arrest 
comparing three methods of manual cardiopulmonary resuscitation. J Am Coll Cardiol, 
1986. 7(4): p. 859-67. 
167. Hellevuo, H., et al., Deeper chest compression – More complications for cardiac arrest 
patients? Resuscitation, 2013. 84(6): p. 760-765. 
168. Berg, R.A., et al., Adverse Hemodynamic Effects of Interrupting Chest Compressions 
for Rescue Breathing During Cardiopulmonary Resuscitation for Ventricular 
Fibrillation Cardiac Arrest. Circulation, 2001. 104(20): p. 2465-2470. 
Jeyapal Kandasamy  Cardiff University 
   
 222 
 
169. van Alem, A.P., B.T. Sanou, and R.W. Koster, Interruption of cardiopulmonary 
resuscitation with the use of the automated external defibrillator in out-of-hospital 
cardiac arrest. Ann Emerg Med, 2003. 42(4): p. 449-57. 
170. Gallagher, E.J., G. Lombardi, and P. Gennis, Effectiveness of bystander 
cardiopulmonary resuscitation and survival following out-of-hospital cardiac arrest. 
JAMA, 1995. 274(24): p. 1922-5. 
171. Stiell, I.G., et al., Advanced Cardiac Life Support in Out-of-Hospital Cardiac Arrest. 
New England Journal of Medicine, 2004. 351(7): p. 647-656. 
172. Kern, K.B., et al., Importance of continuous chest compressions during 
cardiopulmonary resuscitation: improved outcome during a simulated single lay-
rescuer scenario. Circulation, 2002. 105(5): p. 645-9. 
173. Aufderheide, T.P., et al., Hyperventilation-induced hypotension during 
cardiopulmonary resuscitation. Circulation, 2004. 109(16): p. 1960-5. 
174. Assar, D., et al., Randomised controlled trials of staged teaching for basic life support: 
1. Skill acquisition at bronze stage. Resuscitation, 2000. 45(1): p. 7-15. 
175. Ewy, G.A., et al., Improved neurological outcome with continuous chest compressions 
compared with 30:2 compressions-to-ventilations cardiopulmonary resuscitation in a 
realistic swine model of out-of-hospital cardiac arrest. Circulation, 2007. 116(22): p. 
2525-30. 
176. American Heart, A., 2005 American Heart Association (AHA) Guidelines for 
Cardiopulmonary Resuscitation (CPR) and Emergency Cardiovascular Care (ECC) of 
Pediatric and Neonatal Patients: Pediatric Basic Life Support. Pediatrics, 2006. 
117(5): p. e989-e1004. 
  Chapter 8: References 
   223 
 
177. Berg, R.A., et al., "Bystander" chest compressions and assisted ventilation 
independently improve outcome from piglet asphyxial pulseless "cardiac arrest". 
Circulation, 2000. 101(14): p. 1743-8. 
178. Becker, L.B., et al., A Reappraisal of Mouth-to-Mouth Ventilation During Bystander-
Initiated Cardiopulmonary Resuscitation. A Statement for Healthcare Professionals 
From the Ventilation Working Group of the Basic Life Support and Pediatric Life 
Support Subcommittees, American Heart Association, 1997. 96(6): p. 2102-2112. 
179. Botran, M., et al., Chest compressions versus ventilation plus chest compressions: a 
randomized trial in a pediatric asphyxial cardiac arrest animal model. Intensive Care 
Med, 2011. 37(11): p. 1873-80. 
180. Schmolzer, G.M., et al., Respiratory monitoring of neonatal resuscitation. Arch Dis 
Child Fetal Neonatal Ed, 2010. 95(4): p. F295-303. 
181. Zideman, D., Paediatric and neonatal life support. Br J Anaesth, 1997. 79: p. 178 –
187. 
182. Elam, J.O., et al., HEad-tilt method of oral resuscitation. Journal of the American 
Medical Association, 1960. 172(8): p. 812-815. 
183. Sutton, R.M., et al., Quantitative analysis of CPR quality during in-hospital 
resuscitation of older children and adolescents. Pediatrics, 2009. 124(2): p. 494-9. 
184. Kramer-Johansen, J., et al., Quality of out-of-hospital cardiopulmonary resuscitation 
with real time automated feedback: a prospective interventional study. Resuscitation, 
2006. 71(3): p. 283-92. 
185. Udassi, J.P., et al., Effect of alternative chest compression techniques in infant and child 
on rescuer performance*. Pediatric Critical Care Medicine, 2009. 10(3): p. 328-333. 
Jeyapal Kandasamy  Cardiff University 
   
 224 
 
186. Sutton, R.M., et al., Pushing harder, pushing faster, minimizing interruptions… But 
falling short of 2010 cardiopulmonary resuscitation targets during in-hospital 
pediatric and adolescent resuscitation. Resuscitation, 2013. 84(12): p. 1680-1684. 
187. Niles, D.E., et al., Prevalence and hemodynamic effects of leaning during CPR. 
Resuscitation, 2011. 82 Suppl 2: p. S23-6. 
188. Fried, D.A., et al., The prevalence of chest compression leaning during in-hospital 
cardiopulmonary resuscitation. Resuscitation, 2011. 82(8): p. 1019-24. 
189. David, R., Closed Chest Cardiac Massage in the Newborn Infant. Pediatrics, 1988. 
81(4): p. 552-554. 
190. Todres, I.D. and M.C. Rogers, Methods of external cardiac massage in the newborn 
infant. The Journal of Pediatrics, 1975. 86(5): p. 781-782. 
191. Thaler , M.M. and G.H.C. Stobie An Improved Technic of External Cardiac 
Compression in Infants and Young Children. New England Journal of Medicine, 1963. 
269(12): p. 606-610. 
192. Thaler, M.M. and G.H. Stobie, AN IMPROVED TECHNIQUE OF EXTERNAL 
CARDIAC COMPRESSION IN INFANTS AND YOUNG CHILDREN. Am Heart J, 
1964. 67: p. 844. 
193. Berg, R.A., et al., Efficacy of audio-prompted rate guidance in improving resuscitator 
performance of cardiopulmonary resuscitation on children. Acad Emerg Med, 1994. 
1(1): p. 35-40. 
194. Lee, S.H., et al., A comparison of the area of chest compression by the superimposed-
thumb and the alongside-thumb techniques for infant cardiopulmonary resuscitation. 
Resuscitation, 2011. 82(9): p. 1214-1217. 
  Chapter 8: References 
   225 
 
195. Phillips, G.W. and D.A. Zideman, Relation of infant heart to sternum: its significance 
in cardiopulmonary resuscitation. Lancet, 1986. 1(8488): p. 1024-5. 
196. Shah, N.M. and H.K. Gaur, Position of heart in relation to sternum and nipple line at 
various ages. Indian Pediatr, 1992. 29(1): p. 49-53. 
197. Christman, C., et al., The two-thumb is superior to the two-finger method for 
administering chest compressions in a manikin model of neonatal resuscitation. Arch 
Dis Child Fetal Neonatal Ed, 2011. 96(2): p. F99-F101. 
198. Dobbing, J., The Influence of Early Nutrition on the Development and Myelination of 
the Brain. Proceedings of the Royal Society of London. Series B. Biological Sciences, 
1964. 159(976): p. 503-509. 
199. Song, Y.T. and Y. Chee, The development of feedback monitoring device for CPR. Conf 
Proc IEEE Eng Med Biol Soc, 2011. 2011: p. 3294-7. 
200. Abella, B.S., et al., Chest compression rates during cardiopulmonary resuscitation are 
suboptimal: a prospective study during in-hospital cardiac arrest. Circulation, 2005. 
111. 
201. Aase, S.O. and H. Myklebust, Compression depth estimation for CPR quality 
assessment using DSP on accelerometer signals. Biomedical Engineering, IEEE 
Transactions on, 2002. 49(3): p. 263-268. 
202. Atkins, D.L., et al., Part 11: Pediatric Basic Life Support and Cardiopulmonary 
Resuscitation Quality. 2015 American Heart Association Guidelines Update for 
Cardiopulmonary Resuscitation and Emergency Cardiovascular Care, 2015. 132(18 
suppl 2): p. S519-S525. 
203. Bhanji, F., et al., Part 14: Education. 2015 American Heart Association Guidelines 
Update for Cardiopulmonary Resuscitation and Emergency Cardiovascular Care, 2015. 
132(18 suppl 2): p. S561-S573. 
Jeyapal Kandasamy  Cardiff University 
   
 226 
 
204. Sutton, R.M., et al., First quantitative analysis of cardiopulmonary resuscitation 
quality during in-hospital cardiac arrests of young children. Resuscitation, 2013(0). 
205. Man Keun, K., O. Je Hyeok, and K. Tae Wook. Chest compression depth measurement 
using IRUWB for CPR (cardiopulmonary resuscitation). in Circuits and Systems 
(APCCAS), 2010 IEEE Asia Pacific Conference on. 2010. 
206. Niles, D., et al., Leaning is common during in-hospital pediatric CPR, and decreased 
with automated corrective feedback. Resuscitation, 2009. 80(5): p. 553-557. 
207. Cheng, A., et al., Improving cardiopulmonary resuscitation with a CPR feedback device 
and refresher simulations (CPR CARES Study): a randomized clinical trial. JAMA 
Pediatr, 2015. 169(2): p. 137-44. 
208. Yeung, J., et al., A randomised control trial of prompt and feedback devices and their 
impact on quality of chest compressions--a simulation study. Resuscitation, 2014. 
85(4): p. 553-9. 
209. Fischer, H., et al., Effects and limitations of an AED with audiovisual feedback for 
cardiopulmonary resuscitation: a randomized manikin study. Resuscitation, 2011. 
82(7): p. 902-7. 
210. Mpotos, N., et al., Retraining basic life support skills using video, voice feedback or 
both: a randomised controlled trial. Resuscitation, 2013. 84(1): p. 72-7. 
211. Noordergraaf, G.J., et al., The quality of chest compressions by trained personnel: the 
effect of feedback, via the CPREzy, in a randomized controlled trial using a manikin 
model. Resuscitation, 2006. 69(2): p. 241-52. 
212. Skorning, M., et al., External chest compressions using a mechanical feedback device 
: cross-over simulation study. Anaesthesist, 2011. 60(8): p. 717-22. 
  Chapter 8: References 
   227 
 
213. Zapletal, B., et al., Comparing three CPR feedback devices and standard BLS in a 
single rescuer scenario: A randomised simulation study. Resuscitation, 2013(0). 
214. Cho, G.C., Skin and soft tissue damage caused by use of feedback-sensor during chest 
compressions. Resuscitation, 2009. 80(5): p. 600. 
215. Perkins, G.D., et al., CPREzy™: an evaluation during simulated cardiac arrest on a 
hospital bed. Resuscitation, 2005. 64(1): p. 103-108. 
216. Zapletal, B., et al., Comparing three CPR feedback devices and standard BLS in a 
single rescuer scenario: A randomised simulation study. Resuscitation, 2014. 85(4): p. 
560-566. 
217. Sainio, M., et al., Effect of mattress and bed frame deflection on real chest compression 
depth measured with two CPR sensors. Resuscitation, 2014. 
218. Guang, Z., Z. Jiewen, and W. Taihu. A Novel Method of Measuring the Depth of 
Manual Chest Compressions During CPR. in Bioinformatics and Biomedical 
Engineering , 2009. ICBBE 2009. 3rd International Conference on. 2009. 
219. Perkins, G.D., et al., Compression feedback devices over estimate chest compression 
depth when performed on a bed. Resuscitation, 2009. 80(1): p. 79-82. 
220. Faul, F., et al., Statistical power analyses using G*Power 3.1: Tests for correlation and 
regression analyses. Behavior Research Methods. 41(4): p. 1149-1160. 
 
Chapter 8: Appendix 
  
 
   229 
 
8. APPENDIX 
A.1. Infant CPR performance feedback program-LabVIEW Block Diagram 
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A.2. Total time elapse indicator –LabVIEW BLOCK Diagram 
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A.3. Audio-visual metronome for regulate the compression rate- LabVIEW Block Dia-
gram 
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A.4. Matlab code-Analysing the CPR data generated by LabVIEW feedback program 
%This Matlab program is developed by Jeyapal Kandasamy for analyse the  
%compression rate, compression depth release force and compression duty cycle from  
%the set of data... 
  
clear all 
close all 
  
  
%load the XL sheet 
time= xlsread('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx','cpr','B:B'); 
disp= xlsread('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx','cpr','D:D'); 
  
if ~isvector(disp) 
    error('Input must be a vector;');  
end 
  
%check if input data are same length 
if length(time)~=length(disp) 
    error('Input data vectors must be the same length') 
end 
  
%check to make sure data is all real 
if or(sum(isreal(time)==0)>0,sum(isreal(disp)==0)>0) 
    error('All input data must be real valued') 
end 
  
%use mean to provide AC filtering; centering peaks about origin 
%d=disp-mean(disp); 
  
  
%the location and peak values and  
% small values of accelerometer displacement 
  
start = 1;  
[up_loc, upper_peak] = peakfinder(disp);  
[lp_loc, lower_peak] = peakfinder(-disp);  
%, 'MINPEAKHEIGHT',xx 
  
%[upper_peak,up_loc]=findpeaks(disp);un 
%[peak,loc1]=findpeaks(disp); 
%[min,loc2]=findpeaks(-disp,'MINPEAKHEIGHT',-4.5); 
%[lower_peak1,lp_loc]=findpeaks(-disp); 
upper_peak=upper_peak; 
lower_peak=-lower_peak; 
peakest=min(lower_peak); 
peakest=-peakest; 
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%upper_peak=peakest+upper_peak; 
%lower_peak=peakest+lower_peak; 
%disp=peakest+disp; 
  
%Pick the peak points eaualiant time 
%t=peak point equalant time 
up_time=zeros(1,length(up_loc)); 
for i=1:length(up_loc); 
   up_time(i)=time(up_loc(i)); 
  % i+1; 
end 
  
lp_time=zeros(1,length(lp_loc)); 
for i=1:length(lp_loc); 
   lp_time(i)=time(lp_loc(i)); 
  % i+1; 
end 
lp_time=lp_time'; 
  
  %saperate recoiled and unrecoiled compressions 
  recoil=zeros(1,length(lower_peak)); 
  recoil_time=zeros(1,length(lp_time)); 
  for i=1:length(lower_peak) 
      if lower_peak(i)<-17.85 
          recoil(i)=lower_peak(i); 
          recoil_time(i)=lp_time(i); 
      else 
          unrecoil(i)=lower_peak(i); 
          unrecoil_time(i)=lp_time(i); 
      end 
  end 
recoil=recoil'; 
unrecoil=unrecoil'; 
  
%total deflection 
tot_def=upper_peak+lower_peak; 
%tot_def=upper_peak; 
  
%Compression Rate 
cr=zeros(1,length(lp_time)); 
for i=2:length(lp_time) 
    cr(i)=60/(lp_time(i)-lp_time(i-1)); 
end 
  
%Duty cycle 
trapeze=zeros(1,length(disp)); 
%if (up_time(1)-lp_time(1))>0 
for i=1:length(disp) 
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   if i<length(disp) 
       j=i; 
   trapeze(j)= (disp(j)+disp(j+1)/2)*(time(j+1)-time(j)); 
  % trapeze(j)=sqrt(0.5*(time(j+1)-time(j))*(disp(j)+disp(j+1))^2); 
  i=i+1; 
      end 
end 
 trapeze=trapeze'; 
  
%%%% trapz total%%%%% 
trapz_total=zeros(1,length(lp_loc)); 
trapz_move=zeros(1000,0); 
  
 %trapz_move=zeros(1,length(lp_loc)); 
for i=1:length(lp_loc) 
     if i<length(lp_loc) 
        
   j=lp_loc(i); 
   k=lp_loc(i+1); 
   k=k-1; 
  
trapz_move=trapeze(j:k); 
trapz_total(i)=sum(trapz_move); 
i=i+1; 
trapz_move=zeros(1000,0); 
  
     end 
      
end 
trapz_total=trapz_total'; 
  
%%%area of square 
  
area_square=zeros(1,length(trapz_total)); 
  
for i=1:length(trapz_total) 
     if i<length(trapz_total) 
         
   cycle_time(i)=(lp_time(i+1)-lp_time(i)); 
area_square(i)=(upper_peak(i)*cycle_time(i)); 
i=i+1; 
  
  
     end 
      
end 
area_square=area_square'; 
cycle_time=cycle_time'; 
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dc=zeros(1,length(trapz_total)); 
%%%Duty cycle calculation 
for i=1:length(trapz_total) 
  if i<length(trapz_total)   
        
   dc(i)=(trapz_total(i)/(area_square(i))); 
    
  
  i=i+1;     
  end 
end 
dc=(dc*100); 
dc=dc'; 
  
 %trapz_total= trapz_total'; 
    %if i<length(up_time) 
        %j=i; 
    %active_t(j)=up_time(j+1)-lp_time(j); 
    %active_t(j)=up_time(j)-lp_time(j); 
   % tot_t(j)=lp_time(j+1)-lp_time(j); 
    %comp_dc(j)=(active_t(j)/tot_t(j))*100; 
 %%end 
%comp_dc=comp_dc'; 
%decompression duty cycle 
  
%%%% if i<length(up_time) 
   % recoil_t(k)=lp_time(k+1)-up_time(k); 
   % tot_t(k)=lp_time(k+1)-lp_time(k); 
   % recoil_dc(k)=(recoil_t(k)/tot_t(k))*100; 
 % end 
%end 
  
%recoil_dc=recoil_dc'; 
%zero_cross=find(disp==0); 
%zero_loc=zeros(1,length(zero_cross)); 
% a=zero_cross; 
% d=diff(a); 
 %b=find(d>30); 
 %c(1:length(a))=0; 
 %c(b)=a(b); 
  
 %%z=[a,c]; 
  
 %c(c==0)=[]; 
%zero_loc=c; 
%zero_loc=zero_loc'; 
%for i=1:length(zero_loc) 
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 %   z(i)=disp(zero_loc(i)); 
  %  zt(i)=time(zero_loc(i)); 
%end 
%zt=zt'; 
%zero_time=zt; 
%zero_disp=z'; 
%dc=zeros(1,length(up_time)); 
%for i=1:length(up_time) 
 %   if i<length(up_time) 
  %  dc(i)=up_time(i+1)-up_time(i); 
   % dc(i)=dc(i)*100; 
    %end 
%end 
%dc=dc'; 
  
% for i=1:length(zero_cross) 
%    j=j+1; 
%    check=circshift(a,[0,1]); 
%    check=a(1)-a(2); 
%     
%     
%           
%    if check > 25 
%         zero_loc(j)=zero_cross(i); 
%          
%     end 
% end 
  
%Original figure and original figure with peak points in red color 
low_lim=zeros(1,length(disp)); 
up_lim=zeros(1,length(disp)); 
up_lim2=zeros(1,length(disp)); 
low_lim(1:end)=0; 
up_lim(1:end)=36; 
up_lim2(1:end)=45; 
  
figure 
subplot(2,1,1);plot(time,disp); 
ylabel('Displacement'); 
xlabel('Time'); 
subplot(2,1,2);plot(time,disp); 
ylabel('Dispalcemet'); 
xlabel('Time'); 
hold on 
subplot(2,1,2);plot(up_time,upper_peak,'ro'); 
subplot(2,1,2);plot(lp_time,lower_peak,'ro'); 
hold on 
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subplot(2,1,2);plot(time,low_lim,'g'); 
subplot(2,1,2);plot(time,up_lim,'g'); 
subplot(2,1,2);plot(time,up_lim2,'g'); 
drawnow; 
%xlsPasteTo('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx','cpr',300, 400,'T20') 
  
%Exporting data to the xl sheet 
  
  
    columnheader = {'Up_Time','Upper Peak','Lpeak_time','Lower Peak'..., 
        'tot_def'..., 
        'cr','dc',};   
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx', columnheader,'cpr','E1'); 
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',up_time','cpr','E2'); 
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',upper_peak,'cpr','F2'); 
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',lp_time,'cpr','G2'); 
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',lower_peak,'cpr','H2'); 
    %xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',recoil_time','cpr','I2'); 
    %xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',recoil,'cpr','J2'); 
    %xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',unrecoil_time','cpr','K2'); 
    %xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',unrecoil,'cpr','L2'); 
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',tot_def,'cpr','I2'); 
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',cr','cpr','J2'); 
    %xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',zero_time,'cpr','O2'); 
    %xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',zero_disp,'cpr','P2'); 
    xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',dc,'cpr','K2'); 
    %xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',recoil_dc,'cpr','L2'); 
    %results= horzcat(up_time,upper_peak,lp_time,lower_peak,recoil_time,recoil,unre-
coil_time,unrecoil); 
  
%Calculation and Output datas 
  
%find out the good quality cpr cycles 
 %%for i=1:length(tot_def) 
 %  if tot_def(i)>36 & tot_def(i)<45  
   %tot_tar_ach_cy(i)=tot_def(i); 
    
  %elseif recoil>-17.85 
    %  tot_tar_ach_cy(i)=recoil(i); 
       
 % elseif cr>100 & cr<120 
      % tot_tar_ach_cy(i)=cr(i); 
    
    
 % elseif dc>30 & dc<50 
    %  tot_tar_ach_cy(i)=dc(i); 
%  end 
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%end 
  
  
  
%duration and no of cycles 
Episode_duration=time(end); 
  
tot_cycle=length(upper_peak); 
 lower_peak=lower_peak(1:end-1); 
%Deflection and its quality 
Average_deep=mean(tot_def); 
qual_cycle=find(tot_def>35 & tot_def<43); 
  
%%% naura 
  
%qual_cycle=find(tot_def>=50 & tot_def<60); 
  
%%%%%%%%%%%%%FOR ADULT%%%%%%%%%%%%%% 
%qual_cycle=find(tot_def>=50 & tot_def<60); 
  
tot_qual_cycle=length(qual_cycle); 
%un_qual_cycle=find(tot_def<36); 
%un_qual_cycle2=find(tot_def>45); 
%tot_un_qual_cycle=tot_cycle-tot_qual_cycle; 
sec_cdqual=find(tot_def>=38 & tot_def<43); 
sec_qual_cycle=length(sec_cdqual); 
sec_cdqual_index=(sec_qual_cycle/tot_cycle)*100; 
  
comp_qual_index=(tot_qual_cycle/tot_cycle)*100; 
  
%release depth and its quality 
%%%% NAURA TESTING-PLASTIC STIFFNES 15.4239/MM %%%%%%%%%% 
%newton=lower_peak*11; 
  
newton=lower_peak*3.63; 
%kg=newton*0.10197; 
kg=(newton*0.10197); 
Average_recoil=mean(kg); 
  
%recoil=find(lower_peak==0); 
  
recoil=find(kg<2.5); 
qual_recoil=length(recoil); 
recoil_qual_index=(qual_recoil/tot_cycle)*100; 
unrecoil=find(lower_peak>2.5); 
un_qual_recoil=length(unrecoil); 
unrecoil_qual_index=(un_qual_recoil/tot_cycle)*100; 
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sec_rf=find(lower_peak<0.5); 
sec_rf_cycles=length(sec_rf); 
sec_rf_index=(sec_rf_cycles/tot_cycle)*100; 
  
%compression rate an dits quality 
aver_cr=mean(cr); 
q_cr=find(cr>100 & cr<120); 
qual_cr=length(q_cr); 
un_qual_cr=tot_cycle-qual_cr; 
cr_qual_index=(qual_cr/tot_cycle)*100; 
  
%duty cycle and its quality 
mean_dc=mean(dc); 
%mean_recoil_dc=mean(recoil_dc); 
q_dc=find(dc>30 & dc<50); 
qual_dc=length(q_dc); 
dc_qual_index=(qual_dc/tot_cycle)*100; 
  
%q_recoil_dc=find(recoil_dc>30 & recoil_dc<50); 
%qual_recoil_dc=length(q_recoil_dc); 
%recoildc_qual_index=(qual_recoil_dc/tot_cycle)*100; 
  
%a=max(tot_qual_cycle,qual_recoil,qual_recoil,qual_dc) 
  
%Calculating injury index cycles 
in_cycle=find(tot_def>43); 
injury_cycle=length(in_cycle); 
deepc=max(tot_def); 
Thoracic_injury_index=(injury_cycle/tot_cycle)*100; 
  
%overall cpr quality index 
%tot_tar_ach_cy(tot_tar_ach_cy==0)=[]; 
%tot_tar_ach_cycle=length(tot_tar_ach_cy); 
%cpr_qual_intex=(comp_qual_index+recoil_qual_index+cr_qual_index+compdc_qual_in-
dex+recoildc_qual_index)/5; 
%cpr_qual_intex=( tot_tar_ach_cycle/tot_cycle)*100; 
  
overall_cpr_qual_1=intersect(qual_cycle,recoil); 
overall_cpr_qual_2=intersect(overall_cpr_qual_1,q_cr); 
overall_cpr_qual_2=overall_cpr_qual_2'; 
overall_cpr_qual_3=intersect(overall_cpr_qual_2,q_dc); 
%overall_cpr_qual_4=intersect(overall_cpr_qual_3,q_recoil_dc); 
tot_no_qual_cycles=length(overall_cpr_qual_3); 
cpr_qual_intex=(tot_no_qual_cycles/tot_cycle)*100; 
if isempty(cpr_qual_intex) 
    cpr_qual_intex(1)=0; 
end 
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% no flow time 
noflow_time=find(cycle_time>2); 
noflow_count=length(noflow_time); 
  
  
  
%%%%%%%%%%%%%%%%%print re-
sults%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%% 
fprintf('%s%f\n ', 'Episode duration:', Episode_duration(:)); 
result(1)=Episode_duration; 
  
fprintf('%s%f\n ', 'Total no of cycles:', tot_cycle(:)); 
result(2)=tot_cycle; 
  
  
%compression depth 
  
fprintf('%s%f\n ', 'Mean Compression depth (mm):', Average_deep(:)); 
result(3)=Average_deep; 
fprintf('%s%f\n ', 'CD quality index (>=35)(%):', comp_qual_index(:)); 
result(4)=comp_qual_index; 
fprintf('%s%f\n ', 'Secondary CD quality index(>=36mm)(%):', sec_cdqual_index(:)); 
result(5)=sec_cdqual_index; 
  
  
  
columnheader = {'Episode duration:','Total no of cycles:','Mean Compression depth 
(mm):',..., 
    'CD quality index(>=35)(%):','Secondary CD quality index(>=36mm)(%):'}; 
columnheader=columnheader'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx', columnheader,'cpr','M1:M5'); 
  
result=result'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',result,'cpr','R1:R5'); 
  
result=0; 
  
  
%release force 
  
fprintf('%s%f\n ', 'mean release force (kg):', Average_recoil(:)); 
result(1)= Average_recoil; 
fprintf('%s%f\n ', 'Release depth quality index(<2.5kg)(%):', recoil_qual_index(:)); 
result(2)=recoil_qual_index; 
fprintf('%s%f\n ', 'Secondary complete RF index(>0.5kg)(%):', sec_rf_index(:)); 
result(3)=sec_rf_index; 
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columnheader = {'mean release force (kg):','Release depth quality index(<2.5kg)(%):','Sec-
ondary complete RF index(>0.5kg)(%):'}; 
columnheader=columnheader'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx', columnheader,'cpr','M7:M9'); 
  
result=result'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',result,'cpr','R7:R9'); 
  
result=0; 
  
%compression rate 
  
fprintf('%s%f\n ', 'Mean compression rate(cpm):', aver_cr(:)); 
result(1)=aver_cr; 
fprintf('%s%f\n ', 'Compression rate quality index(100-120 cpm%):', cr_qual_index(:)); 
result(2)=cr_qual_index; 
  
 columnheader = {'Mean compression rate(cpm):','Compression rate quality index(100-120 
cpm%):'}; 
columnheader=columnheader'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx', columnheader,'cpr','M11:M12'); 
  
result=result'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',result,'cpr','R11:R12'); 
  
result=0; 
   
%compression duty cycle 
  
fprintf('%s%f\n ', 'Mean Duty cycle (%):', mean_dc(:)); 
result(1)=mean_dc; 
fprintf('%s%f\n ', 'Duty cycle quality index(30-50%):', dc_qual_index(:)); 
result(2)=dc_qual_index; 
  
 columnheader = {'Mean Duty cycle (%):','Duty cycle quality index(30-50%):'}; 
columnheader=columnheader'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx', columnheader,'cpr','M14:M15'); 
  
result=result'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',result,'cpr','R14:R15'); 
  
result=0; 
  
%overall qc index 
  
fprintf('%s%f\n ', 'Overall CPR quality index (%):', cpr_qual_intex(:)); 
result(1)=cpr_qual_intex; 
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 %deepest compression 
  
fprintf('%s%f\n ', 'Deepest compression is:', deepc(:)); 
result(2)=deepc; 
  
%Injury index 
fprintf('%s%f\n ', 'no of injuries cycles achived:', injury_cycle(:)); 
result(3)=injury_cycle; 
fprintf('%s%f\n ', 'Thoracic injury index (%):', Thoracic_injury_index(:)); 
result(4)=Thoracic_injury_index; 
  
%No flow 
  
fprintf('%s%f\n ', 'Number of no flow times:', noflow_count(:)); 
result(5)=noflow_count; 
  
 columnheader = {'Overall CPR quality index (%):','Deepest compression is:','no of injuries 
cycles achived:','Thoracic injury index (%):','Number of no flow times:'}; 
columnheader=columnheader'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx', columnheader,'cpr','M17:M21'); 
  
result=result'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',result,'cpr','R17:R21'); 
  
result=0; 
  
%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%%
%%%%%%%%%%%% 
  
fprintf('%s%f\n ', 'Total quality compression cycles(>=34mm):', tot_qual_cycle(:)); 
result(1)=tot_qual_cycle; 
  
fprintf('%s%f\n ', 'Total target cycles-release force:', qual_recoil(:)); 
result(2)=qual_recoil; 
  
fprintf('%s%f\n ', 'no of quality compression rate cycles:', qual_cr(:)); 
result(3)=qual_cr; 
%fprintf('%s%f\n ', 'no of Un_quality CR cycles:', un_qual_cr(:)); 
%result1(6)=un_qual_cr; 
fprintf('%s%f\n ', 'no of quality duty cycle:', qual_dc(:)); 
result(4)=qual_dc; 
  
columnheader = {'Total quality compression cycles(>=34mm):','Total target cycles-release 
force:','no of quality compression rate cycles:', 'no of quality duty cycle:'}; 
columnheader=columnheader'; 
xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx', columnheader,'cpr','M23:M26'); 
  
result=result'; 
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xlswrite('D:\Jeyapal\PhD\results\CPR data for analysis.xlsx',result,'cpr','R23:R26'); 
  
result=0; 
  
  
%fprintf('%s%f\n ', 'Release depth quality index-unrecoil(%):', unrecoil_qual_index(:)); 
%result1(11)=unrecoil_qual_index; 
  
  
%***** 
   
%end 
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A.5. New Duty cycle calculation-Matlab code 
 
%Duty cycle 
  
  
% compression 
comp_dc=zeros(1,length(up_time)); 
%if (up_time(1)-lp_time(1))>0 
for i=1:length(up_time) 
   
if i<length(up_time) 
%if i<101 
        j=i; 
        
%active_t(j)=up_time(j+1)-lp_time(j); 
active_t(j)=up_time(j)-lp_time(j); 
    tot_t(j)=lp_time(j+1)-lp_time(j); 
    comp_dc(j)=(active_t(j)/tot_t(j))*100; 
  end 
end 
dc=comp_dc'; 
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A.6. Matlab subroutine program for filter the minimum and maximum values in each 
compression 
function varargout = peakfinder(x0, sel, thresh, extrema)%PEAKFINDER Noise tolerant fast 
peak finding algorithm%   INPUTS: 
%       x0 - A real vector from the maxima will be found (required) 
%       sel - The amount above surrounding data for a peak to be 
%           identified (default = (max(x0)-min(x0))/4). Larger values mean 
%           the algorithm is more selective in finding peaks. 
%       thresh - A threshold value which peaks must be larger than to be 
%           maxima or smaller than to be minima. 
%       extrema - 1 if maxima are desired, -1 if minima are desired 
%           (default = maxima, 1) 
%   OUTPUTS: 
%       peakLoc - The indicies of the identified peaks in x0 
%       peakMag - The magnitude of the identified peaks 
% 
%   [peakLoc] = peakfinder(x0) returns the indicies of local maxima that 
%       are at least 1/4 the range of the data above surrounding data. 
% 
%   [peakLoc] = peakfinder(x0,sel) returns the indicies of local maxima 
%       that are at least sel above surrounding data. 
% 
%   [peakLoc] = peakfinder(x0,sel,thresh) returns the indicies of local  
%       maxima that are at least sel above surrounding data and larger 
%       (smaller) than thresh if you are finding maxima (minima). 
% 
%   [peakLoc] = peakfinder(x0,sel,thresh,extrema) returns the maxima of the 
%       data if extrema > 0 and the minima of the data if extrema < 0 
% 
%   [peakLoc, peakMag] = peakfinder(x0,...) returns the indicies of the 
%       local maxima as well as the magnitudes of those maxima 
% 
%   If called with no output the identified maxima will be plotted along 
%       with the input data. 
% 
%   Note: If repeated values are found the first is identified as the peak 
% 
% Ex: 
% t = 0:.0001:10; 
% x = 12*sin(10*2*pi*t)-3*sin(.1*2*pi*t)+randn(1,numel(t)); 
% x(1250:1255) = max(x); 
% peakfinder(x) 
% 
% Perform error checking and set defaults if not passed in 
error(nargchk(1,4,nargin,'struct')); 
error(nargoutchk(0,2,nargout,'struct')); 
 s = size(x0); 
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flipData =  s(1) < s(2); 
len0 = numel(x0); 
if len0 ~= s(1) && len0 ~= s(2) 
    error('PEAKFINDER:Input','The input data must be a vector') 
elseif isempty(x0) 
    varargout = {[],[]}; 
    return; 
end 
if ~isreal(x0) 
    warning('PEAKFINDER:NotReal','Absolute value of data will be used') 
    x0 = abs(x0); 
end 
  
if nargin < 2 || isempty(sel) 
    sel = (max(x0)-min(x0))/4; 
elseif ~isnumeric(sel) || ~isreal(sel) 
    sel = (max(x0)-min(x0))/4; 
    warning('PEAKFINDER:InvalidSel',... 
        'The selectivity must be a real scalar.  A selectivity of %.4g will be used',sel) 
elseif numel(sel) > 1 
    warning('PEAKFINDER:InvalidSel',... 
        'The selectivity must be a scalar.  The first selectivity value in the vector will be used.') 
    sel = sel(1); 
end 
  
if nargin < 3 || isempty(thresh) 
    thresh = []; 
elseif ~isnumeric(thresh) || ~isreal(thresh) 
    thresh = []; 
    warning('PEAKFINDER:InvalidThreshold',... 
        'The threshold must be a real scalar. No threshold will be used.') 
elseif numel(thresh) > 1 
    thresh = thresh(1); 
    warning('PEAKFINDER:InvalidThreshold',... 
        'The threshold must be a scalar.  The first threshold value in the vector will be used.') 
end 
  
if nargin < 4 || isempty(extrema) 
    extrema = 1; 
else 
    extrema = sign(extrema(1)); % Should only be 1 or -1 but make sure 
    if extrema == 0 
        error('PEAKFINDER:ZeroMaxima','Either 1 (for maxima) or -1 (for minima) must be 
input for extrema'); 
    end 
end 
  
x0 = extrema*x0(:); % Make it so we are finding maxima regardless 
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thresh = thresh*extrema; % Adjust threshold according to extrema. 
dx0 = diff(x0); % Find derivative 
dx0(dx0 == 0) = -eps; % This is so we find the first of repeated values 
ind = find(dx0(1:end-1).*dx0(2:end) < 0)+1; % Find where the derivative changes sign 
  
% Include endpoints in potential peaks and valleys 
x = [x0(1);x0(ind);x0(end)]; 
ind = [1;ind;len0]; 
  
% x only has the peaks, valleys, and endpoints 
len = numel(x); 
minMag = min(x); 
   
if len > 2 % Function with peaks and valleys 
     
    % Set initial parameters for loop 
    tempMag = minMag; 
    foundPeak = false; 
    leftMin = minMag; 
        % Deal with first point a little differently since tacked it on 
    % Calculate the sign of the derivative since we taked the first point 
    %  on it does not neccessarily alternate like the rest. 
    signDx = sign(diff(x(1:3))); 
    if signDx(1) <= 0 % The first point is larger or equal to the second 
        ii = 0; 
        if signDx(1) == signDx(2) % Want alternating signs 
            x(2) = []; 
            ind(2) = []; 
            len = len-1; 
        end 
    else % First point is smaller than the second 
        ii = 1; 
        if signDx(1) == signDx(2) % Want alternating signs 
            x(1) = []; 
            ind(1) = []; 
            len = len-1; 
        end 
    end 
     
    % Preallocate max number of maxima 
    maxPeaks = ceil(len/2); 
    peakLoc = zeros(maxPeaks,1); 
    peakMag = zeros(maxPeaks,1); 
    cInd = 1; 
    % Loop through extrema which should be peaks and then valleys 
    while ii < len 
        ii = ii+1; % This is a peak 
        % Reset peak finding if we had a peak and the next peak is bigger 
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        %   than the last or the left min was small enough to reset. 
        if foundPeak 
            tempMag = minMag; 
            foundPeak = false; 
        end 
         
        % Make sure we don't iterate past the length of our vector 
        if ii == len 
            break; % We assign the last point differently out of the loop 
        end         
        % Found new peak that was lager than temp mag and selectivity larger        %   than the 
minimum to its left. 
        if x(ii) > tempMag && x(ii) > leftMin + sel 
            tempLoc = ii; 
            tempMag = x(ii);        end 
         
        ii = ii+1; % Move onto the valley 
        % Come down at least sel from peak 
        if ~foundPeak && tempMag > sel + x(ii) 
            foundPeak = true; % We have found a peak 
            leftMin = x(ii); 
            peakLoc(cInd) = tempLoc; % Add peak to index 
            peakMag(cInd) = tempMag; 
            cInd = cInd+1; 
        elseif x(ii) < leftMin % New left minima 
            leftMin = x(ii); 
        end 
    end 
     
    % Check end point 
    if x(end) > tempMag && x(end) > leftMin + sel 
        peakLoc(cInd) = len; 
        peakMag(cInd) = x(end); 
        cInd = cInd + 1; 
    elseif ~foundPeak && tempMag > minMag % Check if we still need to add the last point 
        peakLoc(cInd) = tempLoc; 
        peakMag(cInd) = tempMag; 
        cInd = cInd + 1; 
    end 
     
    % Create output 
    peakInds = ind(peakLoc(1:cInd-1)); 
    peakMags = peakMag(1:cInd-1); 
else % This is a monotone function where an endpoint is the only peak 
    [peakMags,xInd] = max(x); 
    if peakMags > minMag + sel 
        peakInds = ind(xInd); 
    else 
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        peakMags = []; 
        peakInds = []; 
    end 
end 
 % Apply threshold value.  Since always finding maxima it will always be 
%   larger than the thresh. 
if ~isempty(thresh) 
    m = peakMags>thresh; 
    peakInds = peakInds(m); 
    peakMags = peakMags(m); 
end 
  
% Rotate data if needed 
if flipData 
    peakMags = peakMags.'; 
    peakInds = peakInds.'; 
end 
   
% Change sign of data if was finding minima 
if extrema < 0 
    peakMags = -peakMags; 
    x0 = -x0; 
end 
% Plot if no output desired 
if nargout == 0 
    if isempty(peakInds) 
        disp('No significant peaks found') 
    else 
        figure; 
        plot(1:len0,x0,'.-',peakInds,peakMags,'ro','linewidth',2); 
    end 
else 
    varargout = {peakInds,peakMags};end 
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A.7. Sample image of Matlab program generated during analysis with minimum and 
maximum values 
 
 
 
 
 
 
 
  
 
 
 
 
 
Chapter 8: Appendix 
  
 
   251 
 
A.8. Research Protocol 
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Study Summary 
Kouwen hoven et al., 1960, first coined the external chest compression treatment for cardio-
pulmonary resuscitation [201] . After that there were lots of improvement, but still the overall 
successful outcome rates after cardiac arrest (CA) remain poor. CC should be the primary ac-
tion and the highest priority when starting CPR in victim of sudden CA to the people and 
continues and non-interrupted CC in CPR will continuously ensure blood flow to the heart, 
brain and vital organs and gives best chance to recover from CA. To improve outcomes of CA, 
current European and UK Resuscitation Council guidelines highlight the delivery of quality 
chest compressions during CPR. Infant chest compressions are recommended using the two-
thumb (TT) or two-finger (TF) technique, at rates of 100-120 compressions per minute, to 
depths no less than one-third the external anterior-posterior (AP) chest diameter (≈40mm), with 
the complete release of the chest and duty cycles of 30-50%. There are many recent research 
studies about infant CPR efficacy, uniformly report poor quality chest compressions, with tar-
get depths, rates and duty cycles rarely achieved. Our research team previous research studies 
shows the real time CPR feedback monitor dramatically increased the quality of chest com-
pression from <1% to75 to 80% [23] . So, we propose a research to exploring whether simu-
lated infant manikin chest compression quality can be improved through real-time performance 
feedback. 
Approximately lay persons (no experience in CPR) will be recruited over a 2 weeks period 
from Cardiff University. Recruited participants will be randomly assigned one of two groups 
such as Group 1 and Group 2. Each participant will be instructed to perform 4, 1 minute, peri-
ods of continuous TT and TF CC with ventilations on an infant CPR manikin with sensors 
fitted pads. 
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➢ Group 1 will perform all four CC sets with no feedback.  
➢ Group 2 will perform all four CC sets with help of feedback 
CPR feedback monitor data such as compression depths, compression rates, release forces 
and duty cycles will be recorded on computer hard disk for further analysis of comparing 
between with and without feedback monitor differences. Cardiff University School of Med-
icine have policies for recording data from participants which will be securely stored and 
then deleted after 15 years.  No patients are required for this study because the CPR per-
formance only based on baby manikin. The collected data and analysed results will be pub-
lished in scientific journals and in my PhD thesis.  
Introduction, Rationale, Study Background and Aims 
Current CA outcomes in the infant and neonatal populations are very poor and shown undesir-
ably high rates of both morbidity and mortality[74]. To improve the current CA survival rate, 
the European and UK Resuscitation Councils (ERC & UKRC) highlight the delivery of high 
quality chest compressions during infant CPR. However, often, the Chest compression is de-
livered even by well-trained rescuers very poorly [13]. Particularly for depth and compression 
rate does not meet as suggested guidelines targets very often [204] and recent research studies 
shown that trained rescuers very often fail to deliver high quality infant chest compressions 
during simulated CPR on instrumented CPR training manikins [22, 27, 35, 104, 197]. 
Similarly, chest recoil depth during the resuscitation problem of older children and adolescents 
can reduce by using the CPR feedback device and data also confirmed that [61]. So far, differ-
ent methods have been evaluated to improve the rescuer and bystander CC performance for 
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adults to improve the quality of the CPR [65, 67, 68, 205]. The recent real time feedback mon-
itors are also help the rescuer to comply with guideline recommendations to perform CPR on 
adult patients [204, 206]. 
Nevertheless, the effect of CPR real-time feedback monitor performance to improve the quality 
of infant CPR chest compressions has never been quantified. This was primarily due to the 
paucity in scientific evidence upon which to establish quality targets for infant CPR chest com-
pressions. Some of recent studies may provide the targets of perform quality CPR for infant 
CA patients. The quality of chest compression is an very significant factor in CPR [65] and the 
five important key factors of quality of the CPR depending on following components, such as 
compression depth (CD), recoil or chest recoil depth (RD), duty cycle (DC), compression rate 
(CR), pauses in CC [130].  
Investigational Plan 
3(a) Infant Manikin and Feedback Program 
CPR training infant manikin (Laerdal® ALS Baby, Laerdal Medical, Stavanger, Norway), 
which is representing a three-month-old 5kg male infant is equipped with sensors by the Insti-
tute of Medical Engineering and Medical Physics, Cardiff University for monitoring and re-
cording chest deflection and force during simulated CPR. The maximum chest deflection depth 
(CDmax) of the manikin is 56mm which represents the actual physiological internal AP thorax 
depth of a three month old male infant [139].  
The Kionix 3 axis accelerometers with evaluation board (KXPB5) are used for measuring chest 
deflection distance for these experiments. The operating voltage of the accelerometer is 3.3 
volts.  Accelerometer is an electromechanical device used for measuring the acceleration of 
motion. The ‘g’ is the unit of acceleration based on earth gravity which is 32.2 ft/sec or 9.8 
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m/sec. The accelerometer is calibrated and used for measure chest deflections at the lower third 
of the sternum. The accelerometers are placed in the rubber pads. Accelerometer sensors output 
voltages are collected from the rubber pads using the NI DAQ Card (National Instruments, 
Austin, TX, USA) at the sample rate of 200hz and the voltages are send to the LabVIEW soft-
ware program (Developed by Cardiff University Medical Physics) for convert from voltage 
into displacement on a computer to continuously monitor and record CC sequence.   
Study procedure  
Information sheet about the testing will be send to all potential participants at least one-week 
prior through research office and standardised instructions are provided for both the investiga-
tor and participant in the Experimental Instruction Sheet.  All participants will be briefed by 
the investigator about the experimental procedure using the experimental instruction sheet be-
fore starting testing them. If participants would have any questions will be answered by the 
investigator.  Once they satisfied, participants will be asked to complete and sign the ‘partici-
pants consent and participants detail forms’. 
Prior to testing the instrumented baby manikin will be set up on a flat surface or table and the 
computer with power supply unit will be placed separately just near to the manikin.  Once 
manikin and the computer ready for testing, each participant will be asked to perform CC on 
manikin sternum using both compression technique (TT and TF). Each participant in a group 
1 will be instructed to perform 4 CC periods of 1-minute duration continuous TT and TF tech-
nique CC on an instrumented baby manikin (i.e. no ventilation) without CPR performance 
feedback monitor help. Then each participant in group will be instructed to perform the same 
two sets of CC with help of CPR performance feedback monitor followed by next two periods 
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without feedback monitor. In total, each participant will need to perform four 1-minute contin-
uous CC on a baby manikin and approximately each participant would need to spend at least 
7-8 minutes of their time.  
Study Participants 
Participants will be recruited from the Cardiff University. The exclusion criteria for this study 
will be invalid certification, incomplete acquisition of data or any health issues that the partic-
ipant, training course directors or investigators feel may bias results or potentially cause injury. 
 Participant Approval 
Participant’s approval will be acquired prior to the experiments. Participant’s information sheet 
will be made available in both electronic and paper format and circulated by the head of wales 
fire department to each participant at least one week prior to testing. To comply with the Re-
search Governance Framework for Health and Social Care in Wales (2001), an option to re-
quest Welsh translated documentation will be provided. At any time, if any participants not 
happy to contribute the experimental study that they are free to withdraw from the study im-
mediately which does not affect the relationship with us. Participants will be briefed on the test 
protocol, time and procedure with the experimental instruction sheet. After that adequate time 
will be provided for questions and investigator answer to their questions. Once all participants 
satisfied each participant need to fill and sign in the participant consent form.   
Data collection 
The instrumented baby manikin using the accelerometer and force sensors is powered by cus-
tom made power supply unit. Sensors output voltages will be recorded via NI DAQ on a laptop 
computer and voltage signals are processed for display and further analysis using the custom 
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LabVIEW program. The participants cannot see the laptop screen and hear any oral feedback 
during no feedback period.  
Statistical Analysis 
Chest compression quality will be calculated for each potential participant from the recorded 
anterior-posterior chest deflection. The CC quality based on CD, CR, RD and DC which are 
calculated from each participants CC performance on a manikin during testing. For each ele-
ment quality index which is the proportion of the CC will be calculated. Finally, the overall 
quality of CC will be calculated with each participant’s average of each element quality.  Dur-
ing testing any incomplete test results will be destroyed before analysis. Then the results will 
statistically compare the quality of CC between the feedback and without feedback scenarios 
for both CC techniques (TF and TT). 
Data Security and Storage 
The acquired date during CC will be stored on a Cardiff University owned computer which is 
protected by password. All paper based documents are stored securely which can be accessed 
only to the investigative team members. As per the Cardiff University data production policy, 
all participants’ data will be extremely confidential and will be stored only for maximum 15 
years.  
Participant Safety 
The CC performance feedback chance of risk is very low and in the rare scenario if any partic-
ipant injured, they must report to the team leader. Initially the team leader should manage all 
injuries in line with local health board policy and get back to Mr Jeyapal Kandasamy so that it 
may also be dealt with in line with Cardiff University policies. 
Jeyapal Kandasamy  Cardiff University 
   
 258 
 
Timescale 
This experiment will be finished less than six months after recruiting the participants. The rec-
orded and analysed data will be stored for further analysis only for maximum 15 years, in line 
Cardiff University policies. 
Dissemination 
The analysed results will be published in scientific journals and presented in engineering con-
ferences. Finally, the results will be included in my PhD thesis.  
The results will be published and presented in peer reviewed scientific journals, amongst sci-
entific, medical and engineering peers at conferences, and in a PhD thesis. All participant name 
and recorded date during testing will remain anonymised. 
Project Management 
The Chief/Principal Investigator will be Mr Jeyapal Kandasamy (Institute of Medical Engi-
neering & Medical Physics, Cardiff University, The Parade, Cardiff, Wales). The academic 
supervisors for Mr Jeyapal Kandasamy are Dr Peter Theobald and Dr Michael Jones (Institute 
of Medical Engineering & Medical Physics, Cardiff University, The Parade, Cardiff, Wales).  
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A.9. Participant information Sheets 
 
PARTICIPANT INFORMATION SHEET 
Study title: 
An paediatric CPR performance be improved through the provision of 'real time' feed-
back? 
Invitation paragraph: 
You are being invited to take part in a research study.  Before you decide, it is important for 
you to understand why the research is being done and what it will involve.  Please take time to 
read the following information carefully and discuss it with others if you wish.  If you have 
any further questions or require more information then do not hesitate to contact us. You should 
take your time to decide whether or not you would like to take part in this study. 
Thank you for taking the time to read this. 
What is the purpose of the study? 
CPR quality is an issue contributing to poor cardiac arrest survival rates, particularly when 
performed by untrained personnel. In an effort to improve quality of CPR in communities with-
out access to full training, an infant CPR manikin has been developed to provide a low cost 
option that provides feedback on CPR quality. 
To test the efficacy of the developed CPR feedback system in improving lay-persons CPR 
quality on infants this study will record initial quality without feedback, quality concurrent 
with feedback, and retention of quality post feedback in comparison to a known system. Fi-
nally this study will evaluate our new manikin design against current models via qualitative 
feedback. 
Why have I been chosen? 
A convenience sample of 30-40 participants have been selected. Eligible participants must meet 
the following criteria; 
• No prior CPR training (i.e. lay person) 
 
Do I have to take part? 
Your involvement in this study is entirely voluntary. It is up to you to decide whether or not to 
take part. If you decide to take part you will be given this information sheet to keep and asked 
to sign a consent form. However, you are still free to withdraw at any time without giving 
reason and the data that has been collected will be destroyed.  
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What will happen to me if I take part? 
If you agree to take part you will be required to attend two sessions in W1.09 in ENGIN lasting 
approximately 15 minutes 
What about confidentiality? 
At no point during the study will any personal or sensitive data be collected or stored.  
What do I have to do?  
To begin with you will be asked to read brief instructions from a leaflet on correct CPR practice 
and given 2 minutes to familiarise yourself with the CPR manikin. Then you will: 
• Perform 4 minutes of CPR compressions on a manikin, where quality measures will be 
recorded on a computer. 
• Based on the group you might do performance with or without help of feedback system.  
 
Are there any risks? 
No 
What will happen to the results of the research study? 
The collected data and analysed results will be published in scientific journals and in my PhD 
thesis.  
Who is organising and funding the research? 
Cardiff University 
Contact for further information.  
If you require further information, please contact either; 
 
Dr. Peter Theobald 
Project Supervisor 
Email: TheobaldPS@cardiff.ac.uk 
 
Jeyapal Kandasamy 
PhD student 
Email: Kandasamyj@cardiff.ac.uk 
 
Chapter 8: Appendix 
  
 
   263 
 
A.10. Participant Consent form 
PARTICIPANT CONSENT FORM 
Quantitative assessment of the effects of real-time performance feedback on chest 
compression quality during simulated infant CPR 
                                                                                              Please tick as appropriate 
1. I can confirm that I have read and understood the Participant Information Form for 
the above study (Project ID: 1-JK-1014). I have had the opportunity to ask questions 
and have had them answered to my satisfaction. 
 
2. I can confirm that I have completed the Participant Details Form for the above study 
(Study Number: 1-JK-1014).  
 
3. I can confirm that I have been instructed in and understand the testing procedure for 
the above study (Study Number: 1-JK-1014). I feel that I know how to, and am able 
to, perform both infant CPR techniques over the required periods of time. I have 
had the opportunity to ask questions and have had them answered to my satisfaction. 
 
4. I understand that I am being observed and that my experimental data will be used 
for research purposes. I can further confirm I understand my details will not be used 
to identify experimental data when disseminated in the public domain. 
 
5. I understand that my participation is voluntary and I am free to withdraw at any 
time, with no need to give reason, without my legal rights being affected. 
 
6. Would you like to receive feedback via your training course director? 
Yes No 
I agree to participate in the above study (Study Number: 1-JK-014). 
 
 
Participant Name (BLOCK CAPITALS)                      Signature                                             
Date 
 
Investigator Name (BLOCK CAPITALS)        Signature                               Date 
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A.11. Participant details form 
 
PARTICIPANT DETAILS FORM 
                                                                Participant Code: _________________________ 
 
Quantitative assessment of the effects of real-time performance feedback on chest com-
pression quality during simulated infant CPR 
The below information is recorded to provide an appreciation of the overall study de-
mographics. It will in no way be used to identify experimental data or be used for any other 
purpose than that which has been outlined in the Participant Information form. You will be 
asked to confirm that you have completed this form on the Participant Consent form to allow 
data anonymization. 
Please fill as appropriate: 
1. Gender (tick as applicable):                   2. Hand grip (Dynamometer): ___________kg 
 Male 
 Female 
3. Age:  _________             4. Weight: ___________Kg     5. Height: ___________Cm 
6. Field of expertise (tick as applicable): 
a. Registered nurse 
b. Resuscitation Practitioner/Officer 
c. Operating Department Practitioner (ODP) 
d. Doctor: Grade ________________________________ 
e. Other (please specify) ________________________________ 
7. Clinical experience (years) ________________________________ 
8. Current certification (tick as applicable): 
a. APLS 
b. EPLS 
c. PLS 
d. PILS 
e. Other equivalent (please specify) _________________________________ 
9. Time since last certification (years) _________________________________ 
10. Number of times infant CPR performed professionally (tick as applicable): 
a. None 
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b. <5 
c. 6-10 
d. 11-19 
e. >20 
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A.12. Ethical Approval from School of Engineering, Cardiff University Ethical Review 
Application 
AR 
Aderyn Reid 
  
  
Reply all| 
Thu 20/08/2015, 16:47 
Jeyapal Kandasamy; 
Peter Theobald 
Inbox 
Dear Jeypal, 
  
I am pleased to inform you that your Ethical Review application: “Can paediatric CPR perfor-
mance be improved through the provision of real time feedback” has been approved today 
(20/08/2015) by Chair’s action, on recommendations made by the School’s Ethical Review 
Panel. 
  
Regards 
Aderyn 
  
Mrs Aderyn Reid 
Office Manager 
Research Administrative Office 
Cardiff School of Engineering 
Queen's Buildings, Newport Road 
Cardiff 
CF24 3AA 
  
Tel: + 44(0)29 20874930 
E Mail: Reida@cardiff.ac.uk 
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A.13 Air flow sensor-Omron-D6F-A1-Data sheet 
 
A Compact, High-accuracy Sensor  
That Measures Low Flow Rates. 
 
• High accuracy of 3% FS. 
 
• Flow rates can be measured without being affected by temperature or pressure. 
 
 
 
RoHS Compliant 
 
Refer to the Safety Precautions on page 3. 
 
 
 
Ordering Information 
 
Model Applicable fluid Flow rate range Minimum order 
     
D6F-01A1-110 
Air 
0 to 1 L/min 1 
    
D6F-02A1-110 0 to 2 L/min. 1  
     
 
Output Voltage Characteristics 
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 0.0 0.2 0.4 0.6 0.8 1.0  0.0 0.4 0.8 1.2 1.6 2.0  
Flow rate (L/min)   Flow rate (L/min)  
D6F-01A1-110       
        
Flow rate  
0 0.2 0.4 0.6 0.8 1.0 
L/min (normal) 
 
       
        
Output voltage  1.00 2.31 3.21 3.93 4.51 5.00 
V  0.12 0.12 0.12 0.12 0.12 0.12 
        
D6F-02A1-110       
       
Flow rate  
0 0.4 0.8 1.2 1.6 2.0 
L/min (normal) 
 
       
        
Output voltage  1.00 2.59 3.53 4.18 4.65 5.00 
V  0.12 0.12 0.12 }0.12 0.12 0.12 
         
Measurement conditions: Power supply voltage of 120.1 VDC, ambient tem-
perature of 255C, and ambient humidity of 35% to 75%. 
 
Connections 
 
D6F-01A1-110  
D6F-02A1-110 
 
Pin No. 1: Vcc  
 2: Vout  
 3: GND  
Connector 53398 (Made by Molex Japan)  
Use the following connectors for connections to the D6F:  
@
-A
1
 
Housing 51021 (Made by Molex Japan) 
Terminals 50079 (Made by Molex Japan) 
Wires AWG28 to AWG26 
Tubes Install tubes made of materials such as rubber or urethane so D
6
F
 
 
that they will not come out.  
For urethane tubes, tubes with an outer diameter of 12 mm and an inner di-
ameter of 8 mm are recommended. 
 
 
 
 
 
2: Vout  
1: Vcc       3: GND 
        
        
        
        
        
 
Enlarged View 
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D6F-@A1  MEMS Flow Sensor 
Characteristics/Performance  
   
   
Model D6F-01A1-110 D6F-02A1-110 
Flow Range (See note 1.) 0 to 1 L/min 0 to 2 L/min. 
Calibration Gas (See note 2.) Air  
Flow Port Type 
Barb joint  
Maximum outside diameter: 8.6 mm, Minimum outside diameter: 7.4 mm  
Electrical Connection Three-pin connector  
Power Supply 10.8 to 26.4 VDC  
Current Consumption 15 mA max with no load, with a Vcc of 12 to 24 VDC, and at 25°C 
Output Voltage 1 to 5 VDC (non-linear output, load resistance of 10 kΩ)  
Accuracy ±3% FS (25°C characteristic)  
Repeatability (See note 3.) ±0.3% FS  
Output Voltage (Max.) 5.7 VDC (Load resistance: 10 kΩ)  
Output Voltage (Min.) 0 VDC (Load resistance: 10 kΩ)  
Rated Power Supply Voltage 26.4 VDC  
Rated Output Voltage 6 VDC  
Case PPS  
Degree of Protection IEC IP40  
Withstand Pressure 200 kPa  
Pressure Drop (See note 3.) 0.42 kPa 1.06 kPa 
Operating Temperature −10 to 60°C (with no condensation or icing)  
Operating Humidity 35% to 85% (with no condensation or icing)  
Storage Temperature −40 to 80°C (with no condensation or icing)  
Storage Humidity 35% to 85% (with no condensation or icing)  
Temperature Characteristics ±3% FS for 25°C characteristic at an ambient temperature of −10 to 60°C 
Insulation Resistance Between Sensor outer cover and lead terminals: 20 MΩ min. (at 500 VDC) 
Dielectric Strength Between Sensor outer cover and lead terminals: 500 VAC, 50/60 Hz min. for 1 min (leakage current: 1 mA max.) 
Weight 12.8 g  
    
Note: 1. A 0 to 1 L/min. (normal) volumetric flow rate at 0°C, 101.3 kPa.  
Note: 2. Dry gas. (must not contain large particles, e.g., dust, oil, or mist.)  
Note: 3. Reference (typical) 
Dimensions (Unit: mm) 
 
D
6
F
-@
A
1
  
D6F-01A1-110 
D6F-02A1-110 
 
 
8.6 dia.  
7.4 dia. 
3.5-dia. through hole    15.1 
   4    Mounting Hole Dimensions 
        
  R4     
Two, M3 screws 
 
        
  8       
66 
 30±0.1      
30±0.05 
41 
3.7 
     
 
R1.75 
    
      
       
  
7.45 
 4.5 9.5    
        
    
R4.25 
  28±0.05  
        
  4 3.5 Through hole   
        
   6    
Lead Wire (included): D6F-CABLE1 
 
   20     
   28±0.1      
   
20 
   200±35  
      Brown wire  
        
       100±15 1. Vcc        Black wire         
    0.5    2. Vout 
     4.5 6.5 Blue wire 3. GND 
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D6F-@A1 
 
Safety Precautions 
 
 WARNING 
 
The D6F is built for use with general-purpose devices. In cases such as those described below, where safety is required, imple-
ment measures to ensure the safety of the system and all devices, such as fail-safe designs, redundancy designs, and reg-ular 
maintenance. 
 
• Safety devices for ensuring safety for persons 
 
• Transportation equipment control (such as applications to stop operation) 
 
• Aviation and space equipment 
 
• Nuclear power equipment  
Do not use the D6F for applications in which D6F operation would directly affect human life. 
 
 Caution 
 
Make sure that the power to all equipment is turned OFF before you install the Sensor. Installing the Sensor while the power sup-ply is ON 
may result in electrical shock or abnormal operation. 
 
Precautions for Correct Use 
 
● Fluids,Tubes, and Sensor Installation 
 
All Models  
(1) Use clean fluids. Dust and mist can affect the characteristics of the Sensor or damage the Sensor. Install  a filter and mist 
separator on the upstream tube. (Not required for the D6F-W@A1, D6F-V, D6F-P or D6F-PH.) 
 
(2) Do not use combustible gases (e.g., hydrogen), corrosive gases (e.g., chlorine, sulfur, acidic, or alkali gas), or other non-
approved fluids. They may damage the Sensor. 
 
(3) The performance specifications that are given for the G6F do not apply if any fluids other than the specified applicable fluid 
are used. 
 
(4) Foreign matter in the tubes that are connected to the Sensor may damage the Sensor. Prevent any foreign matter from entering 
the tubes after the Sensor is removed from its packaging. 
 
(5) Attach the tubes so that fluid flows only in the direction des-ignated by the arrows on the Sensor. Correct measurements cannot be 
obtained if the fluid flows in the wrong direction. 
(6) We recommend that you install the tubes horizontally. If the tubes are not installed horizontally, an error of 1% FS or higher 
may result. (This does not apply to the D6F-03A3.) 
 
(7) Install the Sensor on a flat surface. Incorrect installation may damage the Sensor and make it impossible to obtain correct 
measurements. 
 
(8) After the Sensor is installed, check to confirm that it oper-ates correctly. 
 
(9) Do not drop the Sensor, remove the cover, or attempt to dis-assemble the Sensor in any way. 
 
D6F-01A1/02A1  
(1) Make sure that the tube connections to the barb joints are airtight. Any leaks from these joints will result in incorrect measure-
ments. 
 
(2) Use M3 panhead screws to install the Sensor, and tighten them to a maximum torque of 0.59 N·m. 
 
● Operating Environment 
 
Do not use the Sensor in the following locations: 
 
• Locations directly subject to heat radiated from heating equip-ment 
 
• Locations subject to water or oil 
 
• Locations subject to direct sunlight 
 
• Locations subject to intense temperature changes 
 
• Locations subject to icing or condensation 
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• Locations subject to excessive vibration or shock 
 
● Countermeasures against Noise 
 
Noise may make it impossible to obtain correct measurements. Consider the following countermeasures. 
 
• Allow as much space as possible between the Sensor and devices that generates high frequencies (such as high-fre-quency 
welders and high-frequency sewing machines) or surges. 
 
• Attach surge absorbers or noise filters to noise-generating devices that are near the Sensor (in particular, equipment with 
inductance, such as motors, transformers, solenoids, and magnetic coils). 
 
(It also helps to separate pipes and ducts, and to use shielded cables.) 
 
● Power Supply 
 
• Do not directly solder power supply leads to the connector terminals. Use only the appropriate connectors. 
 
• Wire with the correct terminal names and polarities. Incorrect wiring will cause failure of internal components. 
 
• When using a commercially available switching regulator, ground the FG (frame ground) and G (ground) terminals. 
 
@
-A
1
 
RoHS Directive 
 
D
6
F
 
The RoHS mark is displayed on the packing of products for 
which the six substances banned by the RoHS Directive have  
been abolished (both in processing and in the electronic  
components  
mounted to the PCBs).  
  
 
* RoHS marking may be terminated if it is later determined that parts that were previously treated as RoHS compliant are not compliant due to circum-
stances at the supplier of the parts. 
 
● RoHS Compliance Criteria 
 
The following standards are used to determine RoHS compliance for the six banned substances. 
 
(Items to which the RoHS Directive is not applicable are not given.) 
 
• Lead: 1,000 ppm max. 
 
• Hexavalent chromium: 1,000 ppm max. 
 
• Mercury: 1,000 ppm max. 
 
• PBB: 1,000 ppm max. 
 
• Cadmium: 100 ppm max. 
 
• PBDE: 1,000 ppm max. 
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A.14. Accelerometer- Kionix Evaluation board-KXPB5-2050-Data sheet 
Product Description  
  
The KXPB5-2050 is a Tri-axis, silicon micromachined accelerometer 
with a full-scale output range of +/-2g (19.6 m/s/s).   The sense ele-
ment  is  fabricated  using  Kionix’s  proprietary 
plasma micromachining process technology. Acceleration sensing is 
based on the principle of a differential capacitance arising from ac-
celeration-induced motion of the sense element, which further uti-
lizes common mode cancellation to decrease errors from process 
variation, temperature, and environmental stress. The sense ele-
ment is hermetically sealed at the wafer level by bonding a second 
silicon lid wafer to the device using a glass frit. A separate ASIC de-
vice packaged with the sense element provides signal  
conditioning and self-test. The accelerometer is delivered in a 5 x 3 x 0.9 mm LGA plastic 
package operating from a 2.5 – 5.25V DC supply.  
  
There are 4 factory programmable modes of operation for the KXPB5:  
  
Mode 00 – The three outputs (X, Y, Z) are read through the digital SPI interface, which is 
also used to command Selftest and Standby Mode. The digital I/O pads are pow-
ered from a separate power pin, and will interface to 1.8V logic.  
  
Mode 01 – The three outputs (X, Y, Z) are provided on three analog output pins. The 
KXPB5 also features an integrated 3-channel multiplexer (X, Y, Z). The Enable 
pin must be high for normal operation and low for power shutdown.  
  
Mode 10 – The three outputs (X, Y, Z) are provided on three analog output pins. The 
KXPB5 also features an integrated 4-channel multiplexer (X, Y, Z, Aux In). The 
Enable pin must be high for normal operation and low for power shutdown.  
  
Mode 11 – The three outputs (X, Y, Z) are provided on three analog output pins. The 
KXPB5 also features an integrated 4-channel multiplexer  (X, Y, Z, Aux In). The 
Enable pin must be low for normal operation and high for power shutdown.  
  
  
  
 The KXPB5-2050 is factory programmed to be in MODE 11.  
 
 
 
 
 
Functional Diagram  
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 Mode 11  
  
 
  Product Specifications  
  
  Table 1.  Mechanical   
                Analog  (specifications are for operation at 3.3V and T = 25C unless stated otherwise)  
  
Parameters  Units  Min  Typical  Max  
 Operating Temperature Range  ºC  -40  -  85  
 Zero-g Offset  V  1.559  1.65  1.741  
 Zero-g Offset Variation from RT over Temp.  mg/ºC     0.6     
 Sensitivity  mV/g  640  660  680  
 Sensitivity Variation from RT over Temp.  %/ºC     0.005     
 Offset Ratiometric Error (Vdd = 3.3V ± 5%)  %     0.3  1.5   
 Sensitivity Ratiometric Error (Vdd = 3.3V ± 5%)  %     0.4  1.5   
 Self-Test Output change on Activation  g  
2.2   
0.7   
2.7 (xy)  
1.1 (z)  
3.2   
1.6   
 Non-Linearity  % of FS     0.1     
 Cross Axis Sensitivity  %     2     
 Noise Density (on filter pins)  µg / √Hz     175     
  
  
  Table 2.  Electrical           
Analog      
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(specifications are for operation at 3.3V and T = 25C unless stated otherwise) 
Parameters  Units  Min  Typical  Max  
 Supply Voltage (Vdd)   Operating  V  2.5  3.3  5.25  
Current Consumption  
 Operating (full power)  µA  300   500  700   
 Standby  µA  -  0.0012     
 Input Low Voltage  V      0.2 * Vdd  
 Input High Voltage  V  0.8 * Vdd      
 Analog Output Resistance(Rout)  kΩ  24  32  40  
 Power Up Time1  ms    1    
 Bandwidth (-3dB)2  Hz  800   1000  1200   
  
  
Notes:  
1. Power up time can also be determined by 5 times the RC time constant of the op-
tional user defined low pass filter.  
  
2. Internal 1 kHz low pass filter.  Lower frequencies are user definable with external 
capacitors.  
    
  
  Table 3.  Environmental  
Parameters  Units  Min  Typical  Max  
 Supply Voltage (Vdd)   Absolute Limits  V  -0.3  -  7.0  
 Operating Temperature Range  ºC  -40  -  85  
 Storage Temperature Range  ºC  -55  -  150  
 Mech. Shock (powered and unpowered)  g  -  -  5000 for 0.5ms  
 ESD    HBM  V  -  -  3000  
  
  
Caution:  ESD Sensitive and Mechanical Shock Sensitive Component, improper 
handling can cause permanent damage to the device.  
  
  
      
This product conforms to Directive 2002/95/EC of the European Parliament and of the 
Council of the European Union (RoHS). Specifically, this product does not contain lead, 
mercury, cadmium, hexavalent chromium, polybrominated biphenyls (PBB), or polybromin-
ated diphenyl ethers (PBDE) above the maximum concentration values (MCV) by weight 
in any of its homogenous materials. Homogenous materials are "of uniform composition 
throughout."  
  
  
This product is halogen-free per IEC 61249-2-21.  Specifically, the materials used in this product  
HF contain a maximum total halogen content of 1500 ppm with less than 900-ppm bromine and 
less than 900-ppm chlorine.  
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Soldering  
  
Soldering recommendations available upon request or from www.kionix.com.  
  
  
 
Application Schematic  
Mode 11  
 
 
 
 
   
Table 4.  KXPB5 Pad Descriptions  
  
Pad  Name  Description  
1  Vdd  The power supply input. Decouple this pin to ground with a 0.1uF ceramic capacitor (C1).  
2  NC  Not Connected Internally (can be connected to Vdd)  
3  S0  MUX selector 0 (See Output Select Table).  Connect to Vdd or Ground if not used.  
4  S1  MUX selector 1 (See Output Select Table).  Connect to Vdd or Ground if not used.  
5  ST  Self Test:  High - Device is in self-test mode; Low - Normal operation  
6  PD  Power shutdown:  Low - Normal operation; High - Device is in standby, power down mode  
7  X Output  Analog output of the x-channel. Optionally, a capacitor (C2) placed between this pin and ground will form a low pass filter.   
  
 
  Chapter 8: Appendix 
   275 
 
8  Y Output  Analog output of the y-channel. Optionally, a capacitor (C3) placed between this pin and ground will form a low pass filter.  
9  Z Output  Analog output of the z-channel. Optionally, a capacitor (C4)placed between this pin and ground will form a low pass filter.  
10  GND  Ground  
11  Vmux  Multiplexed analog output.  Float if the multiplexer is not used.  
12  Aux In  Auxiliary input for multiplexer.  Connect to Vdd or Ground if not used.  
13  Vdd  The power supply input. Decouple this pin to ground with a 0.1uF ceramic capacitor (C1).  
14  Vdd  The power supply input. Decouple this pin to ground with a 0.1uF ceramic capacitor (C1).  
 
 
USING THE MULTIPLEXED OUTPUT OF THE KXPB5  
  
Multiplexer Data Select  
The KXPB5 features an integrated 4-channel multiplexer. This feature reduces system MCU 
requirements to only 1 ADC and 2 digital I/O’s. The KXPB5 uses two select inputs (S0, S1) to 
control the data flow from Vmux. When a microprocessor toggles the select inputs, the desired 
output is attained based on the select table. Note that logic 0 is GND and logic 1 is Vdd.  
  
  
  
  
Output Select Table  
   
Data Sampling Rate  
When operating in its multiplexed mode, the KXPB5 has the ability to achieve very high data 
sampling rates. Internally, the sensor elements (X, Y, and Z) are sequentially sampled in a 
“round robin” fashion at a rate of 32 kHz per axis. Note that this is a differential capacitance 
sampling of each sensor element, which stores an analog voltage on the filter cap for each 
axis. Combine this high sensor element sampling rate with the short 5 µs settling time of the 
integrated multiplexer, and the user can achieve a performance very close to that of the 3 
separate analog outputs. This is more than sufficient to eliminate any aliasing in the final ap-
plication since the KXPB5 will be operating with a typical bandwidth of ~50Hz and a maximum 
of 1000Hz.  
  
 
 Test Specifications  
  
!   Special Characteristics:  
  
These characteristics have been identified as being critical to the customer.  Every part is tested to 
verify its conformance to specification prior to shipment 
 
 
S1  S0  Vmux  
0  0  X Output  
0  1  Y Output  
1  0  Z Output  
1  1  Aux In  
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.  
  
Table 5.  Test Specifications  
  
  
Parameter  Specification  Test Conditions  
Zero-g Offset @ RT  1.65 +/- 0.0911 V  25C, Vdd = 3.3 V  
Sensitivity @ RT  660 +/- 20 mV/g  25C, Vdd = 3.3 V  
Current Consumption -- Operating  300 <= Idd <= 700 uA  25C, Vdd = 3.3 V  
  
Package Dimensions and Orientation  
  
3 x 5 x 0.9 mm LGA   
 
 Dimension  
 mm    inch   
Min  Nom  Max  Min  Nom  Max  
A  ---  0.91  1.0  ---  0.036  0.039  
A1    0.21 REF      0.008 REF    
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A2  0.66  0.7  0.74  0.026  0.028  0.029  
b  0.45  0.5  0.55  0.018  0.020  0.022  
D  2.8  3.0  3.2  0.110  0.118  0.126  
E  4.8  5.0  5.2  0.189  0.197  0.205  
K  3.9  4.0  4.1  0.153  0.157  0.161  
e  0.78  0.8  0.82  0.030  0.031  0.032  
L  0.75  0.8  0.85  0.029  0.031  0.033  
  
All dimensions and tolerances conform to ASME Y14.5M-1994  
  
  
Orientation  
  
When device is accelerated in +X, +Y or +Z direction, the corresponding output will increase.  
Static X/Y/Z Output Response versus Orientation to Earth’s surface (1-g):  
  
Position  1  2  3  4  5  6  
Diagram  
 
  
      
      Top  
  
    Bottom  
   Bottom  
  
      Top  
X  1.65 V  2.31 V  1.65 V  0.99 V  1.65 V  1.65 V  
Y  2.31 V  1.65 V  0.99 V  1.65 V  1.65 V  1.65 V  
Z  1.65 V  1.65 V  1.65 V  1.65 V  2.31 V  0.99 V  
              
X-Polarity  0  +  0  -  0  0  
Y-Polarity  +  0  -  0  0  0  
Z-Polarity  0  0  0  0  +  -  
  
  
  
  
Earth’s Surface  
Revision History  
  
REVISION  DESCRIPTION  DATE  
1  Initial release  27-Oct-2006  
2  Revised standby current spec and pin descriptions  19-Mar-2007  
3  Changed to new format & revisioning.  09-Sep-2009  
Pin 
1   
+ X   
+ Y      
+ Z   
                (1-g)  
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 A.15. BLS rescuers CPR simulated performances quality measures and quality indices be-
tween the no-feedback and feedback groups for two thumb technique chest compression at the 
study and experiment stage 
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 A.16. CPR performance changes in simulated chest compression duty cycle quality by 'new 
method' measures and quality indices of between the BLS no-feedback and feedback groups 
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 A.17. Lay rescuers CPR simulated performances quality measures and quality indices be-
tween the no-feedback and feedback groups for two thumb technique chest compression at the 
study and experiment stage 
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  A.18. CPR performance changes in simulated chest compression duty cycle quality by 'new 
method' measures and quality indices of between the lay no-feedback and feedback groups  
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